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June 8, 1988

USEPA Region III

Central Regional Laboratory
839 Bestgate Road
Annapolis, mb 21401-3099

Attn: Diane Simms
Quality Assurance Officer

Re: RI/FS - duPont Newport Site

Dear Diane:

Enclosed please find the performance and audit information
requested during our teleconference of June 7, 1988. ETC Corp.
is a participant in the USEPA Contract Laboratory Program's
Performance Evaluation Sample and On-Site Audit Program. These
are the same programs used to monitor performance for those
laboratories with active sample contracts.

ETC routinely performs all of the analytical and QA/QC

‘requirements of the CLP statements of work for organics and

inorganics. ETC provides a number of reporting formats for the
analytical data generated, from electronic summary reports to
complete technical reports containing all raw and support data.
Additionally, ETC can provide TCL Analysis, both organic and
inorganic, in a full CLP deliverables package as specified in
Section B of the Statement of Work.

A Sutsihary of Envronmentar Treatment and Technoiogies Corp ’ 5 R 3 H D 6 6 O
Y r



Diane Simms
USEPA Region III
June 8, 1988

Page 2

I sincerely hope this information will be helpful in your task.
Should you have any questions or need any additional information,
please do not hesitate to contact June Baker (201-225-6741) at

our Edison office.

and Technical Support

JEF:ja
attachment

pc: Gerrado Amoder, USEPA Region III
Roger T. Gresh, Woodward-Clyde
June Baker, ETC/Edison
Marilyn Bracken, ETC/Edison
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CERTIFICATIONS (5/88)

Alabama Department of Environmental Management. Laboratory
I.D. =40280. Reciprocal with New Jersey parameters.

Arizona Department of Health Services. Laboratory 1I.D.
#0083. Reciprocal with New Jersey drinking water
parameters.

California Department of Health Services. Hazardous Waste
Certificate #162 for: Partial Organic, Partial Inorganic,

and Physical Property Testing.
Connecticut Department of Health Services. Water and
Wastewater Laboratory I.D. #0511, Reciprocal with New
Jersey parameters. :

Florida Department of Health and Rehabilitative Services.
Environmental Water Testing Cert. Laboratory I.D. #E87074.

Florida Department of Health and Rehabilitative Services.

Drinking Water Testing Certification. Laboratory 1I.D.
#87262. Reciprocal with New Jersey drinking water
parameters. -

Illinois Environmental Protection. Drinking water

Certification. Certificate #100224.

Indiana Department of Health. No established certification
program. The State authorizes EPA certified laboratories to
perform analyses.

Kansas Department of Health and Environment. Approval to
perform analyses based on New Jersey drinking and wastewater
parameters. Certificate #E-148.

Kansas Department of Health and Environment. Approval to
perform analyses on solid or hazardous waste samples based
on California Physical Property Testing parameters.
Certificate #E1122.

Minnesota Department of Health. : No established
certification program. Authorized for drinking water
parameters based on New Jersey interim certification.

New Jersey Department of Environmental Protection.
Certification #12257 for drinking water and water pollution
and A-280 parameters.
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13. New York Department of Environmental Conservation. '
Participant in Superfund program. Authorized for Purgeable
and Extractable Organics; PCBs; Methods 601 and 602: and
Inorganics. . ' :

14. New York Department of Public Health. Laboratory 1I.D.
#10586 Certification for Potable, Non-Potable water, Solid
and Hazardous Waste analysis.

15. Oklahoma Water Resources Board. Laboratory I.D. #8703.

16. Pennsylvania Department of Environmental Resources.
Laboratory 1I.D. #68-323 for drinking water parameters,
including: Trace Metals, Nitrate/Fluoride, Herbicides/
Pesticides, Trihalomethanes.

17. South Carolina Department of Health and Environmental
Ccntrol. Laboratory I.D. #94002. Reciprocal with New
Jersey parameters.

18. Tennessee Department of Health and Environment. Laboratory
I.D. #00209. Reciprocal with New Jersey for drinking water
parameters.

19. Utah Department of Health. Certificate #E-91 for ”‘

Environmental Chemistry Parameters. q

20. Virginia Department of General Services. Certification
#00113. Reciprocal with New Jersey parameters.

21. Wisconsin Department of Natural Resources. Lab I.D. #4810
for drinking and wastewater parameters: Organics,
Inorganics and Dioxins.

22. Wyoming Water Quality Division. No established
certification program. The State authorizes EPA certified
laboratories to perform analyses.

23. USEPA participant in Superfund Contract Laboratory Program
Inorganics, Organics and Dioxins. (CLP)

)

AR300663

Tt 331, 880218 Dynamac  CLF Tnorganics & Vrganics - ]

'
- AN A™ oA TT ATD NiAvin £ Nrranicrc



-

May, 1988

The following list includes the On-Site External Audits performed
at the ETC-Edison facility.

1. 860515 NJDEP X-085 specific
2. 860807 ca Haz-waste certification
3. 861209 UT DOH-DW & WW certification
4, 861217 NJDEP Lab cert-A-280, DW & WW
5. 870203 WMI Laboratory audit
6. 870320 EPA II IFB-TCDD
7. 870404 EPA V WMI sites
8. 870421 PA DER~DW certification
9. 870428 NY DOH-DW & WW certification
10. 870400 Army Corps. Engineers,Systems audit
11. 870415 NJDEP X-085 & A-280
12. 870819 . FL . DHRS-DW & WW certification
13. 871014 NJDEP New CV parameters cert.
l14. 871028 MKE/RMA Systems audit
15. 871109 RMA/USATHAMA QA protocol
16. 871112-14 WMI Laboratory audit
17. 871116-17 WI DW & WW certification
18. 871117-19 EPA IV WMI, Dupont & Ciba Geigy sites
19. 871203 MKE Systems & documentation
20. 880210 NJDEP X=-195 specific
21. 880218 Dynamac CLP Inorganics & Organics
22. 880322 EPA II CLP Dioxin & Organics
23. 880323-24 WMI Follow=-up audit
24, 880412 EPA IV CLP Organics/Inorganics
25. 880413 NY DOH-DW & WW certification
26. 880419 EPA V Support for PRP-lead Site
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PERFORMANCE EVALUATION SAMPLES

RESULTS REPORTED FROM:

¢ SECOND QUARTER INORGANICS (CLP)
e SECOND QUARTER ORGANICS (CLP)
e NEW JERSEY DEPARTMENT OF ENVIRONMENTAIL PROTECTION

e PENNSYLVANIA DEPARTMENT OF ENVIRONMENTAL RESOURCES

AR3U06EE



QC $ten,

UNITED STATES ENVIRONMENTAL PROTECTION AGENCY

KMJ NASHINGTON, D C 20460
'(w\\."
AG || 1986

' SFEEICE OF
SOLID NASTE AND EMEAGENCY AESPCALE

ke 9

MEMORANDUM
, SUBJECT: State Requirements for Laborato ppeort
FROM: Henry L. Longest II, Directo
‘ Office of Emergency and Remedi Jponse
TO: Regional Waste Management Division Directors

Regional Environmental Services Division Directors

It has been brought to my attention that an increasing
number of States are linking their requirements for Superfund
analytical laboratory support to requirements of the Contract
Laboratory Program (CLP). 1In fact, some States are apparently
requiring that laboratories must be active CLP participants in
order to do analytical work for the State. A number of private
laboratories are concerned about such State requirements, since
they believe it raises issues of equity for laboratories who are
not active in the CLP for reasons other than quality, e.g.
limited bid awards due to EPA funding constraints, or other
factors. Obviouslx those labs feel that their markets may be
limited if active CLP part1c1patxon is a requirement for other

g business.

I believe the concerns that are being raised have merit.
The CLP is not intended to be a lab certification program.
There are certainly laboratories outside of the CLP capable of
performing high quality analytlc work. Howggg;l_gng;gpzlg;g
qualit versight 1j ontrol practices,

as those applied to CLP labs, should be require or any abora-

I sugqgest that you raise this issue with the States in
your respective Regions and point out to them the concerns
that are raised if CLP participation by laborat-~ries is a
requirement for other work. .

/; cc: CLP Laboratories

AR3G0EE 7
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iw 3 UNITED STATES ENVIRONMENTAL PROTECTION AGENCY
“, S , OFFICE OF RESEARCH AND DEVELOPMENT
Y prote” ENVIRONMENTAL MONITORING SYSTEMS LABORATORY-LAS VEGAS

P.O. BOX 93478
LAS VEGAS. NEVADA 89193-3478
(702/798-2100- FTS 545-2100)

O Griea, APR 11 1808
{Red)

Diane Foster

Environmental Testing & Certification Corp.
284 Raritan Center Parkway

Edison, NJ 03818

Dear Ms., Foster:

For your information and review, enclosed are the results for your
participation in the EMSL-LV Second Quarter Inorganic Performance Evaluation
Study (QB2 FY-88). The samples were prepared by the EMSL~LV and consisted of
one soil sample and two water samples. The homogeneous soil sample and one
of the water samples were splked with inorganic parameters. The other water
sample was a blank, The samples were to be prepared and analyzed by current
IFB procedures as per contract. All laboratories received the samples single
blind. Enclosed is general information about the Superfund Performance Evalu-
ation Program which explains the new PE portion of the Laboratory Profile
Package, called the "Individual Laboratory Summary Report™ (ILSR).

The EMSL-LV thanks you for your participation in this study. We trust

that this information 1s vital to you as a member of the community of labora-
tories analyzing hazardous waste samples for Superfund.

Sincerely, |,
7

Larry Butler, Ph.D.
Supervisor, Performahce Evaluation Program
‘ Quality Assurance Research Branch
Quality Assurance and Methods Development Division

Enclosure
ce: (w/enclosure)

Carla Dempsey, OERR
William Langley, OERR

AR300668
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Enclosure 1A

The EMSL-LV ia adhering to the National Program Office
guidelines with the following requirement. For each parameter
which you failed to correctly identify or quantitate or which
you reported as a falae positive (parameters not added intoc this
PE sample, but found by your laboratory at concentrations
exceeding contract requirementsa), please document in a letter to
your Project Officer, Deputy Project Officer and myself within
two wvaeke of receipt of this letter, the ascurce of the problem(s)
and the corrective action(a) taken to prevent the problem from
occurring in future quarterly blind PE samples.

Details of the new scoring procedure are shown on the
following "Attachment 1." For your convenience, included here is
the Individual Laboratory Summary Report (ILSR) for your
laboratory and a graphical programmatic summary of scores.

AR300669



ATTACHMENT 1

The following information explains the details about the
Individual Laboratory Summary Report, Program Summary Report,
Summary of Laboratory Scores, ‘and specific information about the

scoring procedures.
The Scoring Procedures

The confidence interval (CI) calculation and the scoring
algorithm are the intrinsic parts of the Quarterly Blind (QB)
study. At present, the 95 percent CI are calculated from CLP
laboratory-submitted results. All reported results are compared
to the CI. Elements that wvere found to be mis-identified, mis-
quantitated and reported false positives are flagged and used in
the calculation of the scors. False positives are values at
exceedingly high concentrations which can be caused by
contamination or interference. 1In addition, matrix spike
accuracy and duplicate precision are included in the scoring.
Other details are explained in the footnotes which accompany the
Individual Laboratory Summary Report.

Confidence intervals were calculated from the laboratory-
submitted values using the statistical procedure Biweight which
does not generate outliers. Instead, the laboratory-reported
results sre veighted relative to their position from the mean.

The following equation is used to calculate the percent score
(T score) for each laboratory.

X Score = 100 -

where A = number of mis-identifications
1.5

total number of elements

number of mis-quantitations

nunber ¢f false positives

number of matrix spikes
outside the criteria

= number of duplicates
outside the criteris

water matrix

= 30i] matrix

O »vox A3

IR
"

In
b
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Attachment 1 4 ﬂ?q;”<
I Page 2 .
’ The Scoring Procedurss (continues)
The following scoring categories are recommended by the

Environmental Monitoring System Laboratory, Las Vegas (EMSL-LV)
under the directive of the National Program Office:

1. 100 to 90 percent - Acceptable Petfomnce. No
Corrective Action Necassary

2. 90 to 75 percent - Acceptable Performance, Corrective
Action Necessary

3. below 75 percent - Unacceptable Performance,
Corrective Action Mandatory

A score below 752 results in the failure of & performance
evaluation (PE) sample.

AR30067



Attachment 1
Page 3

Individual lLaboratory Summary Report

Header / Qualifier ' Explanation
LABORATORY NAME laboratory name and location (state)
and assigned alpha-numeric code
PERFORMANCE LEVEL laboratory performance falls into
one of three (3) categories:
ACCEPTABLE % score greater
than or equal
to 90
ACCEPTABLE X score greater
-~ Corrective than or equal
Action to 75 and less
Necessary than 90

UNACCEPTABLE % score is less

- Corrective than 75
Action
Mandatory
LABORATORY RANK comparison of CLP laboratories only

for which a X score was calculated

Above number of laboratories wvhose
Z score is greater than the
laboratory's % score

Same number of laboratories whose
Z gcore is the equal to the
laboratory's % score

Below number of laboratories whose
X score is less than the
laboratory's X score

% SCORE percent score calculated using the
scoring equation

REPORT DATE date that the Individual Laboratory
Summary report is printed and in
the format, month/day/year
(for example, 1/23/88)

MATRIX sample matrix (water or soil)

AR300672




Attachment 1 gy
Page 4

Individual Laboratory Summary Report (Continued)

Header / Qualjifier Explanation
ELEMENT NAME the 23 target analytes required by

the Statement of Work

95 2 CI 95 percent confidence interval (CI)
calculated for each element using
the Biweight procedure with CLP
laboratory-submitted results

LOWER lower limit of CI
UPPER upper limit of CI
LAB RESULTS laboratory-reported values and
qualifiers
REPORTED VALUE laboratory-reported concentfation
QUALIFIER CODE laboratory-reported qualifier(s)

pertaining to the preceding value

PROGRAM DATA pertains to only CLP
laboratory-submitted valugs

## LABS MIS-ID number of CLP laboratories which
mis-identified the element

## LABS MIS-QUAN number of CLP laboratories which
mis-quantitated the elament

ff LABS FALSE POS number of CLP laboratories which
reported the element at an
exceedingly high concentration

TOTAL {#f LABS number of CLP laboratories whose
values were used in the
statistical study of the
program data

AR3N0673



Attachment 1
Page §

Individual Laboratory Summary Report (continued)

Header alifier

{# OF ELEMENTS
MIS-IDENTIFIED

## OF ELEMENTS
MIS-QUANTIFIED

{# OF FALSE POSITIVES

Explanation

number of elements mis-identified by
the laboratory

number of elements mis-quantitated by
the laboratory

number of elements reported at an

exceedingly high concentration by
the laboratory
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\ Attachment 1 .
Page 6 '

. Program Summary Report

Header / Qualifier

MATRIX
REPORT DATE

ELEMENT DATA

ELEMENT NAME

SPIKE LEVEL
95 X2 CI

LOWER
UPPER

MEAN RESULT

STANDARD DEVIATION

PROGRAM DATA

# LABS MIS-ID

{! LABS MIS-QUAN

/ LABS FALSE POS

TOTAL # LABS

Explanation

sanple matrix (water or soil)

date that the Program Summary Report
is printed and in the format,
month/day/year
(for example, 1/23/88)

element data generated with CLP
laboratory-submitted resulits

the 23 elements required by the
Statement of Work

the level gpiked into the sample

95 percent confidence interval (CI)
calculated for each element using
the Biweight procedure with CLP
laboratory-submitted results

lower limit of CI
upper limit of CI

average/mean of the values used
in the calculation of the CI

standard deviation of the values used
in the calculation of the CI

pertains to only CLP
laboratory-submitted values

number of CLP laboratories which
mis-identified the slement

number of CLP laboratories which
mis-quantitated the element

number of CLP laboratories which
reported the slement at an
exceedingly high concentration

number of CLP laboratories whose
values were used in the
statistical study of the
program data
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Attachment 1
ORIGN Page 7

Do
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Program Summary Report (continues)

Header alifier 1 Explanation

{i OF LABS WITH number of CLP laboratories whose
ACCEFTABLE X score is greater than or equal
PERFORMANCE to 90

# OF LABS WITH number of CLP laboratories whose
ACCEPTABLE X score is greater than or equal
PERFYORMANCE - . to 75 and less than 90
CORRECTIVE AC™™ON
NECESSARY

# OF LABS WITH number of CLP laboratories whose
UNACCEPTABLE X score is less than 75
PERFORMANCE -

CORRECTIVE
ACTION
MANDATORY

AR300676




L

Attachment 1
Page 8

Summary of Laboratory Scores

Header / Qualifier

LAB NAME

CODE

SCORE

MIS-ID .

MIS~-QUANT

FALSE POS

MSPK OUT

DUP OUT

Explanation

SMO assigned laboratory lab code

assignea alpha-numeric laboratory

code

X score calculated for each
laboratory

number
(the

number
(the

number
(the

number

of elaments mis-identified
"A" in the I Score equation)

of elements mis-quantified
"B" in the X Score equation)

of false positives réported
"C" in the % Score equation)

of matrix spike recoveries

outside the criteria

(the

number

"S" in the % Score equation)

of duplicates (RPDs) outside

the criteria

(the

"D" 4in the X Score equation)
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IRORGAKIC PERFORMANCE EVALUATIOR SANPLE
INDIVIDUAL LABORATORY SUMBARY REPORT

LABORATORY NAME: Env. Testing & Certif. (MJ) (P2)
PERFORMANCE LEVEL: ACCEPTABLE
LABORATORY RAHK: Above =

ELENENT DAME

ALUXINUN
ARTINONY
ARSEXIC
BARIUN
BERYLLIUM
CADNIDN
CALCIUM
CERONIUN
COBALY
COPPER
TROK
LEAD
MAGRESIUN
MANGANESE
NERCURY
RICKEL
POTASSTUM
SELENIUM
SILVER
SODIUN
THALLIUM
VANADIUN
IK

S Sase: 1}
95 2 Cl

LONER WPPER
4790 11900
] 53
17 28
156 189
16 21
8.7 17
75381 1M1
16 51
1 92
88 112
12600 17400
164 226
40861 §7181
28.8 383¢
12 24
26 84
¢ 1976
6.5 20
33 52
d d
19 4
4] 7¢
162 209

§ OF ELEMENTS MOT IDERTIFIED: ¢

§ OF ELEMENTS MISQUARTIFIED: 1

§ OF FALSE POSITIVES: ¢

¢ OF DUPLICATES OUT: ¢

VATER :
SOIL ¢

¢ OF MATRIX SPIKES OUT: ¢

WATER
SOIL ¢

Belov = 24

FOR OR 2 FY 88

LAB RESULTS

REPORTED OQUALIFIER
COVE 8IS 1D

VALUE

%60
a3
i3

179
18

13
93000
42

4]

99
17268
186
529e¢

3578
15
43

1386
i
46

282
k)
59

189

- D D DO OO PO DD PP OD OOV

SLABS

SLABS
MI5-QUART  FALSE POS

N = @ @ WL PN SIS W W RS S W W

1 Score: 96.6
REPORT DATE: 3/23/1988
MATRIX: SOIL

PROGRAM DATA

ALABS

$LABS
NEPK OUT

"~

NGOG WD W= @R DM S

1LABS
DUP ov?

- @ PO D D — DD DD DDO OGO O
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IMORGANIC PEKFORKARCE EVALUATION SAMPLE ’
TNDIVIOUAL LABORATORY SUMMARY REPORT

"III' FOR QB 2 FY &8

LABORATORY MANE: Env. Testing & Certif. (MJ) (P2] ‘ : T Score: 96,6
PERFORMANCE LEVEL: ACCEPTABLE REPOKT DATE: 3/2371988
LABORATORY RANK: Above = 5 Same = 1 Below = 24 BATRIX: WATER
LAB RESULTS PROGRAK DATA

ELEMEXT NANE "%l REPORTED QUALIFIER 4LABS $LABS ~ BLABS eLARS QLABS TOTAL
LOVER VPPER VALUE CODE KIS 1D H16-QUAKT  FALSE PUS  MSPX OUT DUP OUT $LABS

ALUMINUN 2540 3360 208¢ ) 1 . ¢ [ )
ANTINORY ] 111 21 3 (] ¢ 1 3 3
ARSENIC 68 106 88 ) 1 ) ] ] 3
BARIUN m 450 407 ¢ 4 . ] 1 3
BERYLLIUM » S1 L X] ) 1 ] ] a
CADKIUN 19 k ¥ 26 ) ) ¢ e 1 3
CALCIUN 12304 15508 1356¢ ¢ 2 ) ] ] k)
CRROXIUN 4 40 27 ¢ L) ¢ ] 1 k3|
COBALT 66 13 » ¢ ] ¢ ¢ ) i
COPPER 186 244 M ¢ 2 ¢ 1 2 k)|
IROK 355 442 396 ] 4 . ¢ ] 3
LEAD 12 i) 16 ] s 0 3 2 3
VX 7830 9608 8618 ¢ 2 ] L] ] k}

NESE 62 8 68 0 1 ¢ (] ¢ 3
nekCURY 10 28 16 ¢ 2 ¢ 1 1 k)
RICIEL 86 126 183 ’ 1 ] ] 1 3
POTASSIUN 8810 124600 19288 ¢ b ¢ ¢ ¢ i
SELENIUN 18 28 b1 ® 2 ¢ 1 ] k3
SILVER c ¢ 7.2 ] ] 0 ) ] i
SODIVK 6108 8320 6998 ¢ 5 ' ] ] ] i
THALLIUN §1 88 68 ¢ 1 ’ 7 1 k3]
VANAD]UM 118 154 135 (] 1 ] 1 ‘ 3
ZINC 47 66 58 ¢ § ¢ 1 2 k)|

¢ OF ELEWENTS RMOT IDENTIFIED: ¢
¢ OF ELEMENTS MISQUANTIFIED: ¢
¢ OF FALSE POSITIVES: ¢

§ OF DUPLICATES OUT: ¢
!ATER :
S0IL ¢

& OF MATRIX SPIKES O0T: ¢
UIIER :
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L & OFFICE OF RESEARCH AND DEVELOPMENT = J ‘o,
" paote” ENVIRONMENTAL MONITORING SYSTEMS LABORATORY.LAS VEGAS w2
R\G\'\-{;;__ PO BOX 93478
0 LAS VEGAS NEVADA 89193-3478
ed) (702/798-2100 - FTS 545.2100)

Mr. Jack Farrell
Environmental Testing

and Certif. Corporation
284 Raritan Center Parkway
Edison, NJ 08818

Dear Mr. Ferrell:

For your information and review the results for your participation in the
EMSL-LV Second Quarter Organic Performance Evaluation Study (QB2, FY 88) are
included here. Enclosed is general information about the Superfund Performance
Evaluation Program. The PE portion of the Laboratory Profile Package, called
the "Individusl Laboratory Summary Report” (ILSR) was described in your letter
reports last quarter. Other general information about the PE program is

explained on the following pages.

The samples consisted of aqueous materials spiked with Target Compound
List (TCL) and non-TCL pollutants at environmentally representative levels.
Samples for all laboratories were from the same homogenmeous batch, Each sample
set was to be prepared and analyzed by current contractually required procedures,

The EMSL-LV thanks you for your participation in this study and wishes to
congratulate the laboratories for an overall fine performance. We trust that
this information is vital to you as a member of the community of laboratories

analyzing hazardous waste samples for Superfund.

Sincere ///’~\

Supervisor, Perfo nce Evaluation Program
Quality Assurance Research Branch
” Quality Assurance and Methods Development Division

Enclosure

cc: (w/enclosure)
Carla Dempsey, OERR
Joan Fisk, OERR
Emile Boulos, OERR
Angelo Carasea, OERR
Howard Fribush, OERR
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‘ Enclosure
i

The sample set consisted of aqueous materials spiked with base/neutral/
acid/pesticide (BNAP) Target Compound List (TCL) and non-TCL compounds diluted
in water to environmentally representative levels (full-volume organics). This
included three (3) 80-ounce bottles of semi-volatiles and pesticides; one (1)
80-ounce bottle filled with blank water for BNAP blank analyses; four (4) 40-al

i vials filled with water spiked with volatile organics; and two (2) 40-nlL vials
filled with blank water for volatiles blank analysis. The sample set was to be
prepared and analyzed by current contractually required procedures.:

All snalytical results, calibrations, quality control procedures, and
reporting and deliverable requirements were to be submitted by the partici-
{ psting laboratories by contract as a regular cass.

EMSL~LV PE Reports - The entire format for EMSL-LV PE reports has been
revised. Identification, Quantification, and Contamination (formerly called
false positives) are now scored by by an algorithm contained in your
isboratory's "Individual Lsboratory Summsary Report” (ILSR).

Confidence Intervals (CI) were derived from the laboratory subaitted
values using the statistical procedure BIWEIGHT which does not generate
outliers. Instead values sre weighted as to their position, relative to the

mean. No values are discarded. Other details are included ian your ILSR.
The confidence interval calculation and the scoring algorithm are intrinsic

‘ parts of the ILSRs,
Also in the footnotes to the study is the EMSL-LV method for the scoring
of U~-flagged values, This U~value scoring procedure has not changed fronm
earlier PE studies.

For your convenience, attached are the ILSR for your laboratory, foot=-
notes, and a graphical programmatic representation of scores. The bar graph
shows the mean laboratory performance plotted versus time. The left bar for

. each quarter represents the mean score, whereas the right bar for the same
quarter is the standard deviation of the scores. The numbers on top of the
left bar are the numbers of laboratories in each study. Please compare your
score with the programmatic mean.

The EMSL-D¥- {s recomsending the following scoring categories, which are a
National Program Office directive:

1. 100 to 90 percent -~ T“Acceptable Performance,
No corrective action necessary;”

| 2. 90 to 70 percent =~ "Acceptable Performances,
Corrective Action Necessary;”

3. 70 percent or lower - "Unacceptable Performance,
Corrective Action Mandatory.”

AR300683



The Analytical Operations Branch of the Office of Emergency and Remedial ‘
Response also requires that all laborstories who fail to correctly identify or
quantify two or more parameters or compounds or who have blank contamination
(false positives) exceeding the contract requirements document the corrective
action they plan to undertake. These laboratories must document in a letter to
their Project Officer, Deputy Project Officer, and wyself within two weeks of
receipt of the results of this study, the source of the problea(s) and the
corrective action(s) the laboratory plans to implement to prevent the problem(s)
from occurring in future Quarterly Blind PE samples.

The government reserves the right to fairly and equably adjust scores for
any PE study, should the National Program Office determine that there vere

unusual problems with the PE samples themselves or the scoring procedurs.
Determinations made by the National Program Office are final.
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47

ORGANIC QB TREND CHANT

1/83 3/85%

CONTRACT LABORATORY PROGRAM

By O R N
S O I —
L -

20

| s

- AR AR AR
] - v

g 2 8 B 8 8 % 8 R/ ¢ °

JOOS LNIDWAd

AR300685

1/%7 3/87 1/88

3/86
;“ﬂﬂi 81d. Dev.

e e

1788

PERIOD (QUARTER/FISCAL

Lsft, Mean Score

1/84 3/84



LABORATIRY: Env, Teating & Certif, (X))
PEXFCAMANCE: ACCEPTABLE - Corrective Actions Kecessary
RANK: Apove = 13 Same = 2 Beicw = 35
I LARORATCEY !
9% 1 C: t DATA | $LABS

COKPOUND LOWEX UEPER 1 CONC ¢ | NOT-ID

TCL VOLATILE

BROMCMETHANE 64 246 il 8

PETEYLESE ChLORIDE ¢ ¢ 128 B ]

1,1-DiCnLORCETHANE 34 85 48 ]

2-BUTARCNE 38 17¢@ 1.6 3

BROMODICHLOROMETHARE 85 80 64 ]

1,1,2~TRICRLORCETHANE S4 76 62 ]

BENZERE 12 17 14 1

2-HEXANONE 48 200 126 1

TOLUENE 18 3 20 8

CHLOROoERZENE 85 114 89 )

TYREME (] 118 84 )

XYLEIES (TOTAL) 120 =& 148 ¢
TCL SEMIVOLATILE

2-CHLOROPHEROL 23 52 36 (]
N-NITRCSQ-DI-N- PROPYLAHIN: 45 64 63 e
1SOPHORONE 65 146 188 ¢
2,4-DIMETHYLPHEROL 18 53 28 8
BERZOIC ACID 5 260 48 J e
REXACHLOROBUTADIEKE 6i 166 il8 0
2-METHYLNAPHTHALENE 20 5% 36 e
2,4,6-TRICHLOROPRENOL 55 169 84 8
2-KITROARIL]IRE 58 108 78 J 8
ACENAPHTEYLERE 5§ 168 8i 8
ACENAPSTHENE 6l 188 83 ]
2,4-DIK I TROPHEROL 61 268 168 3
DIBERZOFURAN 96 160 156 8
4-KITKOPRENOL 56 280 9. J é
FLUORENE 64 168 84 ]
DIETHYLPETHALATE c c 26 ]
PENTACHLOROPHENOL 74 238 2i8 ¢
PHERANTEKENE 62 160 86 8
ARTHRACENE 87 186 89 )
PYREKE 42 1! 91 8
BUTYL BENZYL PHTHALATE ] c S J 8
BERZO(A)ANTHRACENE 31 169 e
DI-N-OCTYL PHTREALATE - 18 168 [
DIBEKZ(A,K/ANTHRACERE o 17 148 é
TCL PESTICIDES

HEPTACHLOR 6.0% 1
ALDRIN $.13 .18
ENDRIN 9.6 3
TCXAPHENE c ¢
NON-TCL SEXIVOLATILE
BEKZOPHEROKE 1838 J ]
DISULFOTON 4 J )
CHLORPYRIFOS 8 J (]
2-NITRG-P-CRESOL 58 J 8
TCL VOLATILE (Contaminants)
ACETORE 4 B 8

ORGANIC PERFORKANTE ZVALUATICN SAMPLE
INDIVIDUAL LABUEATORY SUMMARY REPCKT
FOR QB Z FY 88

~.
T
REr.an
KATS
PROGRAM LATA
$LABS $.A33
MIS-SUANT CORhAM
2 ¢
0 ]
3 ¢
7 8
3 (.
8 ]
5 ¢
3 ]
2 é
3 9
6 (]
5 ¢
5 )
6 é
) 8
2 ]
7 ]
2 )
3 8
8 ¢
2 8
6 8
4 ]
7 8
6 8
i 8
4 6
] ]
6 ¢
5 ]
4 8
6 )
é ]
2 8
2 ¢
2 8
8 )
5 )
1 ]
] 1
(] ¥
] e
] 8
8 ]
] 8

L ¢ 101083
ke VATER




ORGANIC PERCCRMANCE EVALUATION SAMPLE
IXDIVIDUAL LAXORATORY SUMNARY KEPCK:
FOx Qb 2 FY 88

@
LAB-RATORY: Env. Testing & Certif. (NJ) L

PERFUSKANCE: ACCEPTABLE - Corrective Actions Necessary
RANK: Above = 13 Same = 2 Below = 35

i LASQRATORY 1

i 98 3 Cl } CATA | $LABS
COMPOUND LOWER/ uppzR 1 CONC ¢ NOT-1D
TCL SEMIVOLATILE (Contaminants)
BENZYL ALCOROL 8 J )

‘ BON-TCL VOLATILE (Contasinants)
HEXANE 1.2 JB )
NON-TCL SEMIVOLATILE (Contaminants! /’ "‘\
UNKNOWA . B B R
URKNOWN 23 JF g

| URKROWN 2 /
OF TCL COMPOUNDS NOT-IDENTIFIZD: 6 /

#
¢ OF TCL COMPOUNDS MIS-QUANTIFIED: 2
§ OF TCL CONTAMINANTS: ¢

$

0
8? NOK-TCL COMPOUNDS ROT-IDENTIFIED: 8

, .' F NON-TCL CORTAMINAKIS: 2

AR300687

(’),f Yes
YY)
Sy . /l 5,’{[

i O™
v}
.

1 50(52: &7
REPCRT DA”Z: 4/1/.938
SATKIK: WATER

PROGRAE DATA
$LABS §LALS TVIAL
BIS-GUART CONTAY L N BN

6 8 ie
[} [’ S¢
0 18 5
9 1e 59
0 ' 56



ORiG.L
(Rad B 2 FY 88 ORGAKIC, CASE NOS. 8783 AND 8784

TCL: ‘

CONFIDENCE INTERVALS (C1) VEKE DERIVED FROM LABORATORY SUBNITTED VALUES. LESS THAN VALUES (o), J-VALUES,
U-VALUES, B-VALUES, AND NON-SUBMITTED VALUES (-) WERE NOT USED IN THE CALCULATION OF THE C

C1 WERE NOT SET SINCE 40 1 OR MORE OF THE LABORATORIES SUBMITTED A MON-USABLE VALUE.
INDICATES THAT THE CONPOUND WAS FOUND [N THE BLANK.
INDICATES A DILUTION,
CONPOURD EXCEEDS CALIBRATION RAKGE oF {NSTRUNENT,
ESTINATED VALUE LESS THAN THE CRL.

ETCARLE 05 BOT ARALISED FOK.
m nsamm
BOT SUMITTED.
32&“&%&’5:’3&8“%’52:.:» AXD THE ACTION LINIT. POINTS DEDUCTED F

. 02 QUANTITATION OMLY.

POINTS DEDUCTED FOR IDERTIEICATION OBLY.
VALUE WAS OUTSIDE THE WARNING LINIT om. M POIFTS DEDUCTED.

VALUE BOT SWBNMITTED FOR THIS CORPOUND
INDICATES A TCL CONTANINANY DETERMINED BY GRUBS’S TEST FOR CONPOUNDS YITH %0 €1 SET BASED ON ‘c* CRITERIA.

BEST ESTIMATE OF VALUE ANO/OR QUALIFIER. POOR OR ILLEGIBLE COPY SUBMITTED.
VARNING LINIT (80 PERCENT CI).
ACTIOR LINIT (99 PERCENT CD).

‘

g':
W I IO o

WEprs e L HENICC

-

KI-KCL / TIC:

NOT APPLICABLE. DPOINTS WERE MOT DEDUCTED SINCE 48 PERCENT OF THE LABORATORIES DID MOT IDENTIFY THIS CONPOUND.
MT IDENTIFIED.

MT DETECTED. POINTS DEDWCTED,

IRDICATES A comumn POINTS DEDUCTED.
INDICATES THAT THE DATA WERE MANVALLY MARIPULATED BY THE ARALYS?.

ALDOL CONDERSATION PRODUCT.

D’("lg 0 =

SCORING WOTES: PROCEDURE FOR GRADING U-VALUES ‘

1. ANY U-VALUE RESPORSE (UBORATORY DETECIIOI LIHIT) > CRQL, EVER IF IT IS IN THE 90 % C],
CAUSES A POINT DEDUCTION. IF 25 3 OR MORE OF THE LABORATORIES REPORT A U-VALUE OVER
THE CROL, THER M0 POIRTS RRE DEDUCTED FOR ARY LABORATORY. THIS COULD INDICATE A
MATRIX INTERFEREMCE IN THE SAMPLE.

2. IF CROL < LOWER CI, THEM USE CI AS SET.

3. IF LOVER CI < CROL AND CRQL < UPPER CI, THEW SET LOWER CI TO ZERO (0). NO POINTS
DEDUCTED FOR IDERTIF”ATION OR QUANTITATION LESS THAN OR EQUAL 10 THE CROL.

4. [IF CROL > LOVER AMD UPPER CI, THEN BO CI USED. ANALYTE DROPPED FRON THE SCORING. W
POIRTS DEDUCTED FOR IDERTIFICATIONS OR QUANTITATIORS. CONTAMIRARTS POSSIBLE.

T ROTE THAT ONLY CLP LABORATORIES VERE USED IN YBE CALCULATION OF THE Cl.

ROTE TRAT A U-VALUE FOLLOVED BY AR ANPERSARD (&) (U &) MEARS THA? POINTS WERE LOST FOR
IDENTIEICATION OMLY.

MOTE THAT FOR NON-TCL/TIC A DASH FOLLOVED BY A *ND* ( - ND) 1EDICATES THAT POINTS WERE

DEDUCTED FOR [DENTIFICATION OMLY.

AR300688
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SHtate of New Jersey

DEPARTMENT OF ENVIRONMENTAL PROTECTION
DIVISION OF FINANCIAL MANAGEMENT, PLANNING & GENERAL SERVICES

CN 402
TRENTON, N.J. 08625

January 21, 1988

Envirormental Testing & Certification Corp.
284 Raritan Center Parkway
Edison, NJ 08837

Dear Dr. Fitzgerald:
Enclosed is your 1987-88 Annual Certified Parameter List.

Lab ID# 12257

This list replaces

the 1986-87 form and must be conspicucusly displayed with the permanent certi-

ficate at the laboratory.

Your cooperation in this matter is appreciated.

Sincerely,

7 P
Sl DL ':://. (i i igprne
Maria Salamandra, Chief ’

Bureau of Collections, Licensing
and Management Services

MS/DP/ch

Enclosure
cc: Jerry Bundy

New Jersey is an Equal Opportunity Employer
Recycled Paper
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aE et Ut i s o R
EB774
Env Testing % Cert. Corp.
F.O. Box 7808 ‘
Edison NJ 0B818-7808 JATION REPORTY DATE: 11!171‘
I NUWNBER ¥PD19

-ABORATORY: NJ136

SAMPLE REPORT TRUE ACCEPTANCE  WARNING PERFORMANCE
ANALYTES NURBER VALUE VALUEe LINRITS LIRITS EVALUATION

TRACE METALS IN RICROGRAMS PER LITER:

2 877 858 658.~-1050. 707.= 997. ACCEPTABLE
ARSENIC 1 29.1 260 17.3= 34.1 19,4 32.0 ACCE®TABLE
. 2 141 130 95.3- 161, 106.- 153, ACCEPTABLE
BERYLLIUNM 1 87.5 89.9 75.7= 103. 79.2- 99.6 ACCEPTABLE
2 rd-1 270 231.- 306. 241.~ 296, ACCEPTABL!
CADMIUN 1 19.2 10.C 7.22- 12.8 7.92=- 12.1 ACCEPTARL
4 152 150 128.~ 170. 133.- 165, ACCEPTABL
COBALT 1 51.0 47.5 37.0= 57.4 39.6 56.8% ACCE®TAR
2 614 594 S06.- 694, $30.- 670. ACCEPT
2 2468 240 121.~- 287. 194 274, ACCEPTABL
COPPER 1 41.0 40.0 31.6= 47.6 I3.6= 45.6 ACCEPTASL
2 178 176 152.- 195, 157.- 190. ACCEPTA3L
IRON 1 53.0  S0u4 30.4= 70.0  35.3= 65.1 ACCEPTABL
2 478 620 357.- 471, 371.~ 457. NOT ACCEPTASL
MERCURY 1 2.51 2«40 1.52= 3.21 1.73= 3.90 ACCEPTASL
2 15.4 156 11.6= 27.1 12.7- 19.0 ACCEPTABL
MANGANESE 1 39.0 37.8 27.8~ 46.1 30.9= 43.8 ACCEPTADI
2 294 280 237.- 322. 248.= 311, ACCEPTAD!
LEAD 1 5t.9 504 37.2= 64.4 40.6~ 61.0 ACCEPTAB
2 179 168 140.- 197. 147.~- 190, ACCEPTAB

* BASED UPON THEORETICAL CALCULATIONS, OR A REFERENCE VALUE WHEN NECESSARY

PAGE 1 .
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-

. PERFORBANCE EVALUATION REPORT DATE: 11/17787

WATER POLLUTION STUDY NUMBER wPO19
\BORATORY: NJ136

SANPLE REPORT TRUE ACCEPTANCE WARNING PERFORRANCE
{ALYTES NURBER VALUE VALUE: LINITS LINRITS EVALUATION

TRACE METALS IN RICROGRANS PER LITER:

’ ELE“IU' 1 2007 20.0 12;‘” 25.8 1‘.0- 2‘.’ “CCE’TABLE

2 120 120 84.2~ 150. 92.4~ 141. ACCEPTABLE

ANADIUM 1  64e3 62.0 4841~ 78.4 S50.5- 74.0 ACCEPTASLE

2 645 620 520.= 720. S547.- 693. ACCEPTASLE

| INC 1 30.6 30eb 22.7" 38,8  24.7- 36.8 ACCEPTABLE

2 16 116 90.7- 134, 96.1- 129, ACCEPTABLE

NTIMONY 3 13.2 13.8 0.04~ 22.6 8.22- 20.4 ACCEPTABLE

& 37.8 37.3 21.6~ 54.7 25.9~- 50.4 ACCEPTA3BLE

’ ER 3 17.9 175 13.4~ 21.5  1é.4- 20.4 ACCEPTA3LE

& 3.60 3.43 2.13= 4.95  2.49= 4.60 ACCEPTABLE

HALLIUM 3 3,00 3.20 1.58~ 4,82 2.01= 4.39 ACCEPTABLE

6 27.9 32,0 2141~ 3.2  24.1= 40.2 ACCEPTABLE

OLYBDENUM 3 4.30 4,60 o352 8.8S  1.52- 7.6% ACCEPTABLE

4 38,0 37.0 19.3~ 49.3  23.2= 45.4 ACCEPTABLE

TRONTIUM 3 85.0 915 73.7- 107. 78.3- 102. ACCEPTABLE

& 18.0 18.3 14,3~ 22.2  15.4= 21.1 ACCEPTABLE

ITANIUR 3 39.0 37.1 19,0~ 52,2 23.6= 47.6 ACCEPTASLE
&

156 156 113.- 205.  125.= 192. ACCEPTABLE
MINERALS IN MILLIGRAMS PER LITER: (EXCEPT AS NOTED)

H=UNITS 3 4.00 4,00 3.93 4.09 3.95~- ‘nO? ACCEPTABLE

4 9.10 .19 8,86~ 9.40 8.93- 9.33 ACCEPTABLE
‘PECs COND. 1 640 659 592.~ 732. 610~ 714, ACCEPTABLE
UMHOS/CR AT 25 C) 2 274 272 24%5.- 302. 252.~ 29S. ACCEPTABLE

PO PROEe RO PT OGS TOSOEODR OO PTRO T BOCTOC RN S EHD TS O SN TR eSS e

[4

BASED UPON THEORETICAL CALCULATIONS, OR I REFERENCE VALUE WHEN NECESSARY.

. PAGE 2
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BORATORY: NJ13§

{ALYTES

| kg,

(Reg) -
PERFORMANCE EVALUATION REPORT

VATER POLLUTION STUDY NUMSER W®019

SARMPLE REPORT TRUE ACCEPTANCE WARNING
NURBER VALUE VALUE« LINMITS LIRITS

MINERALS IN MILLIGRAMS PER LITER: (EXCEPY ls MOTED)

oS AT 180 ¢C

ALCIUN

AGNESIUR

oD IUM

OTASSIUM

OTAL ALKALINITY

AS CACO3)

HLORIDE

‘LUORIDE

JULFATE

1 409 399 325.- 482, 344~ 462,
2 146 158 9S5.9- 217. 111.- 202.
1 66,2 63.0 54.7= 74.0 57.1- 71,6
2 1.16 0.905 .700- 1,78 «235- 1,65

0.51S 0.520 424~ 635 .451- .4508
18. 4 17.3 14.8~ 19.8 15.4= 19.2

1
F4
1 52.3 5206 ‘6.0- 58.‘ ‘7.5‘ S56.8
2 13.‘ 13.7 10.8- 16.2 11"- 15-6

20. &

1 18.0 149 21.0 15.4= 20.2
rl 1.3 1C.0

8.29- 11.5 8.68- 11.1

1 60. 4 550 49.0= 60.4 S0.4= 59.0
2 10.0 T«4h9 he71= 11,5 5-57- 10-5

1 123 113 106.- 128. 108.- 125.
2 53.3 52.1 4&7.1- 57.1 48.3- 55.9

1 2. 01 2.01 1,74- 2,23 1.80= 2.17
2 0.22 0.247 «155= .337 «178= 2314
1

7642 7‘.0 60,7~ 85.S 63.8~ B82.4
2 27.8 33.0 24,5~ 39.4 26.3~ 37.5

NUTRIENTS IN MILLIGRAMS PER LITER:

NITRATE-NITROGEN

1 0.478 0.500 383~ 614 11 586
2 1.97 2.00 1.59= 2.38 1.68~ 2.28

CHECK FOR E
CHECK FOR E

DATE: 1111711.

PERFORRANCE
EVALUATION

-

ACCEPTABLE
ACCEPTASLE

ACCEPTABLE
ACCEPTABLE

ACCEPTABLE
ACCEPTASLE

ACCEPTAZLE
ACCEPTABLE

CHECK FOR ERROR

ACCEPTABLE

ACCEPTASLE
ACCEPTABLE

ACCEPTABLE
ACCEPTABLE

ACCEPTABLE
ACCEPTABLE

ACCEPTABLE

" ACCEPTABLE

*

PAGE 3
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BASED UPON THEORETICAL CALCULATIONS, OR A REFERENCE VALUE WHEN NECESSARY.
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|‘ PERFORMANCE EVALUATION REPORT
VATER POLLUTION STUBY NUMBER wPO19

ABORATORY: NJ136

X L X 2 2 Z 2 2 4 - e - e LA L 2 2 & 2 2 2 2 2 J -

-

T
<
e

- - -~ -
XS

SATEL 11543787

[ ) ' SAMPLE REPORT TRUE ACCEPTANCE

VARNING PERFORRANCE
NALYTES NUMNBER  VALUE VALUEs LIMITS LIRITS EVALUATION
DEMANDS IN MILLIGRAMS PER LITER: g
i cop 1 134 150 118.- 168. 124.~ 162. ACCEPTABLI
2 246 275 213.- 307. 225.- 295. ACCEPTABL!
Toc. 1 S$7.3 $9¢2 46e8= 74.3  50.4= 70.7 ACCEPTABL!
2 109 109 86.8- 128. 92.2- 122. ACCEPTABL!
i PCB'S IN MICROGRAMS PER LITER:
3¢B-AROCLOR 101671242 1 3.1% 4.57 2.01= 6.61 2.60- 6,02 ACCEPTABL
3CB-AROCLOR 1262 2 1.89 1.86 1.98- 2.25 1.32- 2.11 ACCEPTABL
) PESTICIDES IN MICROGRAMS PER LITER:
ALDRIN 1 00693  0e851 .225- 1e16  o344- 1.04 ACCEPTABL
2 0.303  0.334 0833~ 460 .131- 612 ACCEPTABL
DIELDRIN 1 0.598 0.829 o453= 1.12 .538= 1.03 ACCEPTASL
2 0.209 0.290 .134= .405 .16~ .370 ACCEPTABL
pOD 1 0.325 0.390 .135- .565 .189- ,511 ACCEPTABL
2 0.820 0.975 .419- 1.31 .533- 1,20 ACCEPTABL
DDE 1 00412 0676 <285 .920 365~ 840 ACCEPTABL
2 0.135 0.169 0926 o255 113~ .234 ACCEPTABL
poOT 1 0e319  0.297 J0879= 477 137~ 428 ACCEPTASL
HEPTACHLOR 1 0.598 0.540 .203= 745 .272~ .676 ACCEPTABL
2 0.186 0.166 .0595= .239 .0824~ 216 ACCEPTAB!
N BASED UPON THEORETICAL CALCULATIONS, OR A REFEREMCE VALUE WHEN NECESSARY.
PAGE &
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PERFORMANCE EVALUATION REPORT ' PATE: 111171‘
Ombﬁw WATER POLLUTION STUBY NURBER WwPO19
aouuronv: n4133
SARMPLE REPORT TRUE ACCEPTANCE VARNING PERFORMANCE
:ALYTES NURBER  VALUE VALUEs  LINITS LINTYS EVALUATION
PESTICIDES IN MICROGRANS PER LITER:
EPTACHLOR EPOXIDE 1 0.086 0,108 .0550= 144 L0688~ 132 ACCEPTASLE
RLORDANE 3 6.02 Te?3 3.56= 9.39  4.31= 8,65 ACCEPTABLE
b6 0,629 0,620 240 919 327~ .833 ACCEPTASLE
VOLATILE HALOCARBONS IN “ICROGRARS PER LITER:

72 DICHLOROETHANE 1 61.9 5608 37.3= 72.9 41,9~ 63,3 ACCEPTASLE
RLOROFORM 1 101 92.9 52.8- 129. 62.6= 120, ACTEPTABLE
2 16.7 14,7 8.21= 21.7  9.93- 20.0 ACCEPTABLE
s1+,1 TRICHLOROETHANE 1  42.0 32.6 18,4- $S2,7 22.8- 48.3 ACCEPT"
RICHLOROETHENE 1 51. 4 48,2 30.3= 67.6 35.0- 62.8 ACCEPTABLE
2 2.39 2.41 1.02- 3.74 1.37= 3.39 ACCEPTABLE

ARBONTETRACHLORIDE 1 31.1 2742 16,7 38,7 19.5- 35.9 ACCEPTABLE
2 T.66 6.81 3.31= 11.0  4.29- 9.99 ACCEPTABLE

"ETRACHMLOROETHENE 1 39.6 28.9 1S.7= 42.0 19.0= 38.6 CHECK FOR ERRC
2 6.74 5.36 1.65= 9.06 2.59- 8.1% ACCEPTASBLE

JROMODICHLOROMETHANE 1 38.9 3262 24.5= 4£5.4  27.1= 42.7 ACCEPTABL!
DIBROMOCHLOROMETHANE 1 $6.6 67.7 37.7- 108, 6606~ 98.7 ACCEPTABL!

2 1.40 | 2.26 .643- 4,15 1,09~ 3,70 ACCEPTABL

SROMOFORNM 1 33,9 32,9 21.8- 48.8 25.2~ 45.3 ACCEPTABL

2 S.00 493 2423 7422 2.87- 6.58 ACCEPTABL

BSOSOV T OTODG WD T WD o oo o o o I S eSS WP D D D WD S S T TS T g e P D AP AP D -

* BASED UPON THEORETICAL CALCULATIONS, OR A REFERENCE VALUE WHEN NECESSARY.
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PATE: 1il17ll7

PERFORNBANCE EYALUATION REPORT A,
. 4§y4
VATER POLLUTION STUDY NUN3ER WPQ1T9 -
ABORATORY: NJ136 |
¢ SARPLE lEPORT TRUE ACCCEPTANCE VARNING PERFORMANCE
MNALYTES NUNBER  VALUE VALUEs LIuITsS LINITS EVALUATION
PO RTOTD S E®DCE NG PP B I S W B W I S W I O T I S D 4 e SR WD O ST I D PP P S S G S W S S S
VOLATILE MALOCARBONS IN NMICROGRARMS PER LITER:
! SETHYLENE CHLORIDE 1 49,5 £2.6 2%5.8- 67.3 31." 62.0 ACCEPTABLE
2 3.42 2:13 Dd.L.- 5.%51 « 608~ 4,79 ACCEPTABLE
CHLORDOBENIENE 1 31.8  30.8 18,7 43.8 21.9= 40.% ACCEPTABLE
2 3.72 3.85 1.48- 6,07 C.07= S,48 ACCE'TQ'L‘
! VOLATILE ARORATICS IN WMICROGRAMS PER LITER:
SENZENE 1 9.58 9.89 6,29 14.0 7¢29= 13.0 ACCEPTASL!
P4 42.6 42.9 29.4~ 57.7 33.0- 54,0 ACCEPTASBL’
YLBENZENE 1 7.66 8.47 4.52- 11.6  S.4k=- 10.7 ACCEPTABL
2 24.0 26.1 16.3- 35.5 18.8- 33.1 ACCEPTABL
TOLUENE 1 5.48  5.95 3.24= 8.80 3.97- 8,07 ACCEPTABL
2 276 29.7 20.8= 39.4 23.2" 37.0 ACCEPTABL
1,2=-DICKLOROBENMIENE 1 5.15 S«42 1429 9.58 .37~ B.41 ACCEPTASL
2 58.6 61.4 36.0~ 89,4 43.0= 82.4 ACCEPTASL
1,3-DICHLOROBENZENS 1 3.22 J.46 773~ S.89 1.64~ 5.22 ACCEPTABL
2 2‘.0 26‘0 1007- 38.’ 1‘.5‘ 3‘.3 ACCE’T“BL
1,4=DICHLOROBENZENE 1 4.32 .47 1,18~ 8,26 2.13=- 7.28 ACCEPT:"
Z 3‘.3 35.’ 18:)8‘ 55.0 23.3- 50.2 ACC’.':-
RISCELLANEOUS PARAMETERS:
TOTAL CYANIDE 1 0.126 06124 0687= 161 ,0805= 149 ACCEPTAB!
(IN RG/L) 2 0.284 0,300 174~ 388 +201= .361 ACCEPTAD|
NON-FILTERABLE RES!DUE 1 67.5 69.46 61,1 73,6 62.6= 72.0 ACCEPTAR!
CIN M§/L) F4 24.4 26,7 20,5= 27.2 21.3= 26.4 ACCEPTAB

BASED UPOM THEORETICAL CALCULATIONS, OR A REFERENCE VALUE WHEN NECESSARY

P.l. STANDS FOR DETECTION LIMITY
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. PERFORMANCE EVALUATION REPORY PATE: 111171.
l“_-\(_?" - .

. VATER POLLUTION STUPY NUNBER WPO19
BORATORY: NJ136 '

SAMPLE REPORT TRUE ACCEPTANCE VARNING PERFORNMANCE
ALYTES NURBER VALUE VALUEe LIRITS LIRITS EVALUATION

MISCELLANEOUS PARANMETERS:

IL AND GREASE 1 29.0 35.3 20.9- 43.0 237~ 40.3 ACCEPTABLE
IN RG/L) 2 10.3 128 3.99- 18.1% Se76= 16.3 ACCEPTADBLE
OTAL PHENOLICS 1 0.438 0.505 +229- 775 0298 .706 ACCEPTABLE
IN RG/L) 2 1.16 1.29 .588- 1.96 o762- 1.79 ACCEPTABLE

S ED GV G T ) D OB Gh b G R €5 GE T 4B D EUP U @b Ub O WD OB AR O P G 4P U5 4B G G G G G0 S G 4P SEE T

BASED UPON THEORETICAL CALCULATIONS, OR A REFERENCE VALUE WHEN NECESSARY,

PAGE 7 C(LAST PAGE)
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i | ¢+ SEIVET $27 0 8 4987

:6’/4,,,/
PERFORMANCE ZVALUATION REPORT DATE: C7/27/
‘ WATES® SUPPLY STUDY NUMBER wWS020 ‘
LASORATORY NJ136 K -
SANP{E REPDORTED TRUE ACCEPTANCE BEPFIRIMANCE
ANALYTES NUNMS3ER VALUE VALUE* LIMNITS CSVALUATICNS
‘ “““ TR DR RS - - oSseEsfueceemane e N T o ETGaTaEEs caew e hadndid e St
TRACE METALS IN FICP05RAMS PER LITEP: n
ARSENIC 1 109 106  86.8- 121. ACCEPTARLE
2 34,0 32.0  25.8~ 37.4 ACCEPTARLT
' 3ARIUN 4 770 75«0 Sh.7= RE,6 ACCEDTARLE
2 746 776 664~ 250 ACCEPTA3LE
CADMIUN 1 17.3 17.7  14.3- 15.6 ACCEPTARLE
2 4.85 415  3.54= 4.79  NOT ACCEPTASLE
' curRomIum 1 13.0 12.7  10.1- 15.6 . ACCEPTASLE
2 74.5 71.1 61.1- 80.9 ACCEPTAQLE
2 103 99.0 81.7- 113. ACCEPTARLE
2 1.73 1.92 1.32= 2.47 ACCEPTABLES
SELENIUM 1 9.9 9.71 6.9= 12.2 ACCEPTARLE
2 56,3 53.9 L2.4~ 55.7 ACCEZPTALE
SILVER 1 27.5 27.5  23.1- 31.7? ACCZIPTABLE
2 15.0 13.8  11.2= 16.6 ACCEPTARLE
NITRATE/FLUORIDE IN MILLISRAMS PER LITER:
NITRATE AS N 1 0.948 0.900 .762- 1.04 ACCEPTASLE
2 6.95 7.00 6.18- 7.82 . ACCEPTASLE
FLUORIGE 1 0.177 0.180  .148- 215 ACCEPTAALE
» BASED UPON THEORETICAL CALCULATIONS, OR A REFERENCE VALUE WHEN NECESSA®R

PAGE 1
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LABCORATORY NJ136

PERFORMANCE

EVALUATION REPOPT

WATER SUPPLY STUDY NUMBER WS020

DATE: 07/

-~

- D P G W We e D A WD Gh WP S D S A e S WD G G GRS WD I G W R G WP D D D A G I AT O G W D e TP W G G U G D YR WD YIS WD W e WD S T W W WP W WD AR A s

SAPPLE REPORTED TRUE  ACCEPTANCE PERFORMANCE
ANALYTES NUMBER  VALUZ VALUE® LIMITS EVALUATIONS
INSECTICIDES IN MICROGRAMS PER LITER:
ENDRIN 1 0.388 0.344  211- 4458 ACCEPTARLE
2 .77 5,19 .86 7.24% ACCZPTARLS
LINDANE 1 0.576 #*% 0.512 .279= .651 ACCETW2LE
2 4.23 &% 3,86 2.22= 4.79 ACCEPTWILE
METHOXYCHLOR 1 237 2a22 1.34= 3.05 ACCEPTARLE
Z 3442 80e2  S52.4= 104. ACCEPTA3LE
TOXAPHENE 3 1.90 1442  432~= 2.23 ACCEPTASLE
4 8.9% 7.09  3.85- 9,83 ACCEPTABLE
HERBICIDES IN MICROGRAMS PER LITER:
2 3.36 3,22 J413- $5.66 ACCEPTARL
2,4,5=TP (SILVEX) 1 31.0 *% 30.0 9.42- &1.1 ACCEPTASLE
2 3.63 #«+ 3,71  1.23- 5.00 ACCEPTAALE
TRIHALOMETHANES IN MICROGRAMS PER LITER:
CHLOROFORM 1 19.2 17.7 14.2- 21.2 ACCEPTARLE
2 Skok 49.5  39.6= 59.4 ACCZPTA3LE
BROMOFORM 1 53.2 42.2 33.8- 50.6 NOT ACCEPTAS3LE
2 19.9 1629  13.5= 20.3 ACCEZPTARLF
BROMODICHLOROMETHANE 1 23.6 20.4 16.3- 24.5 ACCEPTARLE
2 72.1 63e2 S0.6= 75.8 ACCZIPTASLE
DIBROMOCHLOROMETHANE 1 73.2 $6.9 45.5= 683  NOT ACCEPTABLE
2 31.2 24.9 199 29.9 NOT ACCEPTABLE
* BASED UPON THEORETICAL CALCULATIONS, OR A REFERENCE VALUE WHEN NECS3SARY
*% SIGNIFICANT GENERAL METHOD BIAS IS ANTICIPATED FOR THIS RESULT.
PAGE 2

AR300707




2,
T
~ ',
)

"""/4/
PERFORMANCE SYALUATION REPORT DATE, N7?72°
WATER SUPPLY STUDY NUM3ER WS020
@LABOHATORY NJ136 '
SANOPLE REPORTED TRUE  ACCEPTANCE PERFORMANCE
ANALYTES NUMBER  VALUE VALUE* LINITS SVALUATIONS
i TRIHALOMETHANES IN MICROGRAMS PER LITER:
TOTAL TRIHALOMETHANE 1 169.2 137.2  110.- 165.  NOT ACCEPTAILE
2 1774 154.5 124.- 135, ACCEPTAILE
\ VOLATILE ORGANIC COMPOUNDS IN MICROGRAMS PER LITER:
VINYL CHLORIDE S 7.956 5.98  3,59= 3,37 ACCEPTAILE
‘1,1-DICHLOROETHYLENE 1 3.30 2.53 1.52- 3.54 ACCEPTASLE
\ 2 18.3 12.7  10.2- 15.2  NOT ACCZIPTASLE
1,2-DICHLORCETHANE 1 899 6023 3 Tk= 8.72 ACCEPTARLE
2 11.1 8.90 S.34= 12.5 ACCEPTASLE
- 1,1,1=TRICHLOROETHANE 1 12.6 10.5  8.40- 12.6 ACCEPTABLE
2 196 182.5 146.~ 219. ACCEZPTARLE
'\RBON TETRACHLORIDE 1 1.52 1.36  .816- 1.50 ACCZIPTASLE
. TRICHLOROETHYLENE 1 8.44 B.22  4.93= 11.5 ACCEPTARLE
2 10.8 10.3  B.24- 12.4 ACCEPTARLE
BENZENE 1 3.76 4.32  2.59= 6.05 ACCEPTABLS
TETRACHLOROETHYLENE 2 7.50 816  4.90- 11.4 ACCEPTABLE
1,4=-DICHLOROBENZENE 1 7.72 6.93  4.16= 9.70 ACCEPTASLE
CHLOROBENZENE 4 146 14,6 11.7- 17.5 ACCEPTARLE

* BASED UPON THEORETICAL CALCULATIONS, OR A REFERENCE VALUE WHEN NECESSARY

PAGE 3
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PERFORMANCE

WATER SUPPLY

LASOPATORY NJ136

EVALUATION REPORTY

STUDY NUMBER ws020 @

DATEZ: 07/ ¢

ACCEPTANCE PERFOPMANC:
LIMITS EVALUATIONS

D D SR W T ED D G G D G T D @S W G R D A G S G WD G S G G G S D WD D WD G S G D AP D s D T AP P W A D S D WS S R A WD G WS WGP WP AP an b S D W SP AD we W WD WD WS A

SAMPLE REPORTZD

ANALYTES NUMBER VALJE

TRUE

VALUE*

VOLATILE ORGANIC COMPOUNDS IN MICROGRAMS PER LITER:

1,1=-DICHLOROETHANE 2 11. 4 10.3 8.2 12.4 ACCEPTARLE
1,1-DICHLOROPROPENE 2 31.6 25.3~ 37.9 NOT ACCEPTARLE
1,1+,1,2TETRACHLOROETHANE2 15.4 173 13.8~ 20.8 ACCEPTARLE
2=CHLOROTOLUENE 2 3.02 8.28 .97 11.6 NOT ACCEPTA".L.
4=CHLOROTOLUENE 2 3.C2 Dele= Dol NOT ACCEPTA3LST
MISCELLANEOUS ANALYTES:
TURSIDITY 1 4.28 4.50 3.84= S.C8 ACCEPTASBLE
(NTU*S) 2 0.51 &+ 0.500 = 341- 779 ACCEPTASBLE
PH=UNITS 1 8.56 9.12 8.79=- 9.34 NOT ACCEPTABLE
SoDIUm 1 13650 14.5 13.4- 15.9 NOT ACCEPTACLE
(MILLIGRAMS PER LITER)
* BASED UPON THEORETICAL CALCULATIONS, OR A REFERENCE VALUE WHEN NECESSARY
*& SIGNIFICANT GENERAL METHOD BIAS IS ANTICIPATED FOR THIS RESULT.

Del. STANDS FOR DETECTION LIMIT

PAGE

& (LAST PAGE)
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LABORATORY PERFORMANCE AUDITS

EVALUATIONS INCLUDED FOR:

e EVIDENCE AUDIT BY TECHLAW (CLP HEADQUARTERS)

e ON-SITE EVALUATION BY REGION II
& LEMSCO (CLP HEADQUARTERS)

} ¢ ON-SITE EVALUATION BY NJDEP (X~-195 CONTRACT)

¢ ON-SITE EVALUATION BY NJDEP (CERTIFICATION)
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' LABORATORY EVIDENCE AUDIT REPORT
U

ENVIRONMENTAL TESTING AND CERTIFICATION
CORPORATION

March 22, 1988

Environmental Testing and Certification Corporation
284 Raritan Center Parkway

Edison, NJ 08818-7808

(201) 225-6792

June S. Baker - Quality Assgrgnge
Coordinatoer

Technical Manager cLpt/ 2,3

Project Servzcg

Representa&ige 3

QA Auditer

Sample Custodian?

Dioxin Laboratory Superyisor?

GC Screening Laboratory

GC/MS Technical Managerz

Sample Preparation Manager

John E. Farrell III
Leslie Clarke

Jim Ploscyca
Bill Deckelmann
Paul Cormier
Bill O'Keefe
Charlie Weston
Karen Albretsen

2

USEPA Region II - Edison, New Jersey

. (201) 321-6676

Lisa Gatton~-vVidulich - Acting Deputy Project Officer
Stelios Gerazounis - EPA Observer

EMSL/LEMSCO = Las Vegas, Nevada
(702) 734-3315

Richard Flotard - Principal Scientist
Lisa Contreas - Associate Scientist
Nan Chen = Research Chemist

NEIC/CEAT (Techlaw) - Denver, CO
(303) 233-1248

Jim Short - Staff Associate
. Teri Goldberg - Associate Consultant

1present at pre-audit meeting
2contacted during audit
Spresent at post-audit meeting

‘ This work was conducted on behalf of the Environmental Protection
Agency's (EPA) National Enforcement Investigations Center (NEIC)
under EPA Contract #68-01-7369.
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{Reg) INTRODUCTION

an audit of laboratory operations pertaining to laboratory
security, sample chain-of-custody, and document control
procedures for EPA Dioxin Contract €8-01-7366 (IFB WA 86-K357)
was conducted at Environmental Testing and Certification (ETC)
Corporation in Edison, New Jersey on March 22, 1988. The audit
was conducted by NEIC's Contract Evidence Audit Team (CEAT-
Techlaw). Procedures and documentation related to sample receiv-
ing, sample storage, sample security, sample tracking, and case
file organization and assembly were reviewed for conformance to
Evidence Audit Requirements. The results of this audit are
discussed in this evidence audit report.

EXECUTIVE SUMMARY

This was the seventh audit of ETC conducted by USEPA
representatives in support of the Contract lLaboratory Progranm
(CLP). The previous audit was conducted on March 20, 1987 and
resulted in no recommendations from the CEAT.

The following five findings (non-conformances to Evidence
Audit Requirements) were identified during the present audit and
are discussed in this report.

Findings

1. The Sample Receipt Form did not contain the name of the
laboratory.

2. The presence or absence of airbills was not recorded on
the Sample Receipt Form.

3. The laboratory has not developed written SOPs for
sample identification.

4. The laboratory has not developed written SOPs for
sample tracking.

5. Written SOPs for case file preparation did not describe
actual procedures used by the laboratory.

As a result of these findings, the following recommendations
were made during the debriefing with the laboratory personnel at
the conclusion of the audit on March 22, 1988:

Page 1 of 6
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Recommendations

l.

The Sanple Receipt Form should be revised to include
the name of the laboratory.

The presence or absence of airbills should be recocrded
on the Sample Receipt Form.

The laboratory should develop written SOPs for sample
identification.

The laboratory should develop written SOPs for sample
tracking.

Written SOPs for case file preparation should be
revised to describe actual procedures used by the
laboratory.

Routine evidence audits will be conducted during the
contract period of performance. Corrective action on the above
items will be reviewed during the next on-site audit. Periodic
audits will be conducted to review continued conformance to
Evidence Audit Requirements.

. The audit was concluded on March 22, 1988. The audit parti-
cipants are listed on the cover page of this report.

Page 2 of 6
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ORIGINAL PROCEDURAL AUDIT
- @
The prccedural audit consisted of review and examination of

actual and written standard operating procedures (SOPs) and
accompanying documents for the following laboratory operations:
sample receiving, sample storage, sample tracking (from receipt
to completion of analysis), and case file organization and

assenmbly.
mple eiv

EPA sample shipments are delivered to the loading dock
(Monday - Saturday, 8:00 a.m. - 9:00 p.m.). The designated
sample custodian, Bill Deckelmann, signs the airbill and
transfers the container to the isoclation laboratory. The sample
custodian opens the container, inspects the samples, and reviews
the shipping documents. Sample receiving information is recorded
on the Sample Receipt Form.

During review of the Sample Receipt Form, the auditors
observed that the Sample Receipt Form did not contain the name of
the laboratory and the presence or absence of airbills was not

recorded.

Written SOPs for sample receiving have been developed and
implemented and are documented in ETC IFB ‘ ,
Receipt. The auditors read these SOPs, and they accurately
describe the procedures in use for sample receiving.

Sample Storage

Dioxin samples and extracts are stored in the locked
isolation laboratory. 1In addition, sample extracts are stored in
a small refrigerator located in the gas chromatograph/mass
spectrometer (GC/MS) laboratory. Samples are identified with job
numbers (unigque to sample) and log link numbers (identifies a
sample shipment). Extracts are identified with the job number,
the type of analysis, and the date. The laboratory maintains the
identity of the sample during preparation by writing the sample
identifier on the glassware.

Laboratory security is maintained by keeping all access
doors locked. Visitors must sign a logbook in the reception
area, receive a visitor's badge, and are escorted through the
laboratory. Laboratory personnel run a magnetic card through a
reader on the receptionist's desk for laboratory entry.

Page 3 of 6
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Written SOPs for sample storage and security have been
developed and implemented and are documented in ETC IFB 2,3,7,8-
TCDD SOP Sample Storage. The auditors read these SOPs, and they
accurately describe the procedures in use for sample storage and
security. Written SOPs for sample identification have not been

developed.

Sample Trackin

Samples may be tracked through the laboratory from receipt
to completion of analysis by using the following documents:

1. Sample Receipt Form
2. Sample Log-In Form
3. Laboratory Chronicle: TCDD Extraction
4. Laboratory Chronicle: GC/MS Department

The Sample Receipt Form and the Sample log-In Form are used
to record sample receiving information. The Laboratory
Chronicles are used to record preparation and analysis informa~
tion.

Written SOPs for sample tracking have not been developed.

Case File Organization and Assembly

Case files are stored in the document control room. Case
files are arranged by EPA case number. Tracy Fedosh or lori
Handle are responsible for case file organization. According to
June Baker, QA coordinator, the laboratory has not received
confidential documents.

Written SOPs for case file organization and assembly have
been developed and implemented and are documented in ETC IFB
2,3,7,8=-TCDD SOP Integration of PCDX/PCDF. The auditors read
these SOPs, and they do not describe how case file documents are
numbered, inventoried, and purged.

EVIDENCE AUDIT

The evidence audit consisted of review and examination of
case file documentation. Case files contain the following types
of documents:

1. Document Inventory

2. Airbill

3. CLP Dioxin Shipment Record

4. Chain-of-Custody -~ Receipt of Cooler
5. Chain-of-Custody Record

Page 4 of ¢
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Sample Tags

ETC lead Report Tracking Form
GC/MS Data - Narrative

Final Report - Data, Logs, Etc.

The case file examined during the audit was #8600.

Documentation in the case file is organized and developed
according to Evidence Audit Requirements.

AUDIT FINDINGS

The following five findings (non-conformances to Evidence
Audit Requirements) are based on the results of the procedural
and evidence audits.

1,

2.

The Sample Receipt Form did not contain the name of the
laboratory.

The presence or absence of airbills was not recorded on
the Sample Receipt Form.

The laboratory has not developed written SOPs for
sample identification.

The laboratory has not developed written SOPs for
sample tracking.

Written SOPs for case file preparation did not describe
actual procedures used by the laboratory.

SUMMARY

At the conclusion of the audit on March 22, 1988, a debrief-
ing was held by the audit team with ETC personnel. During this
debriefing, the evidence auditors made the following recommenda-
tions based on the findings discussed in this report.

1.

2.

The Sample Receipt Form should be revised to include
the name of the laboratory.

The presence or absence of airbills should be recorded
on the Sample Receipt Form.

The laboratory should develop written SOPs for sample
identification. '

The laboratory should develop written SOPs for sample
tracking.

Page 5 of 6
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5.

Written SOPs for case file preparation should be
revised to describe actual procedures used by the
laboratory.

Page 6 of 6

AR300718




cylibre.sxLkhb

AUDIT
TEAM

April 18, 1988

Mr. Angelo Carasea

Project Officer (WH-548A)

USEPA Headquarters

Office of Solid Waste and
Emergency Response

Analytical Operations Branch

401 M Street, S.W,

wWashington, DC 20460

RE: Transmittal of CEAT lLaboratory Evidence Audit Report for
Environmental Testing and Certification Corporation

Dear Angelo:

Enclosed is a copy of the Contract Evidence Audit Team (CEAT-
Techlaw) evidence audit report for the audit conducted at
Environmental Testing and Certification (ETC) Corporation on
March 22, 1988.

Based on the results of the audit and examination of the audit
documentation and procedures used, the chain-of-custody, document \
control, and evidence security procedures followed by ETC meet or
exceed Evidence Audit Requirements. Exceptions to this statement

are expressed as findings in the attached report.

CEAT-Techlaw has conducted a management review of the audit
report and audit workpapers. The review was made in accordance
with generally accepted evidence auditing standards and included
such tests of the documentation and other such auditing
procedures as were considered necessary in the circumstances.

The subject evidence audit report has been received and approved

by NEIC, and copies have been transmitted to the Regional Deputy
Project Officer and to the laboratory.

TECHLAW, INC. ¢ 12600 W. COLFAX AVE., @ SUITE C3i10 @ LAKEWOOD, CO @ 80215 @ (303) 233-1248
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Mr. Angelo Carasea
Page Two
April 18, 1988

-

If you have any questions, please contact the Project Officer,
Rob lLaidlaw, or Don Roche at-(303) 236-5122, FTS 776-5122.

c Vﬁ%

Jegftredy C. Worthingt
Contract Evidence Audit Teanm

Sincerely,

Concurrence:

onald J. Rochegm///
National Enforcemént Investigations Center

1kl
Enclosure
cc: Lou Bevilacgua, USEPA Region II DPO

IF: 111-001
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UNITED STATES ENVIRONMENTAL PROTECTION AGENCY

"y o OFFICE OF RESEARCH AND DEVELOPMENT

4 pmore” ENVIRONMENTAL MONITORING SYSTEMS LABORATORY-LAS VEGAS
P.0.BOX 93478

LAS VEGAS, NEVADA 89193-3478

(702/798-2100- FTS 545-2100)

";Uh’\r-;

(Red) | APR 15 1988

SUBJECT: On-Site Laboratory,é:7

’

epor

FROM: Jimmie D. Petty v~ A
Chief, Quality Assurarce Resgar ranch,
TO: Angelo Carasea

Organic Project Officer, OERR (WH=-5483)

Attached is the routine organic analysis on-site laboratory
evaluation report for Environmental Testing Certification (ETC),
Edison, New Jersey. The evaluation was conducted on March 22,

1988.

Please contact me at‘FTS 545-2381 if additional information
is needed.

Attachment
cc.i

Louis Bevilacqua, Region 2
Jack Farrell, ETC ., —
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l Enviranmental Programs Qffice
1050 E. Flamingo Roag, Suite 120, Las Vegas, Nevada 89119
(702} 734-3200 :

March 30, 1988

'}
United States Environmental
Protection Agency
P.O. Box 93478
‘ Las Vegas, Nevada B89193-3478
! ATTENTION: DR. J. D. PETTY /
N N T s

SUBJEBCT: ORGANIC ON-SITE LABORATORY EVALUATION REPORT

Dear Dr. Petty:

An Organic On-Site Laboratory EBvaluation of Environmental Testing
Certification (ETC) performed on March 22, 1988, has been
completed. Presently, BETC does not hold an organic contract. The
facilities and laborastory procedures were reviewed and suggestion
were made in the event of a contract being awarded. The following
items must be given attention in order to improve data integrity:

1. Volatile and semi-volatile samples and extracts were not kept
separate while in cold storage.

2. Solvent levels on vials of spiking and calibration sclutions
should be marked to note mny loss resulting from storage.

3. All logbooks should be reviewed, signed and dated by
supervisory personnel.

&4, All primary standards must be traceable to EPA reference
standards.
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PR. J. D. PBTITY
ORGANIC ON-SITE LABORATORY RYALU:TION REPORT
PAGE II

PRIGINE

TN

Details of the above items may be found in the summary text of this
report. An evidentiary audit was conducted simultaneously by the
Contract Evidence Audit Team (CEAT) Techlaw.

Very truly yours,
L. J. Contreras
Associate Scientist

Methods Performance
Monitoring Section

LJC/ahh

cc: - QA - 3-183
J.0. 70.02
WP-2266C
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Laboratory: Environmental Testing and Certification (ETC)
Address: 284 Raritan Center Parkway
City: Edison State: _NJ Zip: 05818-7308 Telephone: (201) 225-5600

B L S T N S S S L L TP LSS S S SR R WY

Type of EBvaluation: Organic On-Site Evaluation -

Date of EBvaluation: March 22, 1987

Contract Number: Not Applicable

B e e b o o T o T T O T T Y R I

PERSONNRL CONTACTED

Name Title
Jack Farrell Technical Manager
June Baker QA Coordinator
Jim Ploscyca QA Auditor
Leslie Clarke Project Representative
Ken Hebel Opérations Manager

LABORATORY EVALUATION TEAM

Name Title

Lisa Getton-Vidulich Acting DPO, Region 2

Stelios Gerazeunis DPO Representative, Region 2
Richard Flotard Principal Scientist, LEMSCO
Lisa Contreras QA Bvaluator, LEMSCO

James Short _Bvidence Auditor, Techlaw
Teri Goldberg _Bvidence Auditor, Techlaw

-3 -
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Summary of Laboratory Evaluation
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Procedural Changes the Laboratory Should Implement ‘ S

The following comments refer to deficiencies noted in the Laboratsory
Evaluation Checklist (Attachment 1).

CONTRACTUAL ITEMS

1. Resumes must be submitted to document the qualifications of
laboratory personnel.

2. Primary standards must be traceable to EPA reference standards. The
laboratory must create an SOP for traceability of standards.

3. VOA holding blanks should be utilized to determine contamination.
NONCONTRACTUAL ITEMS

1. Volatile and semi-volatile samples and extracts should be separated
while in cold storage.

2. All logbooks should be reviewed, signed, and dated by supervisory
personnel.

3. Solvent levels on vials of spiking and calibration solutions should
be marked to note any loss resulting from storage.

4. The SOP for receipt and storage should document actions taken in a

problem situation.

5. The air-flow of the hoods should be checked and recorded each

quarter.

6. The balances should be calibrated in the approximate range of sample
weight.

7. All analytical reagents should be dated upon receipt to assure

first-in first-ocut use.
8. The laboratory should use proper correction methods in logbooks.

9. The laboratory should create quality control charts avéilable for
on-site laboratory inspection.
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Attachment 1

Laboratory Evaluation Checklist

Organization and Personnel (Page 1 of 2)

I.
ITEM {YBS |NO | COMMENT

|
|

Laboratory or Project Manager (individual |

responsible for overall technical effort) ]

Name: Jack Farreill Qualified.

GC/MS Operator:

Name: _Tom Rusowich Qualified.

Name: _Sam Gibson

(Bxhibit A, page 8, item E, 10/86)
GC/MS Spectral Interpretation Specialist
Name: _Tom Rusowich/Sam Gibson Qualified.

(Bxhibit A, page 8, item E, 10/86)

Purge and Trap Specialist
Name: _Richard Losche
Name:

(Exhibit A, page 8, item B, 10/86)

Resume to be
sent.

Pesticide Residue Analysis Specialist
Name: John Strain

Resume to be

Name: sent.
(Bxhibit A, page 8, item E, 10/86)

Extraction Concentration Specialist

Name: _Karen Albertsen Qualified.

Name:

(Bxhibit A, page 8, item E, 10/86)

[
|
I
I
i
I
|
I
I
I
|
I
I
|
|
|
I
I
!
I
I
|
I
|
I
I
I
|
I
I
I
I
I
I
I
I
|
I

AR300727
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I.

Organization and Personnel (Page 2 of 2)

!.

ITEM

Is the sample custodian designated? If yes,
name of sample custodian
Name: Bill Deckelmann

Is the glassware technician designated?
Name: Marge Fenyar
Name: Anna Stensler

Was the Quality Assurance Officer available
during the evaluation?
Name: _Jim Ploscyca

Does the Laboratory Quality Assurance Officer

report to senior management levels?

Do personnel assigned to this project have the
appropriate educational background to success-
fully accomplish the objectives of the program?

See above
comments.

Is the organization adequately staffed to
meet project commltments in a timely manner?

Were all key laboratory personnel availabdle?
If not list those not available.

Additional Comments

AR300728



II. Sample Receipt and Storage Area (Page 1 of 2)

ITEM YES

COMMENT

Are written Standard Operating Procedures

of samples?

See comment 1.

|
|
|
(SOPs) developed for receipt and storage |
|
|
|

Is the appropriate portion of the SOP available| »
to the sample custodian at the sample receipt/ | x
storage area? }

Are the sample shipping containers opened in a
manner which prevents possible laboratory
contamination?

Opened in hoods.

Are samples that require preservation stored

in such a way as to maintain their
preservation?

VOA-Exhibit D, Pg VOA D-4, Part A, Section 1.1
SVOA-Bxhibit D, Pg SV D-4, Part A, Section 1.1
Pest-Exhibit D, Pg Pest D-5 Part A, Section 1.1

|
I
I
I
I
|
I
!
I
|
I
|
|
I
|
I
!

Are volatile samples stored separately from
semi-volatile samples?

In sample
receipt area.

Are VOA heolding blanks utilized at a frequency
consistent with IFB requirements and is the
data maintained for on-site inspection?
(VOA-Exhibit D, Pg VOA D-14, Section 2.2)

‘Had holding
blanks when
contract in

Are adequate facilities provided for storage
of samples, including cold storage?

Is the temperature of the cold storage
recorded daily in a logbook?

Are temperature excursions noted and are
appropriate actions taken when required?

I
I
|
I
I
I
|
I
|
|
|
I
I
I
I
I
I
I
I
|
I
I
I
|
I
I
I
I
I
|
I
I
|
I
I
I
I

|
|
|
!
!
|
|
I
|
I
I
|
I
|
|
| progress.
|
|
|
I
I
|
|
|
|
|
|
!
|
|

I
I
I
I
I
|
I
I
|
I
I
[
I
I
|
I
I
I
I
I
I
I
I
|
I
I
I
|
I
|
I
I
I
I
I
I
[
|
I
I
l
|
I
|
I
|
I

-8 -

AR300729

|




II. Sample Receipt and Storage Area (Page 2 of 2)

. ITEM

Are the sample receipt/storage and temperature
logbooks maintained in a manner consistent with
GLP?

COMMENT

Has the supervisor of the individual maintaining
the document(s) personally examined and reviewed
the document(s) periodically, and signed his/
her name therein, together with the date and

$ appropriate comments as to whether or not
document(s) are being maintained in an
appropriate manner?

See comment 2.

I
|
l
I
I
!
|
I
I
I
l
|
I
!
I
l
!
l

Additional Comments
ROP

1. The SOP for receipt and storage does not document procedures for a

1‘ problem situation.

2. Logbooks are not reviewed, signed and dated by the supervisor.
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III. Sample Preparation Area (Page 1 of 5)

When touring the facilities, give special attention to: (a) the overall
appearance of organization and neatness, (b) the proper maintenance of
facilities and instrumentation, (c¢) the general adequacy of the facilities to
accomplish the required work. '

ITEM | YBS

——

NO COMMENT

Is the laboratory maintained in a clean and

Except balance.
organized manner?

Does the laboratory appear to have adequate
workspace (120 sq. feet, 6 linear feet of
unencumbered bench space per analyst)?

Are the toxic chemical handling areas either a
stainless steel bench or an impervious material
covered with absorbent materials?

level analytical work? Adjeacent labdb.

Are contamination-free work areas provided for
the handling of toxic materials (e.g., glove
box)?

Are exhaust hoods provided to allow
contamination-free work with volatile materials?

Is the air flow of the noods periodically
checked and recorded (i.e., once per quarter)?

Not documented
this quarter.

Are chemical waste disposal policies/procedures

|
[
|
|
|
|
|
|
{
]
]
|
|
|
|
I
Are contamination-free areas provided for trace |
|
|
!
|
I
I
|
f
|
I
|
|
|
f
|
|
|
well-defined and followed by the laboratory? i
I

! I
I I
I I
I I
I I
! |
| I
! I
| |
| I
| I
| I
| I
I !
| I
I |
| I
[ I
I I
I I
I !
I I
I I
I |
| !
I I
| I
I I
| I
I |
! I
I I
I I
| |
I |
| I
I I

- 10 -
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III. Sample Preparation Area (Page 2 of 5)

ITEM |

YRS

NO

Can the laboratory supervisor document that
trace-free water is available for preparation
of standards and blanks?

X

See comment 7.

Is the analytical balance located away from
draft and areas subject to rapid temperature
changes?

X

Has the balance been calibrated and checked
within one year by a certified technician?

X

Are the balance(s) routinely checked with the
appropriate range of class S (traceable) weights

recorded in a logbook?

I
I
|
|
|
|
!
|
I
|
|
|
|
I
|
|
|
|
I
I
I

X

I
I
|
|
|
!
I
!
I
|
|
I
|
|
|
|
I
|
I
I
1

See comment 3.

Are the solvent storage cabinets properly vented
as appropriate for the prevention of possible
laboratory contamination?

X

Not vented.

Are reagent grade or higher purity chemicals
used to prepare standards?

Are enalytical reagents dated upon receipt?

X

Reagents not
dated.

Are reagent inventories maintained on a
first-in, first-out basis?

See comment 4.

|
|
|
|
|
|
}
|
|
|
|
]
|
|
|
|
]
|
before each weighing session and are the results|
|
I
|
|
I
I
|
|
I
I
|
!
|
|
|
|
|
|
!
Are analytical reagents checked out before use? ;

I
|
I
!
I
I
I
I
I
I
|
|
|
I
|
!
I
|
I
I

I
I
I
!
|
I
I
I
I
I
|
I
I
|
I
I
I
|
I
|

- 11 -

AR300732



3]

III. Sample Preperation Area (Page 3 of 5)

ITEM | YES COMMENT

|
, {
Are spiking/calibration standards preparation |
and tracking logbook(s) maintained for: ]
Base-neutral/acids |
(Exhibit B, Pg 8, Section 8) |
{Bxhibit D, Pg SV D-6, Section 4.7) |_x
Pesticides |
|

|
!
I
|
I
|
Not using accep-|

table correction|
methods. |

(BExhibit B, Pg 8, Section 8)
(Bxhibit D, Pg Pest D-8, Section 4.7) __x

Volatiles |
(Bxhibit E, Pg 8, Section 8) |
(Exhibit Db, Pg VOA D-18, Section 4.6)

I
|
|
I
!
|
—
—
[
|

Are the primary standards traceable to EPA
reference standards for:

(Bxhibit B, Pg 6, Section 5.1.3)
Base-neutral/acids

(Exhibit D, Pg SV D-26, Section 3.2)
Pesticides .

{Exhibit D, Pg Pest D-32, Section 4.2.1)
Volatiles

(Exhibit D, pg VOA D-17, Section 4.3)

SOP must be
written.

X

H*

|
]
|
|
|
|
!
|
I
|
!
!
I
|
|
!
|
|
Are fresh analytical standards prepared at a |
frequency consistent with the IFB requirements }
|
Base-neutral/acids !
(Exhibit D, Pg SV D-27, Section 3.2.1.2)
Pesticides
(Exhibit D, Pg Pest D-32, Section 4.2.2)
Volatiles
(Exhibit D, Pg VOA D-18, Section 4.4.5)

]

Are reference materisls properly labeled with
concentrations, date of preparation, and the
identity of the person preparing the sample,
and/or is a traceable reference code number
used?

|
I
—|
|
I
I
|
|
I
|
x|
!
x|
l
|
|
i
|
I
I
[
—
|
—
!
|
l
|
l
|
I
l
I
I
I
|

]
]
|
|
|
[
|
P
l
o
|
o
|
|
!
l
for: ]
I
|
|
{
I
|
|
]
|
|
|
[
{
|
|
i

- 12 -

AR300733




III. Sample Preparation Area (Page 4§ of 5)

ITEM

Do the analysts record bench data in a neat and
accurate manner?

Are the sample preparation ares and temperature
logbooks maintained in a manner consistent with
GLP?

X

Has the supervisor of the individual maintaining
the document(s) personally examined and reviewed
the document(s) periodically, and signed his/
her name therein, together with the date and
appropriate comments as to whether or not the
document(s) is being maintained in an
appropriate manner?

See comment 2.

Are standards stored separately from sample
extracts?

s . ——— ———— — — — — - h— S T Sttt Sy St e et

Are volatile and semi-volatile solutions
properly segregated?

Not in sample
receipt.

Is the appropriate portion of the SOP available
to the analyst at the sample preparation ares?

Is the SOP for glassware washing posted at the
cleaning station?

Is the temperature of the refrigerators/freezers
recorded dalily?

Are temperature excursions noted and appropriate
actions taken when required?

l
I
l
I
I
l
I
|
|
I
}
|
!
l
|
|
|
|
I
|
I
|
l
I
|
|
I
l
l
|
I
I
I
l
|
l
l
I
I
l
|
|
l
I

- 13 -
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ITI. Sar-le Preparation Area (Page S of 5)

Additional Comments '

3. The balance should be calibrated in the approximate range of sample
weight. '
4. Laboratory management stated reagents were used on first-in, first-out
basis.
7. The laboratory does not document trace free water.
- 15 -
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IV. Sample Analysis Instrumentation (Page 1 of 6) G,

A. GC/MS/DS Instrumentation

Purge and Trap

Software/ Installation Manuf. Install
Manufacturer Model Revision Date Model ID # Date
GC/MS TERK
ID # c HP 5995 Rev. B " LSC 2 »
GC/MS
ID # G HP 5995 Rev. E »
* The installation date was unavailable during the on-site. The

laboratory will send this information.

- 15 -
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Iv. Sample Analysis Instrumentation (Page 2 of 6)

ITEM [YES [NO |  COMMENT
| 1
| P
Are manufacturer's operating manuals readily | ] |
available to the operator? ' | |
| I
] o
Is service maintenance by contract? I x| |
| |
| b
Are extensive in-house replacement parts | { {
avalilable? | x| |
| ||
| I
Is the preventative maintenance applied? | x| i
| f |
| I
Is a permanent service record maintained in a } | l
logbook? | x| ]
| {1
i I 1 No
Has the instrument been modified in any way? } ] x | modifications.
‘ l |
! I
Is the instrument properly vented or are | |
appropriate traps in place? | x| ]
| l [
| oo
Is a glass jet separator in place and ] ] |
operaticnal? | x| i
i I
| | |
I=s a split/splitless capillary injector in | | |
place? | x| |
| |
I I
Is raw data being archived properly | | |
(i.e., magnetic tape)? | x| :
| |

- 16 -
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Iv. Sample Analysis Instrumentation (Page 3 of 6)

ITEM

|

|

]
Are in-house quality control charts maintained |
and available for on-site inspection? |
Base-neutral/acids: |
RICP areas of internal standards J
Retention times of internal standards ]
(Exhibit B, Pg 41, Section 6.1.1.1 |
Volatiles: ]
RICP areas of internal standards ]
Retention times of internal standards ]
(Bxhibit B, Pg 23, Section 6.1.1.1) ]

|

|

|

|

|

}

]

|

Are the corrective actions described in the
IFB implemented and documented as required?
Base-neutral/acids:
Volatiles:

(Bxhibit B, Pg 23 and 41, Section 6.1.1.1)

Addifiongl Comments

5. The program to create quality control charts is available to the QA
officer, but the laboratory is not producing the charts as of yet.

- 17 -
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COMMENT

See comment 5.

|
I
l
i
!
i
|
|
I
i
I
|
I
I
|
I
|
|
|
|
l



prEV..  Sample Analysis Instrumentation (Page & of 6)

B. GC Instrumentation

Data System

Installation Manuf. Inatallation

Manufacturer Detectors Date Model Date
GC/ Hewlett-Packard ‘ HP
ID # N 5890 BC2 b 1000 .
GC/ Hewlett-Packard HP
ID # B 5850 EC2 . 1000 »
GC/ Hewlett-Packard HP
ID # K 5880 EC2 i 1000 »
GC/ Hewlett-Packard HP
ID # H 5880 RBC? * 1000 *

* The installation date was unavailable during the on-site. The

laboratory will send this information.

- 18 -
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Iv. Sample Analysis Instrumentation (Page S5 of 6)

“ ITEM [YES

INO | COMMENT
|
, oo
Are the manufacturer's operating manuals readily | |
available to the operator? x | |
f—|
I
Is service maintenance by contract? x | |
-
|
. Are in-house replacement parts available? X |
|
I
Is preventative maintenance applied? x
Is a permanent service record maintained in a
logbook? X
No
Has the instrument been modified in any way? x modifications.
Is the instrument properly vented or are
' appropriate traps in place? x x See comment 6

Are Arochlor 1221 and 1232 standards run at the
proper frequency and the data meintained for
on-gite inspection?

(Exhibit E, Pg 55, Section 4.3.4.2)

Are data generated by the Alumina Equivalency
Check available for on-szite inspection? If
yes, are the following criteria met?
{BExhibit D. Pg 15, Section 1.5.8)

Not

applicable.

Not

applicable.

Is the absence of tribromophenol noted?

No¢

applicabdvle,.

Is the percent recovery of all single compon-
nent pesticides > 80%, except for endosulfan
sulfate which must be > 60%, and endrin
Aldehyde which should not be recovered?

—— A —— T A——— s o et ks A A oo T it WA —— — — ——— — i St o m—
——— — — e — A, ottt Vot Ao

Not

applicable,

- 19 -
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IV. ©Sample Analysis Instrumentation (Page 6 of 6)

€. Additiocnal Comments

6. The purge was not trapped.

SR TIN

- 20 -
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0‘

V.

Data Handling and Review

ITEM {YBS |NO | COMMENT |

| || I

| | | 1 sample/batch |

Are data calculations spot-checked by a second | | | or 10 percent of|

person? I x| | samples. i

| | |

| (. |

Do records indicate that appropriate corrective| ] ] ]

action has been taken when analytical results | | | |

fail to meet QC criteria? | x| | |

! | |

| ] | In-house |

Are computer programs validated dbefore use? ; x | | preparation. |

(o I

| oo |

Do supervisory personnel review the data and | | | i

QC results? | x| | %
i |

- 21 -
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b

VI”: Quality Control Manual Checklist

ITEM |YBS

NO COMMENT

Does the laboratory maintain a project specific
Quality Control Manual?

{
{ 1
| | |
| b
I x|
| 1
| I
Are outdated portions of the QC Manual properly | | |
archived? | x| |
| 1
[ P
does the manual address the important elements | | |
of a QC program, including the following: ] : |
| |
| P
a. Personnel? | x| |
| |1
| oo
b. Facilities and equipment? | x| |
| |
| oo
¢c. Operation of instruments? | x| J
' | b1
l I |
d. Documentation of procedures? | x| |
l {1
| I |
e. Preventative maintenance? | x|
i {1
| oo
f. Reliability of data? I x| ]
| f__1
! | |
g. Data validation? I x| |
| 1
! |
h. Feedback and corrective action? | x| J
| |

- 22 -
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)
VII. Summary | '?/G’/

A. Summary Checksheet (Page 1 of 2)

ITEM |YES {NO COMMENT

Do responses to the evaluation indicate that
project and supervisory personnel are aware of

Have corrective actions recommended during
previous evaluations been implemented? If
not, provide details in Section VII.B.

| !

| | l

| | i

| ] |

| | |

QA/QC and its application to the project? | x | |

‘ | — |

| ([ |

Do project and supervisory personnel place | | | i

positive emphasis on QA/QC? x| | !

| 1 I

| I |

Have responses with respect to QA/QC aspects of | | i ]

the project been open and direct? | x| | }

| {1 |

| (I |

Has a cooperative attitude been dispiayed by | ] ] |

2ll project and supervisory personnel? | x| ] |

‘ | j___| |

| oo |

Have any QA/QC deficiencies been discussed | | | I

before leaving? x| |

| | | I

| P !

Is the overall quality assurance adequate to | | | |

accomplish the objectives of the project? | x| [ :
| |

! b |

| P {

! P x| !

l P l

! 1 l

- 23 -
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VII.

Summary (Page 2 of 2)

B. Additional Comments

Volatile and semi-volatile samples and extracts were not kept separate
while in cold storage. ’

Solvent levels on vials of spiking and calibration solution should be
marked to note any loss resulting from storage.

It was recommended that solvents and other reagents be dated upon
receipt to assure first-in first-out use.

- 24 -
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SUBJECT:
FROM:

TO:

UNITED STATES ENVIRONMENTAL PROTECTION AGENCY

OFFICE OF RESEARCH AND DEVELOPMENT e,
ENVIRONMENTAL MONITORING SYSTEMS LABORATORY-LAS VEGAS ,'10/4’
P.0.BOX 93478 N 4(
LAS VEGAS, NEVADA 89193-3478 )

{702/798-2100 - FTS 54%5-2100)

APR 15 1988

Jimmie D. Petty~g ... -
Chief, Quality Assurance Reséarclr Branch,

Angelo Carasea
Organic Project Officer, OERR (WH-548A)

Attached is the routine organic dioxin analysis on-site
laboratory evaluation report for Environmental Testing anad
Certification, Edison, New Jersey. The evaluation was conducted
on March 22, 1988. ‘

Please contact me at FTS 545-2381 if additional information

is needed.

Attachment

cc:

Louis Bevilacqua, Region 2
Jack Farrell, ETC v~
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?h}’tackheed e

Enwvironmental Programs Office
1050 E. Fiamingo Road, Suite 120, Las Vegas, Nevada 89119
{702) 734-3200 )

United States Environmental
Protection Agercy

P.O. Box 22478

Las '‘egas., I 57153-32478

~TTENTION: Dr. J. D. Fetty /O
S1A D.C. Fuduah (QC/%/— °//‘3'/95/

SUBJECT: Foutine Dicxin Orgsnic On-3ite Laboratcry Evweluation Fepeort.
For Environmenrtal Teszting =nd Certification on March 22, 1988,

Dear Dr. Pettw«:

The rcutirne Dioxin COrganic On-%i1te Evaluation of Environmentxl Tecting and
Certification hae been completed, The +ollowing 1tems must be gilven
sttenticon 1n order to improve dats i1nmtegrity:

1. The 30P for the sample receirpt area should be expandea to 1nn:1uce'
corrective 2Ctions, =S Mot e q sectin Y hed e~ Tasen ~ e Pk

=2 The analret prepering standarde should merk the ini1tixl levsl of the
e¢olution on the container.

3. Balancee used to weigh camples chould be calibrated with & weight 1n
the same rznge as the size of a typical zample aligquot.

4, Analstical reagents should be dated upcn receipt and opening. The
laboratory should document that they» have checked the purity of
reszgents used in thece analyses.

5., The laboratcry should maintain a file to decumsnt water gquality by
keeping a seri1es of method bianks in & folder available for on-zite
inepection.

&, All logs 2sscciated with this project must be periocdically reviewed

by a supervisor or his designee, signed and dated, along with
comments on the &cceptability of the document.
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§.

or, J. D, Petty ‘
ROUTINE DIOXIN ORGANIC ON-SITE LABORATORY ELLUATION REPOPT FOR ETC.

-~

Page 2

Details of the above iteme may be ftourd in the text of this report.

An svidentiary audit was conducted zimul taneously by the Contract Evidence
fudit Team (CEAT) Techlaw. The:r findings will be provided in & separate
report.

YYery truly »ours,

R E Pzl
R. [ Flotard

Frincipal Scirentist
Quality Assurances Department

rd+
Attachment

ccs: 4-118
J.O, 7H.02
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Laboratory: Envirormental Testing an

-,

Addreccs: 284 Raritan Center Parkway

City: Edizcn State: MN.J.

Type of Ewvaluation: Routine Dioxin

Date o+ Evaluation: 22 March 19&8
Contract Number: &8=-01-73é4
Contract Title: Chemical Analytical

Perscnnel

Name

Jack Farrel
Dave Speis
June Baker
Ker Hebel

Jim Ploscrca
Leclie Clarke

Zip Code:

d Certification

@S812-7388 Telephone: 281-22%-35480

Organic On-Site Laberatory Evaluatio

Services for Dioxin

Contacted:

Title:

Technical Manager
GC-MS Manager

GA Cocrdinator
Uperations Manager

@A Audi tor

Project Representative

- Evaluation Team:

MName

Richard Flotard

Lica Contreras

Lisa Gatton-1dulich
Stelics Gerazeunis
James Short

Teri Goldberg

Title:
Principal Scienti1st, LEMSCO
Assoclate 3cientist, LEMSCO
Acting DPO, USEPA
Regicon 11, USEFA
Staff ~ssociate, TECHLAW
Associate Consultant, TECHLAW
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Summary of Laboratory Evaluation
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Sk
. Gy,
A, Procedural Changes the Laboratorw Should Implement ﬂ%@ﬂ%

The +following commentes refer to the deficiencies noted 1n the

Laboratery Evaluation Checklist (&ttachment 1)

CONTRACTUAL ITEMS

. The labeocratory must submit current resumes for all emplorees added to

thiz project zince the last on~-site evaluation,

. The SOP for the sample receipt area should be expanded toc include
corrective actions.

NONCONTRACTUAL ITEMS

The a2nalyst preparing tstandards should mark the initial ltevel of the
solution on the container.

Balances uted to weigh samples should be calibrated with & weight an
the same rarnge as the size of a typical zample xligquot.

. rFnalytical reagents should bte dated upon receipt and opening. The
laboratory should document that they have checked the purity of
reagents used in these analyces,

. The laboratory should maintain a fil2 to document weter quality by
keeping & series of method blxnks in & folder available for con-site
inspection,

. The lxborator» must submit informaticon documernting inztrument

inetallation dates to EMSL-LV for GC/MS 1nstruments used +or thiz tzazh,

cciated with this prorect must be peri1gdically revieweg by

. All logz asc
& supervicsor or his designee, signed and dated, slong with comments on
the scceptability of the document.
. FPzuiew of Data Audit Report
The follawing comments refer tc the Summary Conclusion section of the
data audit report for SAS Cacse 8400 (Attachment 23,
Five minor errors were noted in the audit, for an overall score of 2.5
cperational defects,
Report
Item No. Comments ' Action=x
m-2 Incorrect formula used to calculate SD and has been
therefore RSD (used N instead of N-! 1n the corrected
denominator of the formulad
zee audit The laboratory experienced prcoblems with 3
enclosure the column performance solution., E. Kantor
tase of EMSL-LV caid that other labs were not having

narrative a problem with this solution,

.

AR30075/1
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. - ) s
8, FReview of Data Audit Report, Continued ‘ f,

Re:. aort¢ .
‘ Item No. Comments mCcticne
|‘ The laboratory used a 3ix month old initixl has been
calibration 1n this cace. Even though corrected
see audit contract requirements were met, sensitivity

enclosure of the GC,MS had decreaced zignificantly and
pages 6, 7 good laboratocry practice would indicate the
need to determine why this is happening,

tee audit Concentration calibration solutions used in 3
enclosure this SAS were different from what is listed o
page 3 in the RAS contract. The laboratory did not

. explain why the ctandard CC =zoluticne were

not used.
C. Iscues to be Recsolved by the Project (fficer-Deputs Project Officer
(FQ/DP0 ‘

No additional problems were ncted.

# = 1, No action required
-~

2. Resubmiczion Required
3. nRAction Required by Project Dfficer

:  AR300752



I .

Attachment

1

ORy
. Laboratory Evaluation Checklist GM“L

Organization and Percsonnel (page | of 2)

(Reg)

Sv——

ITEM

m
(1}
z
o

COMMENT

Laboratory or Project Manager (individual
responcsible for cverall technical effort)

Name: Jack Farrell

Qualified

GC MS Operator

Mame: Tom Rusowich

Name: Sam Gibecon

Experience: | w»ear minimum requirement
per appropriate 1nstrument

Qualified
Qualified

GC/MS Spectral Interpretation Specializt
MName: Tom Rusowich Sam Gibson
Experience: 2 »ears minimum requirement

Gualified

Extraction Concentration Expert

Mame: Karen Albertsen

Hame: Pauil Cormier

Experience: & months minimum requirement

PR - - = e o e B o R e e SE Se e me m— oo

Qualified
Uncertain, .)
recsume to be '

sent

X

Do percsonnel assianed to this project have the
appropriate educational background to success-
fully accomplish the objectives of the program?

Do personnel assigned to this project have the
appropriate level and type of experience to
successtully accompliish the objectives of this

program?

Is the organization adequately staffed to meet

project commitments in & timely manner?

‘.'I

-AR300753




kas the Quality Assurance Supervicor available
during the evaluation?

\
S

I. Organization xnd Percscnnel (page 2 of 2) QWGMML
ﬂ%xp
Does the laboratory Quality @ssurance ' ! '
Superviscr report to csenior management levele? | X | H
13 i T
\ \—i—
Was the Project Manager available during the d : i
evaluation? : X
1 4
s 1
i i
: H

perscnnel 1nvolved with the dioxin and CLP organic programs.

§ AR3COT75L

Addi tional Comments: The laboratory was requested to send resumes for &ll



.&. General Facilities <(page | of

;QW%
o

ITEM

YESITIO

CONMENT

Does the laboratory appear to have adequate
workspace (128 sq. feet, & linear teet of
unencumbered bench space per analyst)?

X

Are voltage control devices used on major
instrumentaticn?

K

Doec the laboratory have a source of distilled/

demineralized water?

[s the conductiuvity of distilled /demineralized

water routinely checked and recorded?

X

- m . S - " o B e AW e . =

nst currently
beirng documented
br ETC.

Is the analytical halance located away +rom
drat+t and areas subject to rapid temperature
changes?

N,
>

Has the balance been calibrated and checked
within one year by a certified technician?

:
'
]
'
'
]
\]
1
1]
[]
]
t
1
[}
]
[}
)
Water quality 1si
:
i
}
)
]
i
+
1
[]
)
1
1]
i
H
1

“re the balenced(es routinely checued with the
appropriate range of clase S (traceabled
weighte before each weighing session =nd are
resulte recorded 1n &2 loghock?

Ealancee are i
checl 2d, but noti
ueing weights 1ni
the actual range!
ot the samplec,

Are properly filtered exhaust hoods provided

to allow efficient work with hazardous/toxic
materials?

X

e mm e e o e e e mm e mT e me e e e e == aw S Se L.

I1s the laboratory maintained in a clean and
organized manner?

Is & glove box availtable to allow efficient
work with hazardous/toxic materialis?

®
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¢ A, General Facilities <(page 2 of 2)

0
/f?ed/ {

ITEM TYESINO | COMMEMNT :
' ; | : ;
! Is the toxic chemical handling area either & ' g i :
stainless steel bench or an impervigus material | i : d
covered with absorbent material? X ' ;
1) ) 1 1
i { : :
Are adequate facilities provided for storage of | : H |
samples, extracts, and calibration standards, ! : ' '
including temperature controlled storage? P X { H
i H i Yes, with the }
Is the temperature of the cold storage unite H H ! exception of the!
recorded daily in logbooks? VX ! clean lab unit. ¢
t H i '
wre chemical waste disposal policies/procedures: i ; i
adequate? X i i
i ' : :
i : : i
'] Are contaminaticn-free areas provided for trace. i H H
ievel analytical work? S ] :
1 t 1 1
i H ! The laboratory |
Can the laboratory zuperwvisor document that : : | does not i
trace free water ic¢ available for preparation | ' i document this :
‘ of standards end blanks? i P X 1 item, :
: ! ' :
I= the laboratory secure? S H :
: , | Documeritation !
Can the laboratory zupervisor document that : ; ! was not avail- |

organic solvents used are free of trace i : y able to the
contaminants? i i1 evaluators, :

Additional Comments on Laboratory Facilities:
1., The laboratory has agreed to begin to document the quality of the water

uesed for dioxin analysic by maintaining a file of method blanks for future
on-cite inspections.

2. A temperature log will be prepared for the refrigerator in the dioxin
clean laboratory.
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B.. Equipment (page | of I :”A%i

1. GC/MS/DS Instrumentation
Installaticon Data
Manufacturer Madel Pate Syetem .l

3C-MS .58%0 GC

10 # I Hewlett Pachard 928 MSD N % RTE-& F=v.E
GCAME

ID # G Hewlett Packard S9?$ Na % RTE~& Fev.E
GC/MS

ID # J Hewlett Fackard §99¢ NA*® RTE-o Rev.E

* Information on the incstallaticn of the equipment was not zvairlable during
the on-gi1te vicit. The laboratory tas agreed to forward this 1nformation to

EMSL-LV,

~dditionzsl Commente on GC,/MS/DS Instrumentation:

None

bt
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! B. Egquipment fpage 2 of 2)

mhv

ITEM T YESING COMMEMT .

H : i .

; : H !

~re manufacturer’s operating manuals readily ! ' : ,

available to the cperator? ' D G ] :

: H H H

\ H H i

I¢ there a calibration protocol svailatble to the! ' : H

operator? I S i H

1 ‘ 1 ) )

[ L ] 1]

f H : :

Are calibraticn resultz kept in a permanent : H i H

record? voE . f

. H H ; H

i ' : '

{ Does the laboratory have service contracte for | : ' !

the laboratory instrumente? oW ! i

H : i H

i : | '

Is preventeative maintenance applied? O ; !

! | ' !

i : H i i :

Is & permanent service record maintained in a | ; i i

logbcook? : HE S : i

1 + L] t

1 H i Neoe modificaticons!

Has the instrument beern mogified in any way? : i X 1 to the units, :

. . ] 1 1 ]

‘ ll 4 + I.

1 1 ] 1

Is the 1nstrument properly vented or are i ; i '

appropriate tréape in plzace? D O i :

H : H i

¥ 1] ] )

) ] [} L]

Is a P-track magnetic tape unit available? O ' :
H H i

: 1 i :

Is @ esplitrssplitiess capillary injector in ! ) ' '

place? Vo H :

! ! | !

[ i ) ]

) ¢ ] 1

s the column direct to the source? D O ] '

i { H '

H H H H

Are zufficient in-house replacement parts ' ! : :

available? D G ' '

¥ ] + [}

Additional Comments on GC/MS Instrumentaticn:

None

12
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I1. Documentation <(page ! of 23

When reviewing documentaticon, Qive specizl attention to:

(aj) traceability
"b) reatness &nd complietion

A. Documentation/Tracking

ORIGINAL
fRed) ‘

ITEM {YESINO | COMMENT H

: H ' i

i : i i

ls a sample cuztodian designated? 1f res, VX i H

name of sample custodian, : ! : !

Name: Bill Deckelmann i ' : '

[} ) ] 1

H : i Documented 1in d

Are the sample custodian’s procedures and ' : !\ the sample :

recsponcibilities documernted? [f yes, where Vo { receipt SOP, :

sre theee documented? i i g H

1 ] t L

: i i Documented 1n H

Is a2 written Standard Operating Procedure (30P) | H i the 0A manual. !

developed for raceipt cof zamples? If res, where | X | I A copy 1e kept |

is the 20P documented (laboratory manual, i : ! 1n the zample i

written 1nstructions, etc.:? : : | receipt area. :

4 ] t 1]

T ;

Are quality asesurance procedures documented ! 1 i Lecated 1n the |

and svai1lable to the analyztes? [f »es, where X i OA manual ., '
are these documented? ; : g ‘

] 1 1

: i ' ;

Are written Standard Operating Procedures (SOP) | ] ! Located 1n the |

developed for compiling =nd maintaining sample | ' 'Gs manusal., |

document files? [f res, where are the S0OPs PoX i :

documented (laboratory manual, written : ' ] i

instructions, etc.’? ; ' ' H

i { ' !

: : d :

Are the magnetic tapes stored in & secure area? i X | H H

d i i g

' : i Computer !

s 3 permanently-bound notebook with preprinted,! : ! generated data |

consecutjvel y-numbered pages being uced? i i X | sheets are used..

13

e’
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B. Documentaticn/Noteboocks (page Z of 20

t’:’[:/l
.,‘IG/'AV/;‘.';
ITEM FYESINDG | COMMENT :
Is the type of work clearly displarved on the ! i d !
notebook (i.e. EPA Extracticon)? ' X { H
T :
Is the notebook maintained in a leqible manner? | X | : :
i i i None was ‘
Are entries noting anomalies routinely recorded?: i i observed. i
i : i )
: ' ! See Note 1. '
Has the analy st avoided obliterating entries? VX ' i
i d { The use of this |
Are inzerts (i.e., chromatograms, computer ' ] ! technique for :
printcut, etc.) permanently affixed in the note-: i X | enclosures was |
book and signed across insert edge and page? i ; i suygpested, :
’ 1 [} 3
i ) t [}
H ] : H
Hae the supervisor of the i1ndividual maintainingi H i This practice '
the notebook personally zrvamined and reviewed { ! V will be H
the notebook periodically, and zigned his/her : : ' 1nstituted by i
name therein, together with the date and appro- | ; i the laboratory. |
priate commente as to whether or not the ! ! i It is not ]
notebook is beirng maintained in an appropriate | : i currently prac- |
manner? : I XV ticed regularliy.
H i i Mo =samples of |
ldhere applicable, 15 the notebook holder : H i thie were noted |
referencing reports or memoranda pertinent to i i v in &ny of the :
the contents of asn entry? i i X + notebooks. i

Note 1., The laboratory chould +follow prescribed procedures for srror
correction in laboratory notebooks, Cross out the incorrect entr
place the correction nearby, and sign and date the new entry,

14
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III. Analytical Methodologr (page 1| of 20

QWQMML

he‘

ITEM TYES NGO | Corm

Are the required methods used? VX : !
} ] i None was cbser- |
Is there any unauthorized deviation from : ' i ved but no :
contract methodology? H i X | samples were !
H H i being processed.!
H H H ]
Are written analytical procedures provided to : H : :
the analyst? X i : :
[] [} [} 1
Are dicstilled-i1n-glass grade or other high ! ‘ H '
purity chemicals used to prepare standards? P X ' ;
: ! ' i i
Are frech analytical standards prepared at i i : H
a frequency consictent with geood GA? X ; !
- : L i The initial !
~Are reference materials properly labeled with i : i\ level of stock |
concentrations, date of preparaticon, and the : ! i setandards shouldl

identity of the person preparing the samplie? O | be marked on t

H H ! container.

f ' J i
Is 2 standards preparation and tracking logbook | : .
mainteined? VX ' :
; E E E
Do the analyste record bench data 1n a neat &nd | ' ! H
&ccurate manner? X ] i
Is the appropriate instrumentation used in ! ' H d
accordance with the required protocol? I O ] :

15
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) IV, Guality Control Manual Checklizt <(page ot 29 an
"/G[[v
Va'gl
1TeEM PYESIND COMMENT
0‘ Does the laboratory maintain & Quality Control ! 1 :
M&arnual ? : D G '
: ' !
! : H
Does the manual address the important elements | : H
of % QC program, including the following? A !
i ' 1 !
1 ' '
&, Personnel? boX O :
: ' /
i | }
b. Facilities and equipment? X :
] ] 1]
1 i )
' ; t
z. fOperation of instruments? ! : |
' 1 1
H : i
d, Oocumentaticn cof procedures? VoXoa H
. ) ] 1
T ] 1
' ' :
2, Procurement and inuventory practices” HE \
i i i
H H i
§. Preventive maintenancea? X H
® -
: i H
g, Reliability of data”™ X |
] t 1
he Data wvalidation? O H
' : : '
: ' '
1. Feedback and corrective action? I '
1 1 1
i : v
J« Instrument calibration? DN i |
i) 4
| ] ]
] H i
‘ k. Recordkeeping? 7oX i
¥ ] I
) Ll ]
. Internal audits? VX H
1 ) t
] + t

18
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IV, Guatity Control Manual Checklizt <page 2 of

ITEM T YES NG | COMMENT '
g i H
~re QT responsibilities and reporting relation~- | : ;
ships clearly defined? X !
: : ! Not observed H
Have sztandard curves been adequately documented?! i : ;
1 ] (] ]
: H : '
Are laborateory ¢tandards traceable? ToX ! !
1 (] ' ]
] t [} i
, i ' : '
Are quality control charte maintained for each | H ; H
rcutine analysis? PR i :
: ! H i
Do QC records show corrective action when ! J ; }
analrtical reszsulte fail to meet QC criter1a? D A 1 '
[} 1] ] [}
) ] ) 1
1 H i '
Do zupervisory personnel review the data and i i i H
QC resul ts” VoA :

2 AR300763
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R V.. [Lata Handgling Checklist «( page | of 1)

n .
! ":,'C [

. s P o we m ee e e

ITEM {YESINO COMMENT
. i H i 18% of the
¢ Are data calculatione checked by a second : ! i calculations are
perzan? o !X { checked with &
H ] i minimum of 1
i : ., csample per
' i { batch.
H : !
i i i :
Are data calculations decumented? S H
f—i—
De records indicate that corrective action has | ] ;
been taken cn rejected data? D G }
[} [} t
y i :
Are limits of detection determined and reported i H
properl »? X i i
i “re all data and records retained for the i
required time? X

Are quality control data (2.g., standard curve
recults of duplication and spikes) accessible
‘.for 211 amalytical resulte”®

—- e e e e mm awm P me =® s e m-

- aa e e = apem == =

Not obseruved
by on-cite
auditor.

.. ®m el m, mm v em T mm =% o
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eIl
vy,

LV Summary

A. Summary Checklist vYpage | of 20
TTEM 'YE5INO | COMMENT
' ] '
Do responses to the evaluation indicate that ' ‘ '
projJect and supervisory personnel are aware of | g i
QA/QC and its application te the project? VX i
) t +
T T
Do project and eupervisory personrnel place i ‘ H
positive emphasis on JA/SQC? X !
3 1 1
3 1 1]
‘ ' i i H
Have responses with respect to QA/QC aspects of | H !
the project been cpen and direct? D Gl H
Has & cooperative attitude been displaved by ' i }
&1l prcyect and zupervieory personnel? D G i
] [} !
H i i
Doee the organization place the proper emphasis | i !
on quelity assurance? DA '
=i~
Have any G@~/0C deficiencies been discussed 1 ' :
before leaving? X !
I¢ the overall guality assurance adequate o ‘ i '
accompliszh the cobjectives of the project? X ;
i ‘ i Meost have been
Have corrective actions recommended during ! : i implemented,
previous evaluations been implemented? If not, | 7 X | Those listed on
provide details 1n Section WII.B : ' ' page 28 have
i H { not been done.
] ] ! See section A,
Are any corrective actions required? If so, : i i page S for a
list the necessary actions below. D G i list of actions.
] ! ]

14
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Summary Comments and Corrective Actions (page 2 of I) Iar

The following items were roted during the cn-site snd were similar
or jdentical to requestes made following the previouz on-site
evalyaticn.

The analyst preparing standards should mark the initial level of
the sclution on the container, This same request was noted in the
previous on-site evaluation.

Balances used to weigh sampies should be calibrated with a weight
in the same range as the cize of a typical sample aliquot. In the
previous on~site, the use of balance logs had just begun. The
laboratory implemented a procedure for checking the calibration of
the balanced, but did not implement it correctly.

20 AR300766



WpP-2209C

nL!“[ DIOXIN DATA AUDIT REPORT
1 L‘l .I,.
"‘!'y"i; v
8600/030355, .
Laboratory: ETC Corporation Case/Batch: DBO35S6e
Region: 2 Number of Samples: ' 22 IFB/SAS: 68~-01-~7366
Date Received: 12/17/87 Date Audited: 2/23-25/88
Contract Revision Date: 9/86 Date Reviewed: 2/29/88

* Audit Plate revised 6/87.

al|l_M=Maior maminor
I. Data Summary Form (B-1) 1
II. Initial Calibration Summary (B-2) 1
III. Routine Calibration Summary (B-3) 1
Iv. Quality Control Summary (B-4) 1
V. Other Deliverables
VI. Calibration Quality Assurance Criteria

VIII. Native TCDD Spike Results

IX. Laboratory Duplicate Analysis Results
X. Blank Analysis Results

XI. PE Sample Results

Total Number of Defects

et

|
|
l
|
|
|
|
VII. Identification Criteria ]
|
|
}
|
|
[

This translates into 0.5 Operational Defects
Operational Defects = (1.0 x Critical) = (0.3 x Major) = (0.1 x minor)

Reviewed by: . Initial Audit by:

@prﬁn Aia | ,,/L

G. L. Robertson L. J. Contreras
Scientific Supervisor Associate Scientist
Lockheed Engineering and

Management Services Company
P.0. Box 15027
Lag Vegas, NV 89114
Phone: (702) 734-3326
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SUMMARY COMMENTS/CONCLUSIONS

Soil Samples

EPA Number Lab ID

MB
DB035514
DBQ35515
DBO3551¢
DB035517
DB035518
DB035519
DBO35520
DB035521
DB035522
DB035523
DB035523-N
DB035524
DB035614
DB035614-D
DB035615
DB035616
DB035617
DB035618
DB0O35619
DB035620
DB035621

Abbreviations:
D = Laboratory duplicate
N = Native TCDD spike

MB = Method blank

PE = Performance Evaluation Sample
" RR = Rerun

NA = Non applicable

*OH XO

Critical error

Major error

Minor error

General error

See Interpretation Notes on p.8
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Contractual Comments:

N ‘;:4
,
MINOR ERRORS: '

ml The batch number was incorrect on all forms. The correct batch
numbers should be DB0355 and DB0356.

m2 The RSD calculations were not based on the corre rd formula.

The correct formula is: Standard Deviation =N (Xi-X)?

The formula used by the lgboratory had "N" in the denominator and not
"N-l " .

General Comments:

Gl Sample DB035524 is a Region 2 PE sample. The spike concentration and
acceptance windows are not available to the data evaluator.

G2 Sample results for DB035523 were not submitted because the internal
standard recovery was zerc. This sample is being reextracted and analyzed
in another QC batch as stated in the case narrative. See Enclosure 1.

G3 The analysis date for the initial calibration was 2/6/87. The samples
were analyzed 10 months later on 12/4 and 12/5/87.

G4 The laboratory did not follow the EPA rounding rules to report the mean
RRF values on Form B-2.

G5 The laboratory was inconsistent in choosing surrogate peak areas between
the initial calibration data and sample data. See Enclosures 6 and 7.

Gé The results for the percent recovery of the internal standard could not be
duplicated. The internal standard recovery for samples MB, DBO35515,
DB035619 and DB035621 are below the advisory limit.

G7 The percent recovery of the spiked field blank was miscalculated. The
reported value, 98%, and the correct value, 99%, are within criteria.

G8 The RPD was not calculated because 2,3,7,8-TCDD was not detected in the
sample, DB035614, and the duplicate sample, DB035614D.

ENCLOSURES:

1. Case Narrative

2. Form I

3. Form II

4. Form III

5. Form IV

6. Surrogate chromatogram for CCl analyzed on 2/6/87 at 01:10.

7. Surrogate chromatogram for DB035514
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I.

II.

DATA SUMMARY FORM (Form B-1)

(Exhibit B, Sec. A, p. B-1l1)

*A. Form submitted for each matrix and
all samples included on form

B. Header information (Lab, Case/Batch
No., instrument ID, report date,
column)

C. EPA sample number with proper suffixes

D. Extraction date and GC/MS Analysis
Date and Time

E. Weight (to nearest 10th of a gram)/
volume (to nesrest 10th of a ml)

F. Calculated concentration of
2,3,7,8-TCDD (in correct units) if
detected. Use 3 significant figures
if >10 ug/kg or 100 ng/L and 2 if
less than these quantities

G. If TCDD not detected (ND), report a
MPC (Ex D, 12.2, p.D-28)

H. Signal to Noise (S/N) of Surrogate

I. Recovery of the Internal Standard

J. Raw peak areas for m/z 259, 320, 322,
328, 33218, 3341S, 332RS and 334RS

K. Relative Response Ratios for
3207322, 332733418 and 332/334RS

L. No calculation or typographical errors
on the Data Report Form

INITIAL CALIBRATION SUMMARY (Form B-2)
(Exhibit B, Sec. B, p B-15)
*A., Form submitted for each instrument
B. Header information (Lab, Case/Batch
No., CC Solution Alternative,
Instrument ID)
C. GC/MS Analysis Date and Time
D. Peak area for each ion : 259,320,322,
328, 33218, 33418, 332RS and 334RS
E. Relative Response Ratios for 3207320,
332/3341S, and 332/334RS
F. Relative Response Factors for the
Native TCDD (RRFn) and the Internal
Standard (RRFi)
G. No calculation or typographical
errors on Form B-3

o

D
ng

|Defect | N ] Iségﬁft
| Type {__NA | _Yes | __ No {Commen
| { { | |

| | | } |

| | | | |

| _M/m | b x |

| | | | |

| | | | |

fom | f x| ml
l—m_ | x| |

| | ! | }

f—m | x| |

! | | | |

j_m | x| |

| | | | |

| | | | |

| | i | |

| | | | |

om | x| |

| | | | |

jm | x| |

fm | x| !

= | x| |

| | | | |
j_m | fx__| |__65
I | | | |
fm | x| !

| | | l |

b | bx | f

| ! | | !

| | | | !

| | ! | |

M | x| |

| ] | | |

| ! { ! !
fm | | | x ST
lo—m___| x| .z
! ! | | {
lm | x| |___G5
| | | | |
fm | x| |

| | | | f

| | | | |

[ m | x| |

i | | | ]
__m | x| l
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|Defect

| Summar
Type

No | Commen

NA

!
III. ROUTINE CALIBRATION SUMMARY (Form B-3) i
(Ex. B, Sec. C, p. B-18) ]

*A. Form submitted for each instrument |
and all PCS's and CCl's included |

on form : |

B. Header Information (Lab, CC Solution |
Alternative, Case/Batch WNo, ]
Instrument ID) |

C. GC/MS Analysis Date and Time ]

D. Peak area for each ion : 259,320,322, |
328, 332IS, 3341S, 332RS and 334RS |

E. Relative Response Ratios for 320/320, :
]

|

|

|

I

|

|

|

|

|

I

M

m ml

m

332733418, and 332/334RS

F. Relative Response Factors for the
Native TCDD (RRFn) and the Internal
Standard (RRFi)

G. % Valley for PCS

H. No calculation or typographical
errors on Form B-3

m

=]

|
I
|
|
I
I
I
|
I
I
I
|
I
|
I
|
I
I

IV. QUALITY CONTROL SUMMARY (Form B-4)
(Ex. B, Sec. D, p. B-20)

*A., Form submitted for each batch

B. Header information (Lab, Case/Batch
No., Instrument ID)

C. Sample numbers for fortified field
blank and duplicate analysis

D. Accuracy of fortified field blank
spike

E. Relative difference for the duplicate
analysis

F. No calculation or typographical
errors on Form B-4

ml

I
|
|
|
I
|
|
|
|
I
V. OTHER DELIVERABLES (Ex. B, Index, p B-6) |
A. Case Narrative provided ]
1. Analytical problems addressed |

2. Documentation problems addressed i m
I
|
|
|
|
I
!
|
I
|
I

3=

X

B. All quantitation reports and SIM mass
chromstograms for calibration
solutions and performance check
solutions (one m for each missing
document

C. All quantitation reports and SIM mass
chromatograms for samples, including
QA samples (one m for each missing
document)

D. Chain of Custody and in-house
laboratory contrel documents

I
|
[
I
I
I
|
I
|
I
I
I
|
I
I
I
|
I
I
|
I
|
I

[
[
I
|
|
|
|
|
|
|
|
|
|
|
|
|
|
|
|
I
!
|
|
I
m__ |
|
I
I
[
|
[
I
|
|
|
I
|
|
|
|
I
|
|
|
|
|
I
|
|
|
|

|
|
I
I
I
I
I
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A. Column Performance Check Solution
(Ex. D, 9.2.6.1, p. D-17) .
1. Analyzed at proper frequency on
all instruments
2. Valley <25% between 2 3,7,8-TCDD
and all other TCDD isomers
3. Ratio of m/z 320 to m/z 322
| between 0.67-0.9
4. Ratio of m/z 33218 to m/z 3341S
between 0.67-0.9
B. Initial Calibration (Ex. D, 9.2.6.2,

. VI. CALIBRATION QUALITY ASSURANCE CRITERIA
i

p. D-17)
1. Standards at contract specified
i concentration ranges (Ex. D, 7.6,
D-11-13)

2. MS Sensitivity: S/N >2.5 for wm/z
259,320,332, and 328 and S/N >10
for m/z 332 and 334
3. Ratio of m/z 320 to m/z 322
{ between 0.67-0.9
4. Ratio of ms/z 332IS to m/z 33418
between 0.67-0.9
5. Variation of the RRF for native
2,3,7,8-TCDD at each
concentration not >10% RSD
;. *6¢, RSD <10% for the 4 mean RRF's for
13C12-~-2,3,7,8-TCDD
*x7, RSD <10% for the 4 mean RRF's for
native 2,3,7,8-TCDD
8. Calculations performed correctly
C. Routine Calibration (Ex. D, 9.3.3,
: p. D-20)
1. MS Sensitivity: S/N >2.5 for
m/z 259,320,322 and 328 and S/N
>10 for m/z 332 and 334
2. Ratio of m/z 320 to m/z 322
between 0.67-0.9
i 3. Ratio of m/z 33218 to m/z 334IS
between 0.67-0.9
x4, Relative Response Factor for
native 2,3,7,8-TCDD must be
i within 10% of mean value
established by the initial
calibration analysis.
5. Calculations performed properly

{Defect | | | | Surma
} Type } NA : Yes | No | comme
| |
| { | | |
| | i i |
] | | | |
fm__| x| ]
| | | | |
¥ | x| {
| ] | ] |
M | x| |
b | | | |
[ S x| |
| | | | |
| i | } |
! | | | |
| i | | |
[ S x| |
| | | | |
I | | | |
|, S f_x | |
| | i | |
- x| |
| | | } i
[ S x| |
| | N ! |
] | | | |
- f_x | |
} | | ! |
j_c/xm | x| |
| f | ! |
j__¢c/m | x| }
| m | | | X | G4, 1
| f } | |
| | | l
! f | | .
l l | I ]
M x| !
] | } I |
[ - S x| |
] | ] ] |
I - S, x| ]
} } | ! |
| | | | |
! ! | | |
| | | | |
|_cru | | x| |
fo_m_ | f_x__| !

AR300772



VII.

VIII.

IX.

IDENTIFICATION CRITERIA (Ex. D, 11.6,

p. D-26)

A. Retention time of sample component
within 3 seconds of the retention
time of 13C12-2,3,7,8-TCDD (IS)

B. Integrated ion currents for m/z 259,
320 and 322 maximize simultaneously

C. MS Sensitivity: S/N 2.5 for wm/2

259,320,322 and 328 and S/M >10 for
m/z 332 and 334.

D. Ratio of m/z 320 to m/z 322 between
0.67-0.9

E. Ratio of m/z 3321IS to m/z 33418
‘between 0.67-0.9

F. Recovery of the internal standard
within the advisory window of 40-120%

G. Failure to report the concentration
of any sample that meets all the
criteria for positive identification

H. If a positive sample is above the
calibration range, 1 g reextracted

I. If TCDD not detected, MPC calculated
properly.

J. If MPC > 1 ug/kl (seoil) or 10 ug/L
(water), sample reextracted and
resnalyzed

NATIVE TCDD SPIKE RESULTS (Ex. E,

4,2.2.3 p. E-4)

A. One sample spiked at 1.0ppb per
batch of 24 or fewer sample

B. Recovery of native TCDD within
60-140%. 1If not, rerun sample
(Ex. C, 2.2.5 p. C-3)

C. Recovery properly calculated

D. Retention time of native TCDD
within 3 seconds of the retention
time of the internal standard

LABORATORY DUPLICATE ANALYSIS (Ex. E,
5.11, p. E-4)

A. One duplicate analysis per batch of

24 or fewer

B. RPD for the analysis <50%

X. BLANK ANALYSIS RESULTS (Ex. E, 4.1,

P.
A.

E-2)

At least one method blank analyzed
per batch and per matrix of 24 or
fewer samples

7

|Defect

! I { | Summar
: Type | __NA |_Yes | _ No | Commer,
| | I I
| i | | I ‘II'I
| | | | |
| | | I I
| x| |
[ | | | |
M | —x | |
| | | | |
| | | | |
M | x| |
I | | | |
(. S x| |
| | | | |
M | x| |
| | | | |
[ N | x| |___G6
I | | I I
! | | | {
f—m | b x| |
| | | | |
¥ | x| |
f | I | |
f_m | x| |__62
! | f | |
I I I | |
M | x| |
I I | | ljl'
| I I | |
| | I I |
I | I | |
M | x| |
j | | I |
} | ! | I
j_m | x| !
j_m | x| |__G2?
{ | I | I
| | | f I
lm | f_x | I
| | | | |
{ | | | |
| | | | |
| | | | |
¥ | x| I
f_m | x | I |___G8
| | | | |
| | | | |
| | | | |
| ! | | |
| | | | {
| M | x| |
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"Gl
(ff‘ed)
|Defect | | | | Summ
i { Type |_NA _|_Yes | No |comm
B. No contamination (i.e., no signal | | | ] |
at m/z 259,320 or 322 >2% of m/z 332 | | f | |
within +5 scans of the m/z 332 peak ] } | I |
maximum) . . . x| |
C. If contamination, associated positive | | | | |
samples reextracted and reanalyzed ¢ | = | | |
] | | ! |
XI. PE_SAMPLE RESULTS l | | | |
A. Concentration within acceptance | | | | |
windows | _ ¢ e ] ] |__G]
B. No false positives reported l—¢ | x| } .
Interpretation Notes:
IA. M if Form B-l is not provided (all other catagories in I are NA). m for

each sample not included on Form B-1, but raw data included.
IIA. If Form B-2 not provided, all other catagories in II are NA.
IIIA. If Form B-3 not provided, all other catagories in III are NA.
IVA. If Form B-4 not provided, all other catagories in IV are NA.
VI Bé. If % RSD > 20, error is C; if 10 to 20, error is M.
VI B7. If % RSD » 20, error is C; if 10 to 20, error is M.
VI C4. If % RSD > 20, error is C; if 10 to 20, error is M.
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®tate of Nrw Jersey
DEPARTMENT OF ENVIRONMENTAL PROTECTION
DIVISION OF ENVIRONMENTAL QUALITY
CN 027, TRENTON, N.J. 08625
JORGE H. BERKOWITZ, Pn.D. {609) 292-5283
’ OIRECTOR

MEMORANDUNM

TO: Ardrew Fishman
Contract Administrator
Office of Quality Assurance

FROM: Michael W. Miller, Ph.D. 141/474

Office of Quelity Assurance

Flovd Genicolsa
Euvironmental Scientist 1
Office of Cuality Assurance

SUBJECT: Audit Report, E.T.C. Corp. for Contract X-195

. DATE: February 23, 1988

On February 10, 1988 the above ©personnel conducted an
on-site sudit 2f E.T.C. Corp., Edison, New Jersey. We met with
Jehn E. Farre.., Technical Manager, Karen Kotz, QA Director, June
Bzeker, GCA Coordinator &ahd laboreatory perscnnel to discuss
analytical wmethods, quality assurance and instrumentation. Ve
also reviewed a typical data package.

We recommend that E.T.C. Corp. performance for contract
X-195 be rated conditionally accepted pending correction of data
reporting deficiencies.

DEFICIENCIES

1. The Volatile Organic Analysis Blank reported with a sample
(N.J.DEP, BC8488) is not the actual method blank analyzed
previous to the sample set and within 12 hours. The blank
reported in the data summary as the "method blank" is a screening
blank analyzed a day earlier. The contract requires that the
blank reported as the method blank be the actual blank analyzed
with the sarple. E.T.C. must report the actual. method blank for

‘ every sample data summary.

New Jersey is an Equal Opportunity Employer -
Recycled Paper ) ﬁ R 3 0 0 / I 5



i
.

E.T.C. must identif{y all N.J.DEP VOA samples anzlvzed in the

E.T.C. screenirg prograrn. New data summary sheets rmust be Issued
to the N.J.DEP proiect manager with the correctly asscciated
rethod tlaeank for ezch sample.
2. Current jprocedures for mass tlectrasl dinterpretation  for
Nontarget or Teintatively Jddentified Compounds are deficient.
Data reported for sample BCB488 <contained ircurrect compound
identificatiors, Controct guidelines for interpretation of mass
spectra must be followed. E.T.C must improve the mass spectral
identifications made by interpretation specialists.

3. Analysts in the Inorganics Section are not initialing data
sheets. Data tabulation sheets for all inorganic methods are
filled in by hand. The analyst must Iinitial and date each sheet.

4, The organics preparation supervisor stated that Task IV is
being cleaned by GPC. Gel Permeation Chromatography cannot be
used for N.J.DEP Task IV acid/base-neutral extractables. Gel
permeation is only acceptable for pesticides/PCBs.
RECOMMENDATIONS
A. Changes in SOPs
1. §-P-0-058: Disposal of Unused Samples

Samples are retained according to the customer's need

or contract. Sample disposal shall be with written permissicn of

the customers project officer.

2. SM-0-100: Log in Procedure

a. N.J.DEP Chain of Custody Forms must te packed in every
shuttle
b. Shuttles must be shipped to the site unless

arrangements are made for pick-up by the N.J.DEP project manager.
3. Instrument and Method Detection Limits

A SOP for the determination of IDL's and MDL's 1is
needed.

4, SOP's needed for the analysis of Petroleum Hydrocarbons
in Solids and the analysis of TOX in Soils.

5. A complete set of corrected current SOP's should be sent
to N.J.DEP-0QA by March 21.

AR300776




%,
B. Llaboratcery Evsluation :nQ@
‘ N

. 1. Trip Blanks

Trip blarks for orgaric analyses sheuld be drawn frorn
v sturce as the losirvunent Netlod Blaunrs.
. The trip bLlanks shuild be dJoted w0 thet iU s Ltriscealle

to instrument blanks.

- 1}

tive Se

§ 2. Cl?P reporting forms for VDA surrcgates and aqueous
matrix spike data are dated Rev 7/85 whercas BNs are dated Rev.
1/87. E.T.C. should correct «]1 forms to the current C}P 1TB.

‘ 3. E.T.C. must control the VOA Method Blank contamination
to less than the CRDl. Methylene chloride nmnust be coutrolled to
] less than 5 ppb. This will be enforced unless the contract is

amended.

4, Currently, the Total Ion Chromatograms for extractables
are presented as a &" x 4" chart. The complex TIC 1is very
difficult to read. A two page presentation of the TIC 1is

] requested.
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(OQA-LSS-008-11/87) 7
"W JERSEY DEPARTMENT OF ENVIRONMENT AL PROTECTION
OFFICE OF QUALITY ASSURANCE

PROFESSIONAL ANALYTICAL SERVICES CONTRACTS COMPLIANCE AUDIT
(ON-SITE AD'\"VISTRATIVE AUDIT) ‘
Laboratory Name__F= IIA/-’.‘)' Jf"/ 21 » Ll e 2 e .-
- IJ . “ . ,"
Address LN 7;‘.' vl £ oy Ty
-~ . 2 S S
£ 7, f‘ J l J! . IIJ -
LY P S e U AP I A N I
Telephone No.__-_._ | N - 7 2 (L .= Dateof Audit I A S
QOQA-LSS -0ay- N
Document No. A "l & Contract: X-195___., X- RI/FS Other: X-

IO THE AUDITOR: A check mark will be made next to the item number 10 indicate a deficiency. If an item is not
evaluated a NIA will be placed in the remarks/comment area of the section not evaluated. Continuation sheets are
authorized if required. All violations of NJ.A.C. 7:18 by a certified laboratory shall be repsorted 10 the Laboratory
Certification Unit, DEP Office of Quality Assurance.

7.8.1/B ( ) Laboratory Operations were deficient in that: -

7.8.1.1/B.1 ( ) The laboratory did not have sufficient properly qualified personnel commensurate with the workload and
types of analyses required to be performed pursuant to the Regulations Governing Laboratory Certification and Standards
of Performance (NJ.A.C. 7:18-2.7) or the most recent USEPA CLP IFB.

7.8.1.2/B.2 (- ) The laboratory did not have a i icer (QAQ) with at least one (1) vear

experience in laboratory quality assurance or quality conLrol procedures and repon dircetly to the lakboratory manager

(director) or higher level of management in the same chain of command.  ~ .
AN

7.8.2/B.3-16 ( ) Laboratory Personnel Requirements -
N

7.8.2.1/B.3 ( ) The GC Operator did not have at least nine (9) months experience in the operation of a GC on
environment samples. NJ.A.C. 7:18-2.7(b)1

REMARKS:

7.8.2.2/B.4 ( ) The GC/MS Operator did not complete a formal training course in GC/MS and have at least nine
(9) months experience in the operation of the GC/MS data system on environmental samples. .
N.J.AC. 7:18-2.7(b)2

REMARKS:

7.8.2.3/B.5 ( ) The Extraction/Concentration Specialist did not have at least one (1) year eaperience in the

preparation of extracts "~ -~ 2nvironmental samples. N.J.A.C. 7:18-2.79b)3
REMARKS:
Form DEP-066 (11/87) .
White-OCA Cornzraziz- “ile Green-Crh:ief, 272 Cinary-NIlEF ZUv. Litew=lsz Zzzyp Szlz-lzare
rage [\9)
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7.8.2.4/B.6 ( ) The Purge and Trap Specialist did not have at least six (6) months expenience emploving the |
purge and trap technique for volatile organic analysis. N.J.A.C. 7:18-2.7(b)4

REMARKS:

8.2.5/B.7 ( ) The Pesticide and Herbicide Residue Specialist did not have at lcast two (2) years experience in

Organochlonine/Organophosphorous pesticide, herbicide and PCB analysis including method
specified cleanup procedures (i.e. column chromotography) on evironmental samples.
NJ.AC. 7:18-2.7(b)S

REMARKS:
7.8.2.6/B.8 ( ) The Mass Spectral Interpretation Specialist did not have at least two (2) years experience in the
., interpretation of mass spectra generated from GC/MS analysis of environmental samples.
" NJ.AC. 7:18-2.7(b)6
REMARKS:

7.8.2.7/B% ( ) The Atomic Absorption Specirometer Operator did not have at least six (6) months experience in

the operauon of atom:c absorption equipment. N.J.A.C. 7:18-2.7(b)7

REMARKS:

7.8.2.8/B10 ( ) The Inductively Coupled Plasma Operator did not have at least nine (9) months expenence in the
operation of ICP equipment. N.J.A.C. 7:18-2.7(b)8

REMARKS:

7.8.2.9 ( ) The Phase Contrast Micrgscopist did not have at least one (1) year experience in the operaton of a
phase conmrast microscope (PCM) or has not completed a formal training course in the operation
of the PCM and associated equipment.

REMARKS:

7.9/C ( ) Equipment Requirements were deficient in that: ' 'i’

7.9.1/C.2 ( )a The laboratory participating in Tasks I, II, 11, V, VI, and VII or non USEPA CLP laboratory
participating in RI/FS projects did not meet and maintain the minimum standards for laboratory
nstrumentation set forth in the Regulation Goverming Laboratory Certification and Standards of
Performance, N.J.A.C. 7:18-1.1 et seq.

()b The laboratory did not meet and maintain the equipment requirements set forth in the analytical
method bid.

e = —_~ o~ - - PR VI S
WniZe-Z0A Ccocntracteor Flle Sreen=C"kh:ef TCA
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( )c The laboratory did not maintain for archival storage of all data. except for GC/MS 2 bound,
paginated and signature certified nowebook.

REMARKS: ‘

7.9.2/C.1  ( )a The laboratory participating in Task IV or a CLP laboratory performing in RUFS projects did not
meet and maintain the minimum standards for laboratory instrumentauion set forth in the most
recent USEPA CLP IFB document.  -° f(

( )b The laboratory did not maintain for archival storage of all data, except GC/MS, a bound paginated
and signature certified notebook.

RE.MARKS: ’

-

r

7.9.3/CLP ( ) Additional! Requirement for GC/MS Analyses—All Tashs, were deficient in
that: L\/

[ R
7.9.3.1 ( ) The mass spectrometer was not equipped with a computerized MS library search system capable of
providing reverse searching for targeted analytes and forward searching for non-targeted analytes,
Software No. of Library Entries
7.9.3.2 ( ) For archival sworage of all GC/MS data the laboratory did not maintain a nine (9) track magnetic

tape systern capable of archival storage of all data obtained in a form that can be retrisved on line
10 the data system.

7.9.3.3 { ) The storage medium was not maintained under secure and appropriate conditions to preclude 10
prevent loss of data.

REMARKS:

7.9.3.4 ( ) A permanent service record was not maintained in a logbook for each analyuca! instrument and
ancillary equipment

REMARKS:

7.9.3.5 ( ) Ananalytical inscument has been modified in an unacceptable manner.

REMARKS:

7.9.3.6 ( ) Ananalytical instrument was not adequately or properly vented.

REMARKS:

o--3% Sz.Z-Szare
bpeg % szt c.g-fzar
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~ge,
7.9.3.10 ( ) Calibration intensity and gains were not kept in a permanent logbook for all calibrated T
instruments.
REMARKS:
7.9.3.11 ( ) Analytcal balances were not calibrated within one (1) year by a certified lechmcxan
NJ.A.C. 7:184.7(e)]
REMARKS: .
7.9.3.12 ( ) Hood(s) were not in functional condition, flow rate monitored, and recorded in a Jogbook as
- required by N.J.A.C. 7:184.2(d).
" ’
REMARKS: Y
7.9.3.13 ( ) The conducuvity/res. -tivity of distilled or demnineralized laboratory water was not routinely checked
and recorded in a permanent Jogbook. NJ.A.C. 7:18-4.6(b)
REMARKS:
7.9.3.14 { ) Analytical balances were not checked daily with the appropriate range of class § weights and the
results recorded in a permanent Jogbook. IN.J.A.C. 7:18-4.6(k)
REMARKS: )
7.9.3.15 ( ) The instrument manufacturer’s operating manual was not readily avaiiable 1o the operator.
REMARKS: e
7.9.3.16 { ) The laboratory cannot document any preventative maintenance program (internal or contracted) fos
analytcal instruments and alhied equipment.
REMARKS: -
7.10/CLP ('} Sample Handling was deficient in that: s "\"
7.10.1 ( ) The appropnate pom’dn of the laboratory SOP was unavailabie to the sample custodian in the
sample receipt area.
7.10.2 ( ) The appropnaie porton of the laboratory SOP was unavailable 10 the analyst.
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7.10.3 { ) The employees of the Jaboratory were not following the laboratory SOP as wntten.

REMARKS: b

7.10.4 ( ) Sampie shipping containers were opened 1n a manner which did not prevent possible
contamination of the laboratory or other samples. e

REMARKS:

7.10.5 ( ) Aqueous samples (Tasks I and VI) were not preserved in accordance with the most recent 40 CFR

: 136 (water/wasiewater) or 40 CFR 141 (drinking water). IT
REMARKS:
+

7.10.6 ( ) Samples collected and submitted under Task IV or submirted as part of a RI/FS project did not
comply with the sarvale holding and preservation requirements of the most recent USEPA CLP
IFB document. ! (e'/

YN

REMARKS:

7.10.7 ( ) Non-agueous soil, sediment, and sludge samples (Non-CERCLA, Tasks III and I\') were not stored
at4.0degreesC. - ‘

REMARKS:

7.10.8 ( )} Adequate facilities were not provided for the storage of samples,

REMARKS: A _

7.10.9 () The temperature of the cold storage areas was not monitored dzilv and recorded in a permanent
logbook. NJ.A.C. 7:18-4.7(¢)6 e ’_‘\,

7.10.11 ( ) Temperature excursions (+/-3.0 deg. C) were noted. No correcuve action was indicated.

7.10.12 ( ) The sample receipt/iemperature records were nol maintained in a appropnate manner.

REMARKS:

7.10.13 () The laboratory was not mainined in 2 clean and organized manner.

7.10.14 ( ) Conwamination free areas were not provided for trace level analvical work. ‘

‘\

wh:te-CCOA Coscrac:tor
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e,
v
7.10.158 ( ) Reference matenials were not labeled with concentrations, date of preparation, and the wdenufy o

the individual who prepared references or were not raceable in a permanent logbook. Reference
standards were not swored separaiely from sampies. 7 /%

7.10.16 ( ) The laborawry did not possess a limited access, chemically isolated area for high hazard work such
as dioxin or mixed waste. e I.’,

7.10.17 ( ) Thechemical wasie disposal policies/procedures are not being followed or are inadequate.

~ 7
REMARKS: aY

7.12.2 ( ) Requirements for Aqueous Sample Analysis

7.12.2.1 ( ) Purgeable Organics by GC (EPA 601, 602, and 603) is deficient in that:

7.12.2.2 K Purgeable Organics by GC/MS (EPA 624) is deficient in that:

ot i oL . / ) L ;! - . oo
‘-":7{"'13z‘/i"f"4;’ . '/-1' e 1=f"]’1":3/1 T AN SN AR
[ < : - , ~ - Y v ., /J_ . R K 7.\ .
VARE.J AT 8 %) ] - i3 S I A% W4 W : .o N C g )

- . R - R . . R r .

YR AT A 2 el PARIY B NPV ERN P Lo -~

'y -t P - '

boe B4y / . P

7.12.2.3 ( ) Exwacuble Organics {gxcent pesticides and PCBs) by GC (EPA 604, 607, 609, 610, 611, and
612) was deficient in that:

g‘
7.12.2.4 ( ) Exwactable Organics by GC/MS (EPA 62) was deficient in that:

7.12.2.% { ) Pestcide and PCB Analysis (EPA 608) was deficient in that:

7.12.2.6 ( ) 23,7.8-Tetrachlorodibenzo-p-dioxin (EPA 613 Analysis and/or 625 Screen) was deficient in that:

white-CCA Cortracoor File Creen-Cl.ef, CQA Carary-NJ2E2? Civ. P.nx-l4ab Cépy Golo-5care
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7.12.2.7 (>Q’ Metal Analysis by Flame AA and/or ICP was deficient in that

J 4 .1 “
NWelsls Dfa talileg 2070 Hoo I - L re
Py r 3 L] . T ¢
LAl f//'[i "./ oo il fj "I"l,llr; e A P AR R SR A) ‘/ “‘(
NEYE. 5,.-7 2q JATA Chpo TS /

7.12.2.8 (> Meual Analysis by Furnace AA was deficient in that:
fame gy /2, 7-,"7

7.12.3 ( ) Requirements for Non-Aqueous Samples ’A.’If
7.12.3.1 {, ) Purgeable Organics by GC (SW-846 Methods 8010, 8020, and 8030) were deficient in that:

7.12.3.3 ( ) Exrractable Organics by GC excent Pesticides and PCBs (SW-846, 8040, 8060, 8090, 8100, and
8120) were deficient in that

7.12.3.4 ( ) Extractable Organics by GC/MS exgept pesiicides and PCBs (SW-846 8250 and 827C) were
deficient in that

7.12.3.5 ( ) Pesticide/PCB Analysis by GC (SW-846 8080) was deficient in that

7.12.3.6 ( ) Polychlorinated Dibenzodioxins and Polychlorinated Dibenzofurans (SW-846 8280) was deficient
in that

Ahice-CGr Contrac:cr File Green-Chief, CZ2 Zarary=NJIZF Ziv.
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7.12.3.7 ()

7.12.4 ()

7.12.4.1/ ()
CLP

7.12.4.3 ()

7.12.4.4 (S
7.12.6 ()

7.12.6.1 ()

-

Meual Analysis was deficient in that the requirement of Secuon 7.12.2.8 were not met as {ollows:

Requirement for USEPA CLP Analysis (Task IV and RIFS Projects) were
deficient in that: :

The laboratory did not comply with the QC/QA requirements of the most recent CLP IFB
document. )

The laboratory did not use the methodology from the most recent CLP IFB document.

I N e . s - g ' . . . . 3 .
Mrinred dege pof o/ Fle oo g e e e
" " T " 7 A - . R :
IR, & B AR A TR . VAR 1)

Y 7= ? * 7

The additional requirements for dioxin as set forth in Sections 7.12.6 and 7.12.7 of the RFP were
not met.

The reagent blank requirements as set forth in Sections 7.12.6.2f, 7.12.6.4f, 7.12.7.2¢, and
7.12.7e were not met.

‘4@‘ .

' N 7 " -
(‘.|l-q‘ ,/', R (’,/,'/I‘;,)- " R ! [ . i 7 s
RN Y Cois  h, Toe £ < _ :
Requirements for Aqueous Samples (Task VI) ;"\

Purgeable Organics by GC (EPA 601, 602, and 603). The method specified QA/QC reguirements

and the general requirements of Section 7.12.1 of the RFP were not met.
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7.12.6.2 ( ) Purgeable Organics by GC/MS (EPA 62¢ Modified) was deficient in that; ‘

7.12.6.3 ( ) Exwacwble Organics (except pesticides and PCBs) by GC (EPA 604, 606, 607. 609. 610, 611,
and 612) wer. deficientin that

7.12.6.4 ( ) Extractable Organics by GC/MS (EPA 624 Modified) was deficient in that:

7.12.6.5 ( ) Pesticide and PCB Analysis (EPA 608 Modified) was deficient in that:

7.12.6.6 ( ) 2.3,7.8-Terachlorodibenzo-p-dioxin (EPA 613 and 625) were deficient in that the requuremenss set .
forth in Section 7.12.6.6 of the RFP were not met. ‘)

Polvchlorinated dibenzo-p-dioxins and polychiorinated dibenzofurans (C/4 through C/8 congeners,
SW-846 Method 8280, 40 CFR 261, Appendix X, 6 October 86) was deficient in that

~1

-y

[

(=4}

~8
~
Nt

7.12.6.8 ( ) Meual analysic by Flame AA and ICP was deficient in that:

7.12.6.9 { ) Meuwlanalysis by Furnace AA was deficient in that

Wh:Ze=ICAi lontrecstor File Sreen-Chlef, 222 Jararv=NJZZF 2V F.o-e-laz
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7.12.7

7.12.7.1

7.12.7.

[ 2]

7.12.7.3

7.12.7.4

~)
—t
(]
<
tre

7.12.7.6

~3
~3

7.12.7.

L d

white~ZZA

L 4

.':??7.%(

( ) Requirements for Non.aqueous Samples (Task VII) L"' ,"\

( )} Purgeable Organics by GC (S\\’-846 8010, 8020, and 8030) were deficient in that:

{ ) Purgeable Organics by GC/MS (SW-846 8240 Modified) were deficient in that:

( ) Extraciable Organics by GC (except Pesticides and PCB<), SW-846 8040, 8060, 8090, 8100, and
8120) were deficientin that

!

{ ) Exwacuiable Organics by GC/MS (exgeps Pesticides and PCBs), SW-B46 8750 and 8270 Modified)
were deficient in that

() PesucidePCB Analysis (SW-846 8080 Modified) was deficient in that;

() 23.78-Terachlorodibenzo-p-dioxin Analysis USEPA CLP IFB W A8~ AOOZ 12/30/83 or the
latest revision was deficient in that:

( ) Polychlerinated Dibenzo-p-dioxins ans polvchlorinated Dibenzofurans (C1/¢ through C1/8
congeners), SW-846 Methoc 8280, 40 CFR 261, Appendix X, 6 October 86 was deficient in that.

Ccrniractor File Creer-Cn.ef oA Cenary-NIDIE Dov, -
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L.
7.12.7.8 ( ) Metal analysis was deficient in that the requirements set forth 1n Sections 7.42.6.8 and 7.12.6.9
of the RFP were not met. /-

1

7.13/CLP () Chain of Cusmdyﬁ Requirements—All Tasks and Projects N.J.A.C. 7:18.2.15
7.13.1 ( ) The chain of custody employed by the laboratory did not comply with the requirements set forth in
Section 7.13 of the RFP as indicated below:

. L]

7.14/CLP  (*) General Remarks:

. I
- . -, .. . * R P _
Name (Print): AT A
T 7 - .
Signature: ’
!’
. : . . ' <
Tide: s X & st Tl )
7
wWhiote=CCZA Ccornzractzcr Flle Creen-CX:ef,C52 Cerary-NolEZ8 Ziv. Fom~r=lzz CZozy
Faze !
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ON-SITE LABORATORY EVALUATION
LABORATORY PERSONNEL 7]
&
A ABORATSEY :E"’l:lCA’IPN NUMSBZF 2 DATE OF
N AEORATORY o EVALUATION ___
. — - Ay 7 o W e . . -
:‘DDPESS it . . L = = - PHONE —— b Lo id
R R R - .
’ EDUCATION | NO. OF YEARS
DEGREE DPERIENCE IN
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i f2 of lab space AT .
- ! s 7 .
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NCE ANT RESZARC-

LABORATORY EQUIPMENT

aF CN NRONMENTA  PRIOTECTION

CIE
v SITE LAEDRATORY EVALUATION

g,

TYPE OF EQUIPMENT

AVAILABLE
FYEs  NC MANUFACTURER MOQEL ' SERIAL =

"COMMENTS

'SERVICES

CSE®R

Light

u

1Eiectnice

‘Cas

:Cant-a’ VacuuT

- —4 —

:Secured Space

| ——WL“

o -

‘Av' QQ f{TelelTete

i
LABORATORY WATER SUPPLY .

CLwT

-Disttied

Doubte Distilied

e &

{Deionized

}
|CHEMICAL STORAGE: ,

CsTO

Volatile, Carcinogenic & Fiammable

Acias

-t

Hoysekeeping i

-

CHOK

(RN NN SISS DE

4
)

EQUIPMENT. |

CvGL

Glassware {Ciass A volumetic [

Pipets

Burets

Flasks '

N Anaiyuca Baiance

Pan Balance

Top Loading Ba-ance

D O. Meter

pH Meter

__Buffer pH4_ pH7_ pH10_

J Ry S

Specific lon Meter

Conductivity Meter L

Amperometric Unit

[ D

* Turbidimeter

Fa7 )‘\'"’"C X&

F70100232

Spectrophotometer (U V =VIiS) |

Kf1IH(2R

Spectrophotometer {} R}

»

¢ 74{{4—

Filter Photometer

Flame Photometer

Mercury Analyzer

Auto Analyzer

-~z { ’ -
D[‘J‘y /ll ‘ 7_)/“

Ciass § Weights

NBS Thermometer

Total Organic Carbon Analyzer

CWGT

iR Detector

CTHM

FID Detecto-

TOX Analyzer

BOD Incubator !

ton Chromatograpt

o

M.crob.o Incubato-

44 5°C Wgaterbath

L Autociave \

—
“Jr R QU
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LABORATORY EQUIPMENT (continued) 7

ON-SITE LABZRLTIR/Y EVALULTION

: AVAILAB. ¢ .
' TYPE OF EQUIPMENT “VEs NO MANUFACTURER MODEL SERIAL = COMMENTS

Aeomo Apssiotg- - o

Pias~a Spezt-omete:
DCF

ICAP

Gas Chromatogran-

Re‘rigerato-

Freezer " .

Deying Over Lot imd= g Doty o= e TS

‘Muttie Furnace '

Hot Piates

Magneuic Stirre-

Desiccators

-Steam Bath

1Surrec Boiiing Water Bath witn '
Gabled Lid for Nitrate by ' ; .
Brucine Method . ‘

'Cerr fuge

LABORATORY APPARATUS ' )

Fluorige Distltation -

-

*° COD Refivx -, - ) Y e e

Kjeidah,

Lje.dzh: Digeste-

anige Distiliatior

oxhiet Extractior

'LABORATORY SAFETY:

Emergency Exitg

Fire Alarm

1Smoke Detector
iSprinkier Systerr

Fire Extinguishers

.Fire Bianke:

Emergency Lights

"First Aud Statior

iEmergency Phone Numbers !

L — § —

[Hazardous Materiais Chart

,Eye Wash Stations .

1Chemica! Burn Stations

r

{Safety Shower

-:Eab Coats ' ' !

;Safety Glasses |

Face Shield .

| Respirator with Compressed ; { | ; \
[ Air Supply ' ' i

‘Fume Moods

' Perchloric Acid Hood

Compressed Gas Tank; Secureg )

crrrcal Cables Securzo t

there an antgote tor HF burns?
e.g. A paste of MgO~ and Giycero'
and a saturared solut on of MgSO: .

AR300791
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MITED CHEMIS

ACID'™Y

G pY -

Ars sampecortz -tz comoens

Lot 520023 375 .22 w - = 14 g2vi of coiecvon?
Is the Nalr 1 -2~ stancasc 222 aga nst potassiuMm
bipht=a 212 and tabeed DroDey

4 Are wastewater sampl=. titrated 1o pr € 3Jusing an
eiectromets.c endooins?

£ 1f a phenoontna &:n indicatar 's usec, 15 free residua’
chiorins removed with thosu!fate’

ALKALINITY

1. Are sample conta ~ers filied combpietety?

2. Are samble: ana’'v2ea w 1=~ 14 days ¢f collection?

3 s the H:SO: or HC standa-z = agcainst Na: CO: and
labeied prc "2riv?

4 Are wastewater samples titratec :5 pH 4.5 using an
electrometr.c endpoint’

5. If methyl orange indicator is usec, 1s free residual chiorine

removed with thiosulfate®

BIOCHEMICAL OXYGEN DEMAND

1.

g.

Q
&

Are sampies cooled to 4°C dur.ng trans't anc received in
lab within 48 hrs of collection®

Is the sodium thiosulfate stangardizec aga ns: pDotassium
biniogaze or potassium dichromate and 1abe.ea properly?
Is a seec used on chiorinated o- ingustr.z’ effivents?

. Is the depletion of unseegec a:lut.or waser blank less

than 0.2 mg'l?

. Do the sample dilutions used to compute the BOD have

depietions of at least 2 mg " a~c & residua DO of 1 mg?
Is a g.ucose-glutamic ac:C¢ stanCa-0 Inciudec with approx:-
mately every 20 analyses?

. Is the BOD incubator thermometer graduated 1n intervais

0f 1°C or smaller?
Is chiorine removed with sodium sulfite?

. How many dilutions are prepared to determine BOD?

CHEMICAL OXYGEN DEMAND (Holding 28 Days)

1.
2

3.

Are samples preserved with H2S0s to a pH t0 27

Upon receipt in the iaboratory, is the sampie pH measured

and recorded to verify that itis preserved?

is the Dichromate ref.ux method used?

a. Is the ferrous ammonium sulfate titrant standardized
daily against primary standard grade K2 Cr20-?

b. 15 0.025 N K2Cr20~ used for sampies below 50 mg/|?

c. Is a blank run with each set of samples?

d. Is at least 0.5 mi of titrant used in the titrat . of the
excess dichromate for the majority of sampies

e. s HgSO« used to compliex chionde’

. |s the automated colorimetric method used?
. Is the manual colorimetric method used?

a. Are digestion tubes heated in 3 biock heate’
or oven a1t 150°C for 2 hrs.?
b s absorbance read & 600 nm in 2 spectrophotometer?

-
{
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A
P+ EVALUATION )
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NERAL PROCEDURES k.

-
a
7
2

1171
t1L]

[

(1t o e
by rl

(1
U

[ 0

LIl

1]

NN

oot goo
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COMMENT

CACD 01

CACD 02

CACD 03

CACD 04

CACD 05

CALK 01

CALK 02

CALK 03

CALK 04

CALK 05

80D 01

CBOD 02

CBOD 03

CBOD 04

CBOD 0t

cBOD C.

CBOD 07

CBOD 08

15 20 32 4

CCOD 01

5__

CCOD 02

CCOD 03

CCOD 04

CCOD 05

CCOD 06

CCcob 07

CCOoD 08
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.. e NEw JERSEY DEPARTMENT OF ENVIRONMENTAL PRCTECTION
st T OFFICE OF SCIENCE AND RESEARCH

ON-SITE LABORATORY EVALUATION
LIMITED CHEMISTRY GENERAL PROCEDURES

HARDNESS TOTAL (Holding 6 mos.)

. Are sampies prese-ved with ac:ic (HNO3 or H: 8041 to pH<2?

Is the ECTA titrimetric method used?

a. Is the EDTA titrant stancard.zed aga:nst CaCQOs anag
labeiec properly?

b. is the EDTA titrant approximately 0.01M?

. Is the automated colorimetric {catmagite) method used’
. Is the hardness calculated from Ca+Mg values determined

by atomic absorption?

HYDROGEN I|ON (pH) (Ana!yze_ immediately)

i
3
4
i 1.
2.
3.
H

1.

2.

is an electronic pH meter with temperature compensation
used?

Are electrodes stored according to the manufacturer’s
recommendations?

Are the electrodes filled with sufficient quantity of
electroiyte?

CONDUCTIVITY (Holding 28 Days!

Are samples measured at 25°C or is a temperature
correction made’

Has the cell constant of the conductance cell been
determined and permanently recorded’

THYLENE BLUE ACTIVE SUBSTANCES

olding 48 Hrs.)

. 1s MBAS being determined by the methylene blue method?
. Is LAS reference material available and used in the

preparation of standaros?

. Is the determination of absorbance done a1 652 nm against
a blank of chioroform?

TURBIDITY (Holding 48 Hrs.)

1.

Is the nephelometric method used’
a. Are samples with turbidity greater than 40 NTU diluted
with turbidity-free water?

b. Are sampte tubes clear, coloriess glass which are clean

snd have no scratches?

COLOR (Molding 48 Hrs.)

1.

Is the visual comparison method used?

a. ls interference due to turbidity removed by filtration

or centrifugation?

b. s the pH of the sample measured and reported with

the result?

¢. Are platinum-<oba'* standards used?
d. Are color disc stan: .-ds calibrated agains 2latinum-

cobalt standards every 6 months?

[s the spectrophotometric method used?
the ADM{ method used?

N4

WEERIRIN

(v 1l

J

[

[

[

0

0 o
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0o og o
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COMMENTS

63;,

4%

%

YES NO

T T cHRDO!
T~ 5 CHRDO2
T O ¢HRDO3
D

— —

— —_—

T D cpHO
O [ ceHO2
T T cpHO3
— = cCOonOt
[ ccoNng2
— T cMBADI
= O cmBa02
T [ cmBAD3

CTUR OV

N

0 0

CTUR 02

cCoL o1

CCOL 02

ccoL o3

CCcoL 04
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ON-SITE LABORATORY EVALUATION
LIMITED CHEMISTRY GENERAL PROCEDURES

b
~
o
P
&)

COMMENTS ‘

RESIDUE _(T.D.§) (TOTAL FILTERABLE RESIDUE!
{Hoiding 48 Hrs.)

2 cTDS 01

CTDS 02
CTDS 03
CTDS 04
CTDS 05

CTOS 06

[

0Aonu
' Gilj@\ I,
ARO[

O

1. Does the desiccator have su:tabie dess:'cant ancd indicato’

2. ls an analytica baiance capab:e of weighingto 0 1 mg
available®

3. Are glass fiber filter discs used?

4. Are samples for total dissoived solids driec at 180°C?

5 a. Does the dissolved residue, when weighed, yield <200 mg?
b. If not, is smaller aliquot used?

RESIDUE, (TSS), (TOTAL NONFILTERABLE RESIDUE)
(Holding 7 Days) :

1. Is the residue dried at 103-105°C>
RESIDUE, TOTAL SOLIDS (Holding 7 Days)

. CTSS 01

FK\ ;E]\

(l

(]

1. Is sample dried at 103-105°C until weight is constant?
CHLORIDE (No Pres., Holding 28 Days)

1. Is the argentometric (silver nitrate) method used?
a. Is the AgNOa titrant standardized against NaC1 dried at
140°C and labeled properiy?
b. Is interference due to suifide, sulfite or thiosulfate
removed with H:032?
2. 1s the mercuric nitrate method used?
a. s the pH adjusted to 2.57
b. Is 2 1 or 5 mi microburet used for titration?
c. s the NaCL standard dried at 600°C for 1 hour?
3. Is the automated ferricyanide metnod used?
4. Is the 1on chromatographic method used for drinking water?
FLUORIDE (No Pres., Holding 28 Days)
1. Are water samples distilled?
2. Is the specific ion electrode method used?
a. Are both samples and standards analyzed at room
temperature?
3. Is the SPADNS method used?
a. Is the SPADNS solution stored in an amber bottle and
protected from direct sunlight?
b. Is sodium arsenite used to remove residual chlorine?
4. Is the automated complexone method used?
a. ls the working color reagent prepared fresh every
3 or 4 days?

CHLORINE RESIDUAL (No Pres., No Holding)

[]
o

cCcLb o1

(1

CCLD 02

CCLD O3
CCLD 04
CCLD 0S

HIRIRININ

0 onoon
0 oo

(]

CFLR 01

(]
U
U

CFLR 02

CFLR O3
CFLR O4

0o

oo
BN

0
0
N

CFLRO5

1. a. !s chiorine residual determined by iodometric titration,

DPD coiorimetric or DPD titrimetric meth-

b. In the iodometric titration is the excess rec ‘g agent
back-titrated with iodine or iodate solution:

¢. In the DPD colo-imetric method are kits wit  3lor
wheels, and reagent packets used?

d. Is the chlorine residual determined by specif.c yon
electrode?

e. Is the starch end-point method used’

CCLR 01

CCLR 02

uoo o 4o o
0o 0 o0 o
uo 0 0 0O

AR300794




) Eorm DWR.153 E NEW JERSEY DEPARTMENT OF ENVIRONMENTAL PROTECTION
12 8¢ OFFICE OF SCIENCE AND RESEARCH

ON.SITE LABORATORY PROCEDURES
LIMITED CHEMISTRY GENERAL PROCEDURES

. NA YES NO ~— COMMENTS

SULFATE — Continued . L
2 D Are Dotn sampres and stancarcs reac a1 = = 0.8

minutes after surring? — Z [ CsFa0s
c. Are bianks used to correct for coror 07 twrbigity”? c = = CsFA D6
3. Is the automated chioranilate method usec’
H a. Are interferences due to Ca, Al, and Fe removed by IZ//
an ion exchange column? O CJ csFa 07
4. Is the ion chromatography method used for drinkingwater? [J [ O
SULFIDE (Pres. - 49C,2n Acetste + NaOH to pH>S -
Hoiding 7 Days)
1. is the Methylene Biue method used?
a. Is the methyiene biue solution standardizec agains: a known
solution and adjusted so that 1 drop = 1.0 mg/l sutt.de? = — T csFo ot
b. s the titrimetric (lodine) method used? O O [ csFoo2
SULFITE (No Pressrvation)
1. Is the titrimetric iodine-iodate method used?
2. Are samples analyzed on site? = O 3 csFT 01
CYANIDE
1. Are samples analyzed within 14 days of collection? O O O cecyno
2. Are sampies preserved with NaDH topH 12+ 0.6 G
ascorbic acid? — [0 [ ccyno2
‘Jpon receipt in the laboratory, is the pH measurec ang
recorded? O O COJccynos
4. If chiorinated, do you remove sulfide as Cd suifide? - O T ccYyNo4
§. s a manual distillauon with MgCis done” — — O
6. Is the utrimetric method used? . - 3 CCYNOS
a. Is the AgNOs standardized against NaCi and labeied
properly? - = ] CCYN 06
b. Is a blank run with each set of samples? M O O ceYyno?
7. ls the colorimetric method used?
a. Is Chioramine T prepared weekly and stored in :
refrigerator? : T O [O ccynos
b. Is the stock cyanige soiution standardized weekly
against AgNO3? OO O ccynoe

OlL AND GREASE (Holding 28 Deys)

)

1. Are sampies coliected in glass containers? O CONG 01
2. Are samples preserved with H2S504 to pH<2? ] @// CJ coNG 02
3. Is a liquidiquid extraction with freon used? O J ) conG o3
4 s the oil and grease content determined gravimetrically? O 0 CONG 04
PHENOLS (Holding 28 Deys)
1. Are samples coliected in glass containers? -] ] T cPHN 01
2. Are samples preserved with Hz 504 10 pH<2? 0 O O cPrNO2
3. Upon receipt in the laboratory, 1s the pH measured and
recorded? O O [OcruNGs
re samples analyzed within 28 days of collection? T T [ cpuNDa
' the colorimetric 4AAP method with distillation used? ] O ] cPHN OS
. 15 the colonmetric 4AAP method for halogenated phenols
used or
Is U.S.E.P.A. Method 604 used? I R A B 06

CPHNOS ____
AR300795



Far— DWE *58 NEW JERSEY DEPARTMENT OF ENVIRONMENTAL PROTECTION
€ ss OFFICE OF SCIENTE AND RESEARCH
ON-SITE LABORATORY EVALUATION
RECORD-KEEPING AND CALIBRATION PRACTICES

RECORC-KEEPING N4 JYES NO COMMENTS
1 s the temperature of ar B 5.0, incubators recordec da’ y? - = //: CREC O1
2 ls the temperature of al: drying ovens recorded daily” - 2 [} creco2 —
3. Is the temperatu-e of all refrigerators recorged daily? _ - 0 crecos
4. Are the laboratory thermometers calibrated against an NBS

traceabis thermometer and documented’ ] ' {1 CREC 04
5. |Is the analytica' balance checked monthly with two class S

weights, one in the rng range, and one in the gram range, ;

ano the data recorded? ] / [ CRECO5
6. is a record available of yearly service on the anaiytical balance? [J ._W_J/ T CRECO6
7. Is the pH meter checked daily, or before use, by setting

the meter to pH7 then measuring and recording pH's

approximately 4 and 10? O O O3 creco?

8. Is the conductivity of the distilled water supply (satisfactory is
conductivity of 2.0-0.5 umho/em. at 25°C.) checked daily and

the oata recorded? CREC 08

9. Is the conductivity meter calibrated daily against a 0.001
M KCI solution and the data recorded?

10. is the turbidimeter calibrated daily, or before use, with a
40 NTU formazin standard and the data recorded?

11. Is the DO meter calibrated weekly against the Winkler method
and the data recorded?

CALIBRATION PRACTICES

CREC 08

o o0

DEK[][]

CREC 10

O 0 o o

O

CREC 11

1. Regarding calibration curves, are the foliowing practices in use?

a. Graph is labeled with parameter, date of calibration and
the axes are properly identified as to absorbance or percent
transmission and concentration units.

b. Computer read-out for regression analysis lists parameter,
date of calibration, equation of curve and correlation
co-efficient.

c. Results reported are within the range of the highest and
lowest standard. O

U
O

CCAL 01

CCAL 02

J
O
0

U]
0

CCAL 03

2. Regarding manual spectrophotometric calibration curves,
are the following practices in use?
a. A minimum of 5 standards and a blank, with 3 measure-
ments at each point are used to generate the curve, CCAL O4
b. A new curve is generated every 6 months, OO0 O [ ccaLos
c. The working curve is checked daily or with each run
by alternating a low and a high standard and the data

U
O

are recorded. O [ ccaL 06
3. Regarding calibration curves for auto-analyzer analyses, are
the following practices in use?
a. The baseline is set using appropriate reagents and distilied
water and is checked at the end of the run. O ] ] ccaLo?
b. A minimum of & standards are used to generate the curve, O O J ccaLoe -
c. A new curve is generated for sach run, O CJ CJ ccaL09
d. A marking standard is included with every 20 samples. O ] J ccaL 0
e. The calibration curve is checked at the end of each run
with a low and 2 high standard and the data are recorded. O O O ccaL 1
4. Regarding atomic absorption calibration curves, are the
following practices in use?
a. Working standards are prepared fresh with each run. O © ) ccAaL 12
b. A minimum of 4 standards and a blank are used to
generate a curve, O O [ ccaL 13
¢. A new curve s generated for each run, O ] ccaL 14

AR300796




§ Form DWER-15" ' NEW JERSEY DEPARTMENT OF ENVIRONMENTAL PROTEZTION
5'EZ OFFICE OF SCIENCE ANC RESEARCH

ON-SITE LABORATORY EVALUATION
QUALITY CONTROL AND DATA HANDLING

"’ NA  YES NO

QUALITY CONTROL

1. Regarding standard solutions, are the following practices in use?
a. A notebook record is availabie describing the preparation .

COMMENTS

¢ and standardization of stock standard solutions. C 9 ” 7 cacs o1
b. Are purchased standards checked before use? [ i O cacso2
c. Stock standard solutions and working standards are labeled
with reagent, concentration, date prepared and initialed. O O O cacsos
d. ACS grade or analytical reagent grade chemicals dated
when received, are used in the preparation of standard
t solutions. O O (O cacso4

2. Regarding the monitoring of precision, are the foltowing
practices in use?
a. Approximately 1 synthetic known control sample is included
with every 20 analyses, and the data presented on an X bar

control chart. T O cocro

b. Approximately 1 duplicate of s natura! sample is included
with every 20 anaiyses, and the data presented on an R

CDAT 03 M_/.QQ._L ' Lo

bar range control chart. = = T} cacroz
3. Regarding the determination of chemica' recovery, are the
following practices in use?
, a. A tabulation and control chart are availabie for recovery
. data obtained from spiked natura! sampies (1 for every
20 analyses). _J - CJ cacpo3
4. 1s there an in-house quality contro! manua! outlining
Q.C. practices? = - O cacp o4
DATA HANDLING
1. Regarding sampling procedures and data handiing, data
reporting and data retrieval procedures, are the foliowing
practices in use?
a. Are sample collectors supplied with properly iabeled
containers, preservatives and sampling instructions?
(Get copy of instructions). O O 0O coaTo!
b. Is there a lab daily work sheet listing sampie number,
date, time, location, preservation, analyses requested,
fieid measurements by sampler, sampier’s initials, date
and hour received by lab, analysis, date and hour of
analysis, analyst’s initials? O O CDAT 02
c. Is there 8 bound lab notebook for recording raw datas,
calculations, or other notes. . ] [Q/
d. Is raw data kept for 5 years? ® O {J coaTos
e. ls enforcement data kept for 5 years? O O cpaTo0s
f. Is there an in-house methods manual available to all
snalysts? . O coATO6
g. ls there a record of chain of custody? O O O coator
h. s there a chain of custody procegure? - 0 [J coaTos8

AR300797



Form DWR-15)

NEW JERSEY DEPARTMENT OF ENVIRONMENTAL PROTECTION

5/85 . [ ¢
ON-SITE LABORATORY EVALUATION
LABORATORY PERSONNEL
) DATE OF o
LABORATORY _ZEa/y/ K% 4 MeXTAL TAEST 4O €% =T7F sevALuATiON /2 o e, . ‘
ADDRESS _i'%4 f A1 AN g4I TEKR PHONE _oZ& (74" ,
Soerpg M. T 02237, B L L
EDUCATION ' NO. OF YEARS |
DEGREE | EXPERIENCE IN
NAME AND TITLE PhD. MS, BS, MAJOR | ENVIRONMENTAL PRIMARY RESPONSIBILITY
BA, Assoc., HS TESTING |
DI | AN
.y ¢ C‘/ P ¢ S. ;7 7( A4 St &R e n 1
‘; A‘ ' ~ i g Fd ‘—/’ K; /
-, R - <. L.
AR Fed A S W Nl
t 4 11
— e,
-1 — e ! : . .
ey Bz o V//.)! ['} B Y Ae m bR E S
' ) - . _
NoASE *"f—‘i £l for / A < £, o i s LA L
- e /- - 3
-t~ <= L/ < » - 1—(. Fo Sre SRS
|
! ' !
; :
! : ;
| ! ‘
. R
| |
) i !
; ! |
| |
| [
A M n
| |
: |
—- l 4 :
i |
| l
\ i
L oAl ’ ' !
' #F e | i |
Tota! t1? of lab space S ‘zZé" =
Total linear feet of iab bench Inspected by — ? —~ =5
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form DWR-152 A
5/85

NEW JERSEY DEPARTMENT OF ENVIRONMENTAL PROTECTION
OFFICE OF SCIENCE AND RESEARCH

ON-SITE LABORATORY EVALUATION

LABORATORY EQUIPMENT ‘ RPN

TYPE OF EQUIPMENT

AVAILABLE |\ ANUFACTURER | MODEL | SERIAL # COMMENTS

SERVICES:

CSER

Light

Electrical

Gas

Vacuum

Secured Space

{Air Conditioning

LABORATORY WATER SUPPLY:

Distilied

Double Distillied

Deionized

- —
hlj...l_ Jigzy { o

CHEMICAL STORAGE:

Volatile Reagents

Acids

Carcinogenic Reagents

Fiammable Reagents

CvGL

C

1

EQUIPMENT: e
‘ Glassware (Class A volumetric)
. Pipets

. Burets

Flasks

;Analytical Balance

b 4
f
e

1ys
¢
T
rd
~
I
n
I
E
N
™
\
v
x,

{Pan Balance

: Top Loading Balance

. D.0. Meter

ioH Meter

| Buffer

I pH 4
{ pH 7

pH 10

Specific lon Meter

Conducuvity Meter

v [ B et . . ) [ !

Amperometric Unit

Turbidimeter

Spectrophotometer

Filter Photometer

Flame Photometer

Mercury Analyzer

Auto Analyzer

Class S Weights

NBS Thermometer

Total Organic Carbon Analyzer

~NR Detector

F 1D Detector -

TOX Analyzer

BOD Incubator

Microbio incubator

44 59C Waterbath

LAutoclave




Form DWR-152 8
£/85

NEW JERSEY DEPARTMENT OF ENVIRONMENTAL PROTECTION
OFFICE OF SCIENCE AND RESEAACH

ON-SITE LABORATORY EVALUATION
LABORATORY EQUIPMENT (continued) N

i

) TYPE OF EQUIPMENT

AVAILABLE
; YES | NO

i

COMMENTS '

170°C Oven

MANUFACTURER | MODEL | semiaL |
|

IAtomic Absorption

[« Sarsy

‘Plasma Spectrometer

/

2

Y -

4 N
Lot o Ko

DCP

i ICAP

-
"

Gas Chromatograph

1% ) by

L

Refrigerator

)

Freezer

ot ey
: ;—\‘ 1 }"A_‘z___{‘%#
- . ;

s

e

,Drying Oven

T

[

L
I A

o

"Muffle Furnace

T

‘\ ’{"_‘ :-fd Ai

[Hot Plates

Magneuc Surrer

Desiccators

1
ol (Mgl v

{Steam Bath

Stirred Boiling Water Bath with
Gabled Lid for Nitrate by
Brucine Method

Iantrifuqe

!LABORATORY APPARATUS:

Filuoride Distiilation

COD Reflux

- Kjeldah!

Kjeldah! Digester

1Cyanide Distillation

1%

-Soxhlet Extraction

LABORATORY SAFETY:

"Emergency Exits

Fire Alarm

Smoke Detector

.Sprinkier System

—F

I -

Fire Extinguishers

"Fire Blanket

—t—t -+t 4"

Emergency Lights

First Aid Station

Emergency Phone Numbers

Hazargous Marter.ais Chart

Eye Wash Stations

Chemical Burn Stations

Safety Shower

‘Lab Coats

e

iSafety Glasses

-Face Shield

U SN T "

Respirator with Compressed
Air Supply

Fume Hoods

Perchioric Acid Hood

Compressed Gas Tarks Secured

-_ﬁs.. N

Electrical Cabies Secured

| § -

[1s there an antidote for HF burns?
e.g. A paste of MgOH and Glycerol
and a saturated solution of MgSQOa

AR300800




Form DWR.153 A
5/85

NEW JERSEY DEPARTMENT OF ENVIRONMENTAL PROTECTION
OFFICE OF SCIENCE AND RESEARCH

ON-SITE LABORATORY EVALUATION
LIMITED CHEMISTRY GENERAL PROCEDURES

ACIDITY

1. Are sample containers filied completely?

2. Are samples analyzed within 14 days of collection?

3. Is the NaOH utrant standardized against potassium
biphthalate and labeled properly?

k 4. Are wastewater samples titrated to pH 8.3 using an

electrometric endpoint?

5. If a phenophthalein indicator is used, is free residual
chiorine removed with thiosulfate?

ALKALINITY

1. Are sampie containers filled completely?

2. Are samples analyzed within 14 days of collection?

3. 1s the H2S04 or MC! standardized against Naz CO3 and
Jabeled properly?

4, Are wastewater sampies titrated to pH 4.5 using an
electrometric endpoint?

5. If methy! orange indicator is used. 1s free residual chlorine

removed with thiosultate?

BIOCHEMICAL OXYGEN DEMAND

1.

8
9.

Are samples cooled 10 4°C during trans:t and received .n
lab within 48 hrs of cotlectior?

the sodium thiosulfate standard:zed aga.nst potass:um

1nrodate or potassium dichromate and iabeted properiy’?

s a seed used on chiorinated or -noustr.g. e*fluents?
. Is the depletion of unseedec d.!lution water blank ess

than 0.2 mg'1?

. Do the sample dilutions used to compute the BOD have

depletions of at least 2 mg ! and & res:a.a DO of 1 mg I?
Is a glucose-glutamic ac.d stanrCard .nciuded with approx.:
mately every 20 analyses’

. 1s the BOD incubator thermometer graduated (n .ntervals

of 1°C or smaller?
s chlorine removed w.th sod:um suifite?
How many dilutions are prepared tc determine BOD?

CHEMICAL OXYGEN DEMAND (Hoiding 28 Days}

1.

2 Upon rece:pt in tne laboratory. 1s the sample pH measured
and recorded to verify that it is preserved?
. 15 the Dichromate reflux method used?

o

Are samples preserved with H:S0s to a pH to 2?

a. ls the ferrous ammonium sulfate titrart standardized
daily against primary standard grage K2Cr20-?

b. Is 0 025 N K2Cr20- used for sampies beiow 50 mg/i>

Is 3 blank run with each set of samples?

d. Is at least 0 5 mi of titrant used in the titration of the

excess dichromate for the majority of samples?

e. Is HgSO« used 10 compiex chioride?

he automated colorimetric method used?
he manual colorimetric method used?

. Are digestion tubes heated 'n a block heater
or oven at 150°C for 2 hrs ?

b. Is absorbance read @ 600 nm r 3 spectrophotometer?

NA

0 0 o G

[l

(]

(1]
(301
i

[]

RN o

(1

1

{

BIRIS

()

Slniniy
BIRININ
RININIE

YES NO

(.
-

B

]
0

[ RINERE th 11

[

(1

(]

[l

(1]

(1]

D cacb o1
[ cacD 02

0

{3

L}

{1

[

(r 1l

L]

[]

[

BRI

I

CACD 03
CACD 04
CACD 05
CALK 01
CALK 02
CALK 03
CALK 04

CALK 05

CBOD 01

CBOD 02
C80D 03

CBOD 04
C8OD 05
CBOD 06

CBOD 07
CBOD 08

CCOD 01
CCOD 02
CCoo 03
CCOD 04

CCOD 05

CCOD 06

CCOD 07

CCoD 08

N

COMMENTS

-~

N
L,

AR30080!



Form DWR-153 8 NEW JERSEY DEPARTMENT OF ENVIRONMENTAL PROTECTION
5/85 OFFICE OF SCIENCE AND RESEARCH

ON-SITE LABORATORY EVALUATION
LIMITED CHEMISTRY GENERAL PROCEDURES

NA YES NO COMMENTS
HARDNESS, TOTAL {Holding 6 mos.)

1. Are samples preserved with acid (HNOs or H2SOs) topH<2? T3 [ [ CHRD 01
2. Is the EDTA titrimetric method used?

a. Is the EDTA titrant standardized against CaCOs and

labeled properiy? ' O O O cHrRDO2

b. Is the EDTA titrant approximately 0.01M? O 0O O cHRDO3
3. Is the automated colorimetric {calmagite) method used? O O O
4. Is the hardness calculated from Ca+Mg values determined

by atomic absorption? ’ O O O

HYDROGEN ION (pH) (Analyze immediately)

1. Is an electronic pH meter with temperature compensation
used?

2. Are electrodes stored according to the manufacturer’s
recommendations?

3. Are the electrodes filled with sufficient guantity of
electrolyte? [

CONDUCTIVITY (Holding 28 Days)

O

U
AN
g

O

CpH 01

CoH 02

T cpH 03

1. Are samples measured at 25°C or is a temperature
correction made?

2. Has the cell constant of the conductance cell been
determined and permanently recorded?

METHYLENE BLUE ACTIVE SUBSTANCES
(Holding 48 Hrs.)

(1
<
(]

. CCON O

)
t
O

CCON 02

[}

cCMBA O

()

1. is MBAS being determined by the methyiene blue method?

2. Is LAS reference material available and used in the
preparation of standards?

3. Is :me determination of absorbance done at 652 nm against
a blank of chioroform?

CMBA 02

t
1o
000

()

CMBA Q3

TURBIDITY (Holding 48 Hrs.)

1. Is the nephelometric method used?
a. Are samples with turbidity greater than 40 NTU diluted
with turbidity-free water?
b. Are sample tubes clear, colorless glass which are clean
and have no scratches?

COLOR (Holding 48 Hrs.)

0]
U

7] CTUR D1

[
[
1]

CTUR 02

1. Is the visual comparison method used?
a. Isnterference due to turbidity removed by filtration
or centrnifugation?
b. Is the pH of the sample measured and reported with
the result?
c. Are platnum-cobalt standards used?
d. Are color disc standards calibrated against platinum-
cobalt standards every 6 months?
2. Is the spectrophotometric method used?
3. is the ADMI method used?

U

CCOoL 01

CCOL 02
ccoL o3

CCOL 04

Oon o o
tpg 00 o

cirig 0o




Form DWR.183 C NEW JERSEY DEPARTMENT OF ENVIRONMENTAL PROTECTION
5/85 OFFICE OF SCIENCE AND RESEARCH

ON-SITE LABORATORY EVALUATION
LIMITED CHEMISTRY GENERAL PROCEDURES

N4 YES NO COMMENTS
RESIDUE, (7.D.S.), (TOTAL FILTERABLE RESIDUE)
{Holding 48 Hrs.)
1. Does the desiccator have suitable dessicant and indicator? | O [ cTos 01
2. ls an analytical balance capable of weighing to 0.1 mg
available? O O O ctoso2
i 3. Are glass fiber filter discs used? [ O CJ cTosos
4. Are samples for total dissolved solids dried at 180°C? O O ] ctps o4
5. a. Does the dissolved residue, when weighed, yield <200 mg? [ ] O cTtpsos
b. if not, 1s smaller aliquot used? O O 3 crosos
RESIDUE, (TSS), (TOTAL NONFILTERABLE RESIDUE}
{Holding 7 Days) ’
1. Is the residue dried at 103-105°C? O O O crssot
RESIDUE, TOTAL SOLIDS (Hoiding 7 Days) ;
1. Is sample dried at 103-105°C until weight is constant? O O O
' CHLORIDE (No Pres., Holding 28 Days)
1. Is the argentometric (silver nitrate) method used?
a. Is the AgNOa3 titrant standardized against NaC1 dried at )
140°C and Iabeled properly? C T O ccLpos
b. Is interference due to sulfide, sulfite or thiosulfate
removed with H202? : D — C ccubo2
. Is the mercuric nitrate method used?
3. Is the pH adjusted to 2.5? — _ _J) ccLb o3
b. s a 1 or 5 ml microburet used for titration? - — , C ccubos
c. Is the NaCL standard dried at 600°C for 1 hour? T :_;. —J cCcLDOs |
3. Is the automated ferncyanide method used? _ ] = <5 T
4. Is the ion chromatographic method used for drinking water? O ] O
FLUORIDE (No Pres,, Holding 28 Days)
1. Are water samples distilled? v T3 T cFLrO
2. ls the specific ion electrode method used?
3. Are both samples and standards analyzed at room
temperature? C O (O cFLro2
3. Is the SPADNS method used?
a. Is the SPADNS solution stored in an amber bottle and
protected from direct sunlight? 20 [ O cFLRO3
b. ls sodium arsenite used to remove residual chiorine? C ] O cFLRO4
4. Is the automated compiexone method used?
a. ls the working color reagent prepared fresh every o .
3 or 4 days? O & O cFLros 24 2 i ol
CHLORINE RESIDUAL {(No Pres., No Holding)
1. a. ls chiorine residual determined by iodometric titration,
DPD colorimetric or DPD titrimetric methods? O O J ccLrot
b. in the iodometric titration is the excess reducing agent
back-titrated with jodine or iodate solutions? . O CJ ccLro2
¢. in the DPD colorimetric method are kits with color
i wheels, and reagent packets used? - - O
.d. Is the chiorine res:dual determined by specitic ion
electrode? R R
e. ls the starch end-point method used? T I R
AR300803



Form DWR.153 D NEW JERSEY DEPARTMENT OF ENVIRONMENTAL PROTECTION
5/85 OFFICE OF SCIENCE AND RESEARCH

ON-SITE LABORATORY EVALUATION
LIMITED CHEMISTRY GENERAL PROCEDURES

.

AMMONIA (Holding 28 Days) XA YES NO
1. Are samples preserved with H2SOa to pH 2 at time of
collection? (. O ] camm o1
2. Upon receipt in the laboratory, 1s the pH measured and
recorded? C O O cammoz
3. Are sampies analyzed within 28 days of collection? | O O camm 03
4. Is a manual distillation at pH 9.5 used?
a. Do you use macro or micro distillation equipment? O d T camm 04
b. Are stills steamed with ammonia-free water prior
to distillation of sampies and the distillate checked
for residual NH3? O O O cammos
c. Is chlorine residual removed by thiosulfate or
arsenite prior to distillation? a ] ] CAMM 06
5. Is Nesslerization method used following distillation
{(for 0.05 to 1.0 MGNH3-N/L)?
a. Is 2 mi of Nessler reagent added to raise the
alkalinity to the desired level? - O ca CAMM 07
b. s the same contact time used for samples
standards and blanks? O O O cammos
c. Is a 30 min. contact time allowed for low
concentration samples? .| - ] cAMM 09
6. ls the selective ion rmethod used
(for 0.05 to 1.0 mgNHa-N/L)?
a. Is the pH of the sampie maintained at greater than 11? O O CJ camm 10
b. Is NaOH added to samples prior to electrode immersion? ; O O camm 11
c. Are low concentration standards run first? — O 0 CAMM 12
7. Is the automated phenate method used?
a. |f HgClz is used as a preservative, is an equivalent
amount added to NH3 standards? = O T camms
b. 1f H2504 15 used as a preservative, 1s H2 SO4 added
to wash water and standards? C O S cammag
8. Is titration method used {for 0.05 t0 1.0 MGNH3-N L il O T caMM 15
a. Is H2S0a 0.02N? O B2 [ cammas
b. Is a blank carried through all the steps of the procedure? — = ] camm 17
NITRATE
1. Are drinking water samples analyzed within 24 hours of
collection? (j O ” cNATOY
2. Are wastewater samples analyzed within 48 hours of —
collection? - O ;’: CNAT 02
3. If not, are samples preserved with H2504 to pH 2 at -
time of collection for NO3.NO2? — 2] ] cNAT O3
4. |s the brucine method used?
a. Are samples filtered if turbid? OJ ., 1 CNATO4
b. Is the temperature of the waterbath 95 - 100°C? O [T D cNnaTos
c. Is the stock mitrate STD 100 mg/, preserved with
chioroform and kept no longer than 6 months? ] ] CJ cNAT 08
d. Is the brucine-sulfanilic acid reagent stored at 4°C
in a dark bottle? [ I O enNATO?
e. Is residual chiorine removed by adding sodium
arsenite solution (Y drop/0.1 mg.1)? O O 0 cNAT 08
5. Is the manual cadmium reduction —ethod used?
a. Isnterference due to turbidity - moved? O O ) cNAT 08
b. Is a nitrate and mitrite standarc passed through the
column with each run 10 check recovery? 0O & [ cNaT 10
c. Is the column reactivated when the value of F>0.33? O © O ceNnaTn
6. Is the automated cadmium reduction method used? ~
a. Is a nitrate ana nitrite standard run with each batch of ~
samples to check column efficiency? — B T cNAT 12 ool
7. Is the automated hydrazine reduction method used? — - T CNAT 13
8. Is the 1on chromatographic method used for drinking water? [ = —

BR3008GH



Form DWR-153 E NEW JERSEY DEPARTMENT OF ENVIRONMENTAL PROTECTION
5/85 OFFICE OF SCIENCE AND RESEARCH

ON-SITE LABORATORY EVALUATION

LIMITED CHEMISTRY GENERAL PROCEDURES o

.NlTRlTE o L
1. Are sampies cooled to 4°C and anlyzed within 48 hrs. of

collection if not preserved?
2. Is the Diazotization method used?
a. s the nitrite stock solution standardized against standard
permanganate and labeled properly?
b. Are turbid samples filtered through a 0.45 micron filter?

KJELDAHL NITROGEN TOTAL

1. Are sarnples preserved with H:S50a to pH 2 and analyZed
within 28 days of coliection?

2. Is the 0.020 N H:504 standardized against Na: COs and
properly labeled?

3. Is the distillate from the digestion collected below the
surface of the boric acid?

ORTHOPHOSPHATE (Pres. - Filter immed.)

1. Are samples cooled to 4°C and analyzed within 48 hrs. of
collection?
2. Is the ascorbic acid method used?
a. Is the ammonium molybdate soiution stored in
plastic at 4°C?
b. s the 0.1 M. ascorbic acid stored at 4°C and
prepared fresh weekly?
¢. Is the combined reagent prepared daily with all
reagents ar room temperature prior to mixing?

PHOSPHORUS, TOTAL (Pres. H:504 to pH<2)
Holding 28 Days)

. Is an acid-persulfate digestion used for wastewater samples”
2. is the ascorbic acid method used to determine total
phosphorus after the digestion?

ORGANIC CARBON, TOTAL (Holding 28 Days!

1. Are samples preserved with H2504 or HCI 1o pH 2 at
ume of collection?

2. Upon rece'pt in the laboratory . is the pH measured and
recordeg?

3. Is the combustionanfrarea method used?

a. Is.norganic carbon removed by decomposition with
acid or atternatively is a correctron made for the
norganic fracuoen?

b. Is a methane detection technique used :n place of IR?

4. 15 analysis performed within 28 days?
5. Is the instrument being calibrated daily with at least

3 standards’

6. Have samples been checked with potassium acid phthalate
for recovery?

7. ls an external reference sample such as EM.S L. .Q.C.
analyzed at least yearly?

8. Are standards prepared at least monthly?

SULFATE (Pres. - Cool to 4°C - Holding 28 Days)

1. Is the gravimetric method used?

a. Is silica removed by treatment with HC1 and filtering?

b. Is the barium sulfate precipitate washed with distilled
water to remove chlorides?

c. s the residue ignited at 800°C?

. ls the turbidimetric method usea?

a. Are the samples stirred tor exactly 1 minute after the

adait.on of BaCl:?

k
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[
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@/cmr 02
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(0]
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1

__ CTPHO2

‘CORP 01

COMMENTS

CNIT 01

CNIT O3

CTKN 01

CTKN 02

CTKN 03

CORP 02

CORP 03

CORP 04

CORP 05

CTPH O1

iif'. CTOC02 e

(}

(10}

(1

CTOC 03
CTOC 04
CTOC 05

CTOC 086

CTOC 07

CTOC 08
CTOC 09

CSFA 01

CSFA 02
CSFA Q3

CSFA 04
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Form DWR.183 F NEW JERSEY DEPARTMENT OF ENVIRONMENTAL PROTECTINN
5,85 QFF{CE OF SCIENCE AND RESEARCH

ON-SITE LABORATORY PROCEDURES
LIMITED CHEMISTRY GENERAL PROCEDURES

SULFATE - Continue
2. b. Are both samopte. . d standards read at 4 minutes
after stirnng? :
c. Are blanks used to correct for colfor or turbidity?
3 s the automated chloranilate method used?
a. Are .nrerferences due to Ca, Al, and Fe removed by
an ron exchange column®
4. is the 1on chromatography method used for drinking water?

SULFIDE (Pres. - 4°C,2n Acetate + NaOH to pH>9 -
Holding 7 Days)

1. Is the Methylene Blue method used?
a. |s the methylene blue soiution standardized against a known
solution and adjusted so that 1 drop = 1.0 mg/l sutfide’
b. ls the ntrimetnic {lodine) method used?

SULFITE (No Preservation)

1. Is the titimetric iodine-iodate method used?
2. Are samples analyzed on site?

CYANIDE

1. Are samples analyzed within 14 days of collection?
2. Are samples preserved with NaOH to pH 12+ 06 G
ascorbic acid?
3. Upon receipt in the laboratory, 1s the pH measured and
recorded?
4. If chionnated, do you remove su!fide as Cd sulfide?
Is the titnmetric method used?
6. Is 3 manual distillation with MgCli: done?
a. Is the AgNOQO> standard:zed aga nst NaC, and labeled
properiy?
b s a blank run with eack set of samples?
7. Is the colorimetric methc - used?
a. ls Chioramine T prepared week'y and stored in
refrigerator?
b Is the stock cyanide solLton standardized weekly
against AgNO >

o

OlL AND GREASE (Holding 28 Days)

1. Are samples collected 1n glass containers?

2 Are sampies preserved with H:SOs to pH<2?

3. is a iquid-hquid extraction with freon used?

4. is the o1l and grease content determined gravimetricatly?

PHENOLS (Holding 28 Days)

1. Are samples collected in glass containers?

2. Are samples preserved with 1 g CuSO4 and H3PO4 to pH<2?

3. Upon receipt in the taboratory, 1s the pH measured and
recorded? YA

4, Are sampies analyzed wrthm% of coltection?

Is the colorimetric 4° -® method with distiliation used?

6. Is the colorimetr.c 4AAP method for halogenated phenols
used?
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COMMENTS

CSFA 06

CSFA 07

CSFD 01

CSFD 02

tl

CSFTO1

CCYN 01

CCYN 02

CCYN 03 it

CCYN 04

CCYN 05

(1

CCYN 06

1

CCYN 07

’

CCYN 08

|

CONG 01

CONG 02

CONG 03

Oon

CONG 04

CPHN 01

1)

CPHN 02

L

CPHN 03

CPHN 04

CPHN 05 s ool JY";'

CPHN 06 2.
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Form DWR ‘€3 3 NEW LERSEY DEPARTMENT OF ENVIRONMENTAL PRUTECTION
5:85 OFFICE OF SCIENCE AND RESEARCH

ON-SITE LABORATORY PROCEDURES

LIMITED CHEMISTRY GENERAL PROCEDURES

.‘ N4 OYES Y  COMMEATS ¢
ALUMINUM . , S

1. Is the Er.oc~rome Cyanine R method used?

|
a
<
£S

a 13an EDTA comp.exed al:quot run as a blank? _ _ . CALUD
b. Is F2 arq M ~+sifarence removed with Ascorbic acid? — Z Z cALuo02
¢ Is F =ompensated for by add t.on of £ to standards? — — Z cALUOD3
d. Are ~*erferences Jue to polvphosphates and alkalinity
rem. -1 py treatment w.th H:SGa? — —_ —. CALUD4
ARSENIC -
1. Is the silver diethyidithocarbamate method used? - — =
a. Are s3mpies preserved with H_SO_ to avoid negative :
intererence from HNO, ? — Z __CARsO1
b Is aleac acetate scrubber used? i _ T CcARS 02
BERYLLIUM
1. Is the Alum.non metnod used? -
a. is EDTA added to eliminate Al, Co, Cu, Fe, Mn, Ni,
Ti. Zn and Zr interferences? — [ CcBERO1
BORON ]
1. Is the Curcumn method used? - - - -
a. s wa- 3"~ Tantanec 3t 55 2°C> _ _ T CBOR O
b is Curcur r preparec fresh weekly and retnigerated? = cBOROZ
c s nre-mo-oep2 Jue (o the hardness removed by 1on
excnar e :° Citer ng of final sampie” _ - —_ CBORO3
d s oemee L ol r e carefully controlieg ‘or poth
EETACRIPUIC FONCPIS O —_ — CBOR 04
CADMIUM
1. Isthe O '~ Zone method used’ ™ e _ - =
& An e wevroetcaestzc wr HNO H SO,
cr 5ND 0 A0, ' - = Zccapo
b ls¢r . tfor™ yuppi ed nocontaners with metal
I U NP BN Yo : N _ — - CCAD 02
¢ Dur ~ute s g wxtr3ct Or. s the room darkened or
IMer Lot e used” —_ —_ . CcAaDG3
CALCIUM i
1 dstre £ 274 ¢ - muvre method used® I _ — - B
a dsve ECT S vantstanderdized against CoCO, 2 I — — CCAL 01
b tet 74 vantapproximately 0.01 M and labeled
gro. .0 - ’ T - __CCAL D2
C. Atyer m oo 2 r332C 10 12 13, s the sample t trated .
N e T L T : - : : - - —_ CCALO3
CHROMIUM -~
1. ts the D.rv-»yicarbaz:de method usea? —_ — -
a3 Is KN T iz 1oox.3ze Celll 10 CrvI? - _ —_ CCHR 01
b Is perma~ganate nterference removed by reduction
WiTm 32 _ —_ __, CCHR 02

|

c. Ars sie a3 0rocessec o0 the same manner as <
' sarm. - : —_ CCHR 03

AR300807



Form DWR.153 NEW JERSEY DEPARTMENT OF ENVIRONMENTAL PROTECTION
585 OFFICE OF SCIENCE AND RESEARCH

ON.SITE LABORATORY PROCEDURES
LIMITED CHEMISTRY GENERAL PROCEDURES

CHROMIUM V1 (Pres. - Cool 4°C - Holding 24 Hrs.) NA YES COMMENTS

1. Is the analysis performea n the field? —_ _—
2. Is the samole screened ‘or Cr=° using a totat chromium

determinat.on”®

RS

I
[

]

COPPER
_— — —
1. is the neocuproine method used? — — #
a. s glass reamstuled or desomized disulled water used? — — — CCOP 01
b. Are samples digested with H2504 and HNO3s to remove .
cyanide and sulfide interference? . i — CCOP 02
¢. s the blank treated :n the same manner as the sample? O =T  Z ccopo3
2. Is the bicinchoninate method used?
IRON
1. Is the phenanthroline method used?
a Are reagents stored in glass stoppered bottles? — = [ crFero1
b. Are working-standard iron sotutions prepared daily? — T [T cFERO2
MANGANESE '
1. Is the persuifate method used?
a. ls interference from NaCl removed by addition of _ —
mercuric sulfate? — — T cMAN 01
b. Is the manganese standard aged in sunlight or heated,
then standard:zed against sodium oxalate? - = CMAN 02
2. Is the periodate method used?
a. Are reducing aygents removed or destroyed before
the periodate oxidation? _ _ _ CMAN 03
b. 's phosphoric acid added to complex ferric iron? - - ™ CMAND4
¢ Are corrections for turbidity or interfering coior made? - - ~” CMANO©S5
soDIUM )
1 s the flame photomertrc method used”’
a. ls particutat® matter removed by biltration® - _ —” CsOoD 0y
b Are all solutions stored n plastic botties? — — —_ CsoD o2
SILVER
1. Is the Dithizone method Jsed’ -
a Is the stock ¢ thi.zone solut on extracted with CCla to . . .
remove Cu ther stored n the dark cr.n an amber bottle? — — CSiL 01
b Is ait glassware washec w-th chromic acid and _ __ .
1+ 1 HNQ :her ireated with a siicone coat.ng? — — — CSIL 02
¢ Are urea soiut ons discarded when a red film develops? _— —_— — CSiL 03
VANADIUM
1. 1s the Galt'c Ac'd method used? ; ; ;
a s there a water bath capable of 25 = 0.5°C available? — — L. cvaNOI
b s the absorpance measured exactly 60 min. after _ . -
the su¢¢ ton of gait ¢ acid? — — — CVANQ2
¢ Areanterterences oue 15 Cu and Fe enminated by dilution? — — — CVANO3
ZINC
1. Is the dithizone method used? - —_ -
a. ls the NHs OH soluton made from NH: or by
red.st.iling NHs OH? — T Zczino
b Is the dilute sodium sulfide solution prepared fresh
jus: before use? — = I czino2
¢ Are blanks ~eproducib e? _ _ . CZINO3

AR300808




PPN ST e e T = - -

5,85 OFFICE OF SCIENCE AND RESEARCH
ON-SITE LABORATORY EVALUATION

ATOMIC ABSORPTION AND METAL PROCEDURES

N4 YES - NO COMMENTS
) Does the nstrument have the foilowing ’
. Backgrourd Correction - Continuum Source _ o _
. Stripchart Recorder - =

3. Doubie Beam - [

4. Graphite Furnace - :\__(/ -

5. Auto Sampler - E_’( -

6. Are trace metals samples preserved with HNO3 to pH of 2 ,

) at ume of coilection? (Halding: Hg - 28 days, others6mos.} __ ' __ CAASO1

7. Are sampies for dissolved metals filtered through 0.45u

membrane filter and the filtrate preserved with HNQO3 ? . I . T_ CAASQ2
8. Is an acid digestion done on total metals samples for
drinking water? = &= -

9. Upon receipt in laboratory 1s sample pH measured & recorded” . —, T_ CAASO03 __ o” oo
10. Is deionized-distilied or double-distitled water used? - 7. _ CAAWO04 T
11. Is glassware acid washed? _ ;’ — CAAGO0S
12. Are all the required lamps available for parameters requested? __ 7/

13. List lamps available and undertine multi-element lamps. — vl —_ CAALO8
14. Are all the foliowing fuel mixtures available?
Aur-Acertylene Nitrous oxide-acetylene g
Argon-hydrogen (Hydride Generation - Zn+SnCl;} ”/
Cirele if not available - ——  CAACO7
15. In the graphite furnace method, 1s each sample matrix examined / oy ,
for interference effects by the method of standard additions? - : CAAM 08 I c
16. Are 10% cneck standards run for the graphite furnace method
to monitor when the furnace should be changed’ . -

17. For Ca Cr. Pband Zn are iow level samples extracted

into MIBK after chelation of the aesired metal with APDC . v
or1s CHC!3 used as a solvent for PDCA 2xtraction? i —_ CAAMDODS

|

[«
[]

18. In the determinaton of low level cnrom.um, s Cr i1}

<

oxidized to Cr VI prior 1o extraction? _ CAAM 10
18. Are Se and As converted to the gaseous hydride with ,
SNCI: ~ Zn metal ang determined in an argon-hydrogen flame? T _ —  CAAM M
20. Is a nitrous oxide flame used for Al, Ba, Be. Mo, T1,Sn & V>  _ , L= = CAAMI12
21. if Ba 's determined using an air-acetylene flame, s La added /
— /7
to both samptes ang stds? 7= T ‘T cAaM13
22. For Ai, Ba, Na and T: analysis, 1s K added to both samoles <
and standards to ehminate 1onization of the measured species? __ £ —_ CAAM 14
23. For Ca and Mg aralyses, 1s La added to both samples and - —_
standarcs 10 ehiminate interference? —_ — -—— CAAM 15
24. For Cr by graphite furnace and Mn ard Fe by direct aspiration . ‘
analyses, 1s Ca added to both samples and standards 1o / ' I
Lol - — " , :
eliminate :nterference? 0 — CAAM 16 g :
— ‘
25. Is apparatus ava:iable for the determination of Hg by the - d .
cold vapor technigue of Hatch and Otr? — P — CAAM 17
26. Is a KMnOs trap, some type of scrubber or venting up the '
hood used ir "~e apparatus for flameless Hg determination? _ | — CAAM 18
27. If on'v dissolved mercury 1s to be determ.ned, 15 the sample ,"'
filtered through an ail glass apparatus before the acid 1s added? ¥~ ) T~ CAAM 19
28. s persuifate added when determining totar Hg? — = T caamM20
29. Is KMnOas added unti! dark color persisis? - o . CAAM 21
0. Are the sampies heated for 2 hours a1 95°0 ,n 3 water bath? . 5 = CAAM 22 st
1. Is mercury reduced with $nCl; or SnSQ4? i A — caam 23’
2. For Mo and V analyses 1s Al added to both sampies & standards %7 - —  CAAM 24

s - PO




Form DWR.155 B NEW JERSEY DEPARTMENT OF ENVIRONMENTAL PROTECTION

5/85

OFFICE OF SCIENCE AND RESEARCH
ON-SITE LABORATORY EVALUATION
ICAP AND OCP PROCEDURES .

COMMENTS

N4 YES; NO -
S22 = = A
. Does the instrument have background correction? _— _Jll —
1f DCP, does the nstrument have a 3 electrode system, nat - - _
e = —
a 2 etectrode system? — — / —
Does the instrument have computer control? _ :IZ/:
Is a peristaltic pump used with the system? - O =
If DCP, are enhancers used? - / =
k4
Does the instrument have temperature control or is the
| ~
—— N

10.

11.

14.

15.

16.

i7.

18.

20.

21,

. Are the acids used trace metal grade’?

. Do you keep an instrument maintenance log?

ew;ngm temperature and humdity controlied?

N

W
0

{

Is an instrument check standard run 10% of tme to

L]
N

[

(]

Do you have EPA check samples for interference?

~

check for impurities and spectral interferences? -
¢
Are 10x Instrument Detection Limit spikes run —_ .
{1 every 20)? - —/ -
Is sample digestion documented? - X =
/
ts instrument monitored weekly for stability? - j —_
) ¢
Is 3 profile check run every 4 hours f not documented
or at least once a smft and documented? — L j —
. If there 1s no peristaltic pump used are samples filtered? ) — —
:s a white hight and a dark current check run at least / ) ¢
every 3 months? :-l( — —
is the correlation coefficient > 0.99997 - ._‘_7 -
Is a linear range analysis curve run over the range of /’
interest to check for interferences? -, — ;
Do you have welding goggles to look at the plasma? /S
(EPA 79 manual) X —, -
Are the correct lines being used? o= 3
— :z/ P ¢

~.

{1
Y
(]

if the argon 1s not liquid, how pure 15112

AR3006810
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Form DWR-156
5/88

ON-SITE LABORATORY EVALUATION

RECORD-KEEPING AND CALIBRATION PRACTIC

RECORD-KEEPING

& W N -

. Is the temperature of ati 8-0.D. incubators recorded daily?
. Is the temperature of all drying ovens recorded daily?
. Is the temperature of all refrigerators recorded daily?
. Are the laboratory thermometers calibrated against an NBS

traceable thermometer and documented?

. Is the analytical balance checked monthly with two class S

weights, one in the mg range, and one in the gram range,
and the data recorded?

6. Is a record available of yearly service on the analytical balance?

10.

11.

. Is the pH meter checked daily, or before use, by setting

the meter to pH7 then measuring and recording pH's
approximately 4 and 10?

. Is the conductivity of the distilled water supply (satisfactory is

conductivity of 2.0-0.5 umho/cm. at 25°C.) checked daily and
the data recorded?

. 1s the conductivity meter calibrated daily against & 0.001

M KCi solution and the data recorded?

Is the turbidimeter calibrated daily, or before use, with a
40 NTU formazin standard and the data recorded?

is the DO meter calibrated weekly against the Winkier method
and the data recorded?

CALIBRATION PRACTICES

‘. Regarding calibration curves, are the following practices in use?

4.

a. Graph is labeled with parameter, date of catibration and
the axes are properly identified as to absorbance or percent
transmission and concentration units.

b. Computer read-out for regression analysis lists parameter,
date of calibration, equation of curve and correlation
co-efficient.

c. Results reported are within the range of the highest and
lowest standard.

. Regarding manual spectrophotometric calibration curves,

are the following practices in use?

a. A minimum of 5 standards and a blank, with 3 measure-
ments at each point are used to generate the curve.

b. A new curve s generated every 6 months.

c. The working curve is checked daily or with each run
by alternating a low and a high standard and the data
are recorded.

. Regarding calibration curves for auto-analyzer analyses, are

the following practices in use?

a. The baseline is set using appropriate reagents and distilled
water and is checked at the end of the run.

. A minimum of 5 standards are used to generate the curve.

. A new curve is generated for each run,

. A marking standard is included with every 20 sampies.

The calibration curve is checked at the end of each run

with a low and a high standard and the data are recorded.

o a0oc

Regarding atomic absorption calibration curves, are the

folliowing practices in use?

a. Working standards are prepared fresh with each run.

b. A mimimum of 4 standards and a blank are used to
generate 3 curve,

c. A new curve is generated for each run,

NA, YES ANO

0O /3 crecor
O » O creco2
O & [ crecos
(] EE/ [ CRECO4
(] DZ(/ [ crecos
O /[0 crecos

'/

d BZI/ ] cRreco?

oo 0

]

0 0ooo

0o d

B8 .0 0

’

o , ) crRecos

/

& [ crecos
O [ CREC10
[0 [ crecn

y
% (3 ccaLO!
Ezéf [ CCAL 02
@ [ ccaLo03

T T CcCALO4

30 [J ccaLos

O ] CCALODs
/ %

M %CCAL 07

cl CCAL 08

¥, O ccaLos

@f O ccaL 10

™ O ccaL 1
//

S ,.///r_:; CCAL 12
/

3/ [0 CCAL13

] CcCAL 14
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Form DWR-157
5/86

OFFICE OF SCIENCE AND RESEARCH
ON-SITE LABORATORY EVALUATION

QUALITY CONTROL AND DATA HANDLING

QUALITY CONTROL

1. Regarding standard solutions, are the following practices in use?
a. A notebook record is availabie describing the preparation

b.
c.

d.

and standardization of stock standard solutions.
Are purchased standards checked before use?

Stock standard soiutions and working standards are {abeled
with reagent, concentration, date prepared and initisled.

ACS grade or analytical reagent grade chemicals dated
when received, are used in the preparation of standard
solutions. :

2. Regarding the monitoring of precision, are the following
practices in use?

3. Regarding the determination of chemical recovery, are the

Approximately 1 synthetic known control sample is included
with every 20 analyses, and the data presented on an X bar

control chart.

. Approximately 1 duplicate of a natural sampile is included
with every 20 analyses, and the data presented on an R

bar range control chart.

following practices in use?

a. A tabulation and control chart are available for recovery
data obtained from spiked natural sampies (1 for every

4. Is

20 analyses),
there an in-house quality control manual outlining

Q.C. practices?

DATA HANDLING

1. Regarding sampling procedures and data handling, data
reporting and data retrieval procedures, are the foliowing
practices in use? ~

a.

Are sampie collectors supplied with properly labeled
containers, preservatives and sampling instructions?
(Get copy of instructions).

. Is there a lab daily work sheet listing sampie number,

date, time, location, preservation, anaiyses requested,
field measurements by sampler, sampler’s initials, date
and hour received by lab, analysis, date and hour of
analysis, analyst’'s initials?

Is there a bound lab notebook for recording raw data,
calculations, or other notes.

. Is raw data kept for 5 years?

e. Is enforcement data kept for 5 years?

Ta

Is there an in-house methods manual available to all
analysts?
Is there a record of chain of custody?

. Is there a chain of custody procedure?

NA YES NO

O 3 gocs ot
O T/fcacs 02
O [17/ cacs 03
O 4 CQCS 04

N /‘
[ I:!fl EZ{ CQCP 01
/
/

O © O cacroz

O = 0O cacros

. EE{ Dcocppa

0
K.
0

CDAT 01

O &ﬁ CJ cbAaTO02
/

O o O coartos
(] % [ cpAaT 04
O , O coaTos
0 lﬁ O cbAT 06
O & O coator
c & 0O CDAT 08
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